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Read This First 


About This Book 


This book describes the XDS522A™ emulation system, which is an analysis 
and debugging tool. The system adds breakpoint, tracing, and timing (BTT) 
functionality to the Texas Instruments (TI™) C source debugger. These func- 
tions allow you to monitor the CPU, to benchmark performance, to gather pre- 
cise timing information, to generate more compact and efficient code, and to 
improve debugging efficiency. 


Before you start using this book, you should install the following tools: 


Tool Refer to... 

XDS510™ or XDS510PP™ XDS51x Emulator Installation Guide 

and XDS511™ 

XDS522A (including the BTT XDS522/XDS522A Emulation System Installation 
software) Guide 

TMS320C2xx C source TMS320C2xx PC Emulator Installation Guide 
debugger 


How to Use This Book 
This book is divided into four parts: 


1) Part I: Overview gives you a broad look at the XDS522A emulation sys- 
tem and describes the basic steps you need to follow when you are testing 
or debugging your code. 


m Chapter 1 summarizes of the XDS522A emulation system’s features 
and describes its components and architecture. 


m Chapter 2 describes the XDS522A interface and how you can custom- 
ize it to meet your needs. 


Mm Chapter 3 provides a quick glance of all of the steps that you need to 
follow when you are using the system to test and debug your code. 


How to Use This Book 


Part Il: Tutorial provides you with a step-by-step, hands-on tutorial of the 
system. The tutorial is divided into several chapters. Each chapter builds 
on the previous chapter(s). To learn how to use the XDS522A emulation 
system correctly, you should start at the beginning of Part Il and continue 
working through the tutorial until you reach the end of Part Il, rather than 
skipping lessons or doing them out of order. 


Part Ill: User Reference tells you how to configure the XDS522A emula- 
tion system. 


m Chapter 12 describes how to define events, which control most of the 
activity in the XDS522A. 


m Chapters 13 and 14 describe how to collect samples and how you can 
use some of the system’s features to isolate specific samples from the 
samples you have collected. 


Mm Chapters 15, 16, and 17 explain how to set up the XDS522A to per- 
form an action when an event occurs. Chapter 15 describes how you 
can use the counters, Chapter 16 describes how you can use the se- 
quencer, and Chapter 17 describes how you generate a trigger pulse 
or a hardware breakpoint. 


Part IV: Appendixes provides supplementary information and includes a 
summary of commands, a troubleshooting section, a glossary, and an 
index. 


The way you should use this book depends on your experience with similar 
products. As with any book, it would be best for you to begin on page 1 and 
read to the end. Because most people don’t read technical manuals from cover 
to cover, here are some suggestions for choosing what to read. 


Ld 


QO 


If you have used the XDS522A emulation system before, you may want to: 
Mm Read the introductory material in Part I. 


m Use the tutorial in Part II to learn about any unfamiliar features. Make 
sure your system is set up as described in Chapter 4. 


m Read the chapters in Part Ill that are of most interest to you. 
m Use the appendixes in Part IV as necessary. 


If this is the first time that you have used the XDS522A emulation system, 
you may want to: 


m Read the introductory material in Part I. 

m Complete the tutorial in Part Il. 

m Refer to the chapters in Part III for additional information. 
m Use the appendixes in Part IV as necessary. 


Notational Conventions 


Notational Conventions 


This document uses the following conventions: 


Q 


J 


The TMS320C209 and TMS320C209SE devices are referred to as the 
"C2xx. 


Debugger and BTT commands are not case sensitive; you can enter them 
in lowercase, uppercase, or a combination of both. 


Program listings, program examples, and interactive displays are shown 
ina special typeface similar to a typewriter’s. Interactive displays 
use Abold version of the special typeface to distinguish commands 
that you enter from items that the system displays (such as prompts, com- 
mand output, error messages, etc.). 


Here is a sample message that you might see in the display area of the 
COMMAND window: 


Cannot append in binary mode 
Here is an example of a command that you might enter: 
cfgtrace paddress, hex 


In syntax descriptions, the instruction or command is in bold face, and pa- 
rameters are in italics. Portions of a syntax that are in bold should be en- 
tered as shown; portions of a syntax that are in italics describe the kind of 
information that you enter. Here is an example of a command syntax: 


bload filename 


bload is the command. This command has one parameter, indicated by 
filename. 


Square brackets ([ and ] ) identify an optional parameter. If you use an op- 
tional parameter, you specify the information within the brackets; you don’t 
enter the brackets themselves. Here’s an example of an instruction that 
has an optional parameter: 


alias [alias name [, *>command string’’]] 


The ALIAS command has two optional parameters. 


Braces ( {and} ) indicate a list. The symbol | (read as or) separates items 
within the list. Here’s an example of a list: 


TraceFilter { on | off} 
This provides two choices: TraceFilter on or TraceFilter off. 


Unless the list is enclosed in square brackets, you must choose one item 
from the list. 
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Notational Conventions / Information About Cautions 


Lj Part Il contains symbols that indicate where to perform an action, when a 
task is important, and when a task is optional: 


When you see this 


symbol... Perform the next set of instructions... 
BTT In the BTT application window 
Debug In the debugger application window 
EVENTS Box In the EVENTS box of the BTT setup window 
SEQUENCER Box In the SEQUENCER box of the BTT setup window 
COUNTER 1 Box In the COUNTER 1 box of the BTT setup window 
COUNTER 2 Box In the COUNTER 2 box of the BTT setup window 
TRACE Box In the TRACE box of the BTT setup window 
ACTION Box In the ACTION box of the BTT setup window 
| Important! | To ensure that your system works correctly 
Try This: If you are interested in doing optional tasks that can 
help you learn more about the XDS522A emulation 
system 


Information About Cautions 


This book contains cautions. The information in a caution is provided for your 
protection. Please read each caution carefully. 


This is an example of a caution statement. 


A caution statement describes a situation that could potentially 


damage your software or equipment. 
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Related Documentation From Texas Instruments 


Related Documentation From Texas Instruments 


The following documentation is packaged with the XDS522A emulation sys- 
tem: 


XDS522/XDS522A Emulation System Installation Guide (literature num- 
ber SPRU171) describes the installation of the emulation system. 
Instructions include how to install the hardware and software for the 
XDS522™ and XDS522A™. 


XDS522A Emulation System Online Help (literature number SPRCO02) is 
an online help file that provides descriptions of the BTT software user in- 
terface, menus, and dialog boxes. 


The following documents provide additional information about the XDS522A 
emulation system. To obtain a copy of any of these documents, call the Texas 
Instruments Literature Response Center at (800) 477-8924. When ordering, 
please identify the book by its title and literature number. 


TMS320C2xx C Source Debugger User’s Guide (literature number 
SPRU151) tells you how to invoke the ’C2xx emulator and simulator ver- 
sions of the C source debugger interface. This book discusses various 
aspects of the debugger interface, including window management, com- 
mand entry, code execution, data management, and breakpoints. It also 
includes a tutorial that introduces basic debugger functionality. 


TMS320C2xx PC Emulator Installation Guide (literature number SPRU152) 
tells you how to install the PC™ version of the ’C2xx emulator and C 
source debugger interface. 


TMS320C2xx User’s Guide (literature number SPRU127) discusses the 
hardware aspects of the ’C2xx fixed-point digital signal processors. It de- 
scribes pin assignments, architecture, instruction set, and software and 
hardware applications. It also includes electrical specifications and pack- 
age mechanical data for all ’C2xx devices. The book features a section 
comparing instructions from ’C2x to ’C2xx. 


XDS51x Emulator Installation Guide (literature number SPNUO70) 
describes the installation of the XDS510™, XDS510PP™, and 
XDS510WS™ emulator controllers. The installation of the XDS511™ 
emulator is also described. 
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If You Need Assistance 


If You Need Assistance. . . 


If you want to... Contact Texas Instruments at... 

Visit Tl online World Wide Web: _http:/Avww.ti.com 

Receive general information World Wide Web: _http://www.ti.com/sc/docs/pic/nome.htm 
or assistance North America, South America: (214) 644-5580 


Europe, Middle East, Africa 
Dutch: 33-1-3070-1166 
English: 33-1—3070-1165 
French: 33-1-3070-1164 
Italian: 33-1-3070-1167 
German: 33—-1-3070-1168 


Japan (Japanese or English) 
Domestic toll-free: 0120—81—0026 
International: 81—3-3457-0972 or 
81-3-3457-0976 


Korea (Korean or English): 82—2-551-—2804 
Taiwan (Chinese or English): 886-2-3771450 


Ask questions about Digital Hotline: (713) 274-2320 

Signal Processor (DSP) Fax: (713) 274-2324 
product operation or report Fax Europe: +33—1-3070—-1032 
suspected problems Email: 4389750@mcimail.com 


World Wide Web: _http:/Awww.ti.com/dsps 
BBS North America: (713) 274-2323 8-N-1 
BBS Europe: +44—2-3422-3248 
320 BBS Online: _ ftp.ti.com:/mirrors/tms320bbs 
(192.94.94.33) 


Request tool updates Software: (214) 638-0333 
Software fax: (214) 638-7742 
Hardware: (713) 274-2285 
(800) 


Order Texas Instruments 800) 477-8924 


documentation (see Note 1) 


Make suggestions about or Email: comments@books.sc.ti.com 
report errors in documenta- 


Mail: Texas Instruments Incorporated 
tion (see Note 2) p 


Technical Publications Manager, MS 702 
P.O. Box 1443 
Houston, Texas 77251-1443 


Notes: 1) The literature number for the book is required; see the lower-right corner on the back cover. 


2) Please mention the full title of the book, the literature number from the lower-right corner of the back cover, and the 
publication date from the spine or front cover. 
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FCC Warning 


Trademarks 


FCC Warning / Trademarks 


This equipment is intended for use in a laboratory test environment only. It gen- 
erates, uses, and can radiate radio frequency energy and has not been tested 
for compliance with the limits of computing devices pursuant to subpart J of 
part 15 of FCC rules, which are designed to provide reasonable protection 
against radio frequency interference. Operation of this equipment in other en- 
vironments may cause interference with radio communications, in which case 
the user at his own expense will be required to take whatever measures may 
be required to correct this interference. 


Tl, XDS510, XDS510PP, XDS510WS, XDS511, XDS522, and XDS522A are 
trademarks of Texas Instruments Incorporated. 


PC is a trademark of International Business Machines Corp. 


Windows is a trademark of Microsoft Corporation. 
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Chapter 1 


Overview of the XDS522A Emulation System 


Part I 


This chapter describes the features and components of the XDS522A emula- 
tion system and how the system operates in a debugging environment. 


Topic Page 
1.1. What is the XDS522A Emulation System? .............00eeee eens 1-2 
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Part I 


What is the XDS522A Emulation System? 


1.1. What is the XDS522A Emulation System? 


The XDS522A emulation system is an analysis and debugging tool that adds 
breakpoint, tracing, and timing (BTT) functionality to the development system 
that includes the XDS510 and XDS511. These functions allow you to: 


[1 Monitor the CPU 

[J Benchmark performance 

(J Gather precise timing information 

j Generate smaller, more efficient code 
1 Improve debugging efficiency 


User-defined events control most activity in the XDS522A. Events are defined 
by address or data patterns for any combination of buses, execution and 
memory cycle types, and the 16 color-coded external channel probes. When 
these events occur, the XDS522A can: 


Start, stop, or disable tracing 

Start, stop, reload, or clock the counters 
Advance or reset the sequencer 
Generate hardware breakpoints 


OOUOU 


Features 


What is the XDS522A Emulation System? 


The XDS522A includes these features: 


32K-byte real-time trace buffer 

Event recognition and sequencing 

Dual 16-bit counters 

Trace acquisition and control 

Multiple hardware breakpoints 

Hardware timestamping 

External triggers for test equipment synchronization 

Ability to load/save screen configurations and trace samples 


OOUOUUOKOUU 


The XDS522A monitors and records bus and cycle type activity on the target 
device at the full operating speed of the target device. 


The ’C209 SE device adds visibility through additional pins that monitor inter- 
nal buses and cycle-type signals that are not available on production devices. 
These additional signals reveal internal state and bus information that im- 
proves debugging efficiency. 
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What is the XDS522A Emulation System? 


Components 


The XDS522A emulation system consists of the following components: 


a 
Lj 


Q 


Oooo vo 


The PC™ display for the BTT software and C source debugger 


An XDS510 emulator controller board and a JTAG cable that connects the 
XDS510 to the XDS511 emulator 


The XDS511 emulator board with a ’C209 SE device and a target cable 
adapter board 


The XDS522A chassis 

An interface adapter pod with pipeline flattener and woven cables 
A target board of your own design 

16 external channel probes 


A 5-V @ 5-A external power supply 


Figure 1-1 shows the components of the XDS522A emulation system. The 
components within the dotted lines show the configuration for stand-alone 
mode. Stand-alone mode is the mode used in the tutorial. For more informa- 
tion about stand-alone mode, see Section 4.2 on page 4-4. 


What is the XDS522A Emulation System? 


Figure 1-1. XDS522A Emulation System Components 
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Scope (optional) 


You can connect your target board to the XDS511 emulator without using the 
target cable adapter board. To do so, attach the XDS511 to your target through 
the three 100 pin connectors on the bottom of the XDS511 (JP6, JP7, JP8). 
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Understanding the Debugging Environment 


1.2 Understanding the Debugging Environment 


The XDS522A supports code-development and debugging activity for the 
’C2xx DSP devices at speeds up to 30 MHz. The XDS522A and the target ap- 
plication (XDS511) operate independently of each other but share the same 
JTAG scan chain. 


When the C source debugger is set up to use the BTT functionality, debugger 
actions cause the XDS522A to respond to the activity on the special emulation 
(SE) device. For example, if a software breakpoint occurs in the target applica- 
tion, the XDS522A updates the TRACE window with new information. 


The typical debugging environment for a ’C2xx application includes a PC with 
the C source debugger and an XDS510 emulator controller that connects to 
a ’C2xx SE device through an XDS511 emulator. 


If you are using a real-time monitor... 


If you are using a real-time monitor, you must ensure that you correctly set the 
REALTIME switch on the interface adapter pod of the XDS522A. The 
REALTIME (S2) switch on the interface adapter pod affects the CPU activity 
that you see with the XDS522A. When the ’C2xx performs emulation actions 
in stop mode, the XDS522A does not collect this information. 


If you use a real-time monitor, the XDS522A collects all ’C2xx information, 
including actions performed by the real-time monitor. To operate the ’C2xx 
debugger in real-time mode, you must ensure that the XDS522A S2 switch is 
set to On so that code between ETRAP and ERET is visible. 


To operate the ’C2xx debugger in stop mode, you probably want to ensure that 
the XDS522A S2 switch is set to Off. If you are operating in stop mode and the 
S2 switch is set to On, you will collect samples when the debugger is per- 
forming emulation actions as well as normal operation information. 


For more information on the REALTIME switch, see the Step 5: Setting Dip 
Switches on the Interface Adapter Pod section in the XDS522 and XDS522A 
Emulation System Installation Guide. 


Understanding the TMS320C2xx Pipeline and the XDS522A Pipeline 


1.3 Understanding the TMS320C2xx Pipeline and the XDS522A Pipeline 


When working with the XDS522A, you need to keep in mind that there are two 
distinct and independent pipelines: 


QO 


The TMS320C2xx instruction pipeline is the sequence of bus operations 
that occur during the execution of an instruction. The instruction pipeline 
has four independent stages: instruction fetch, instruction decode, oper- 
and fetch, and instruction execute. Figure 1-2 shows the sequence for an 
arbitrary instruction N in the ’C2xx instruction pipeline. For more informa- 
tion about the ’C2xx instruction pipeline, see the TMS320C2xx User’s 
Guide. 


The XDS522A pipeline is the sequence that the XDS522A uses to process 
data and compare data with events that you define to control breakpoints, 
tracing, and timing. The XDS522A pipeline has three independent stages: 
compare events, determine action, and take action. The pipeline for the 
XDS522A is unrelated to the instruction pipeline of the ‘C2xx device. 
Figure 1-39 illustrates the three clock cycles in the XDS522A pipeline. 


Figure 1-2. 4-Level Instruction Pipeline of the TMS320C2xx 


CLKOUT1 | | | | | | | 


Fetch ——- N——? N+1 N+2 N+3 
Decode N-1 N N+1 N+2 
Operand N-2 N-1 N N+1 
Execute N-3 N-2 N-1 N 


Figure 1-3. 3-Cycle Pipeline of the XDS522A 
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Understanding the TMS320C2xx Pipeline and the XDS522A Pipeline 


About the XDS522A pipeline 


The XDS522A evaluates all processor activity simultaneously and clocks the 
data through the pipeline. Information remains in the pipeline for three cycles 
before it is discarded or written to trace memory. 


The order of activity is as follows: 


1) In the first clock cycle of the XDS522A pipeline, the software compares 
events with the incoming raw data. 


2) Ifthe comparison evaluates to true, the XDS522A latches the output in the 
second clock cycle. 


3) Inthe third clock cycle, your defined events are put to use in the manner 
you have specified: 


To control a counter: decrement, start, stop, or reload 
To advance the sequencer to the next level 

To generate a hardware breakpoint 

To generate a trigger pulse 

1) To start, stop, or disable tracing 


a 
Lj 
Lj 
Lj 


The clock that drives the pipeline is not free running; this sample clock stops 
when there is no valid bus activity or when the processor is in low-power mode. 
The XDS522A clocks out all data still in the pipeline when the sample clock 
stops. 


Figure 1—4 shows the parallel activity with data in the pipeline. 


Figure 1-4. XDS522A Pipeline Architecture 
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Understanding the TMS320C2xx Pipeline and the XDS522A Pipeline 


About the TMS320C2xx pipeline flattener 


Part I 


Figure 1—5 illustrates the stages a single instruction N passes through in the 
’C2xx instruction pipeline, as well as other activity occurring at the same time 
for other instructions. During the cycle in which the N instruction executes, the 
’C2xx fetches operands for instruction N + 1, decodes instruction N + 2, and 
fetches instruction N + 3. 


The XDS522A contains a flattener for the ‘C2xx instruction pipeline. For each 
execution cycle, the flattener aligns the ‘C2xx pipeline stages for a single 
instruction. As Figure 1-6 shows, the flattener aligns the operand fetch for 
instruction N, the decode for instruction N, the fetch for instruction N, and the 
execution for instruction N. 


The flattener also affects the contents of the trace buffer by filtering out unex- 
ecuted instructions from the buffer so that only executed cycles are collected. 
The flattener also aligns the data with the corresponding execution cycle. 


Figure 1-5. Stages in the ’C2xx Instruction Pipeline 
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same cycle, the ’C2xx fetches operands for instruc- 
tion N + 1, decodes instruction N + 2, and fetches 
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Figure 1-6. How the Flattener Affects the Stages in the ’C2xx Instruction Pipeline 
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When you use the flattener, you can select one of the following modes: 


(1 Flat multiwordshows the addresses of the first and second words in a two- 
word instruction. This produces more complete disassembly information, 
which is beneficial when the COFF file for your target code is not available. 
However, this mode uses more trace memory because it requires another 
sample to store the second word. 


() Flat first word shows only the address of the first word of a two-word 
instruction. In this mode, you do not see the address of the second word; 
for data bus activity associated with the second word, the sample shows 
the address of the first word of that instruction. This mode uses less trace 
memory than flat multi word mode uses. 


If you need to see instructions as they occur without adjustments for the ’C2xx 
pipeline, you can disable the flattener (unflattened mode). 


See Section 3.1, Choosing a Flattener Mode, on page 3-2 for information 
about choosing a flattener mode. 


Figure 1—7 (a) shows samples collected for a block of code using unflattened 
mode. Figure 1—7 (b) shows the samples collected for the same block of code 
using flat multi word mode. Notice that the flattener aligns the data accesses 
for a particular instruction with the corresponding execution cycle. 
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Figure 1—7. Unflattened Mode Versus Flat Multi Word Mode 
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(b) Samples collected in flat multi word mode 
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Execution and memory addresses/data for the 
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About the BTT Software Interface 


Part I 


The XDS522A provides you with an interface that you can customize with key- 
board commands or the mouse. The BTT software interface consists of three 
windows within the main application window. 


This chapter provides a general overview of the parts of the interface and 
explains various ways to manipulate the interface. 
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Overview of the BTT Software Interface 


2.1 Overview of the BTT Software Interface 


The BTT software interface is the main BTT application window, consisting of 
a menu bar, the TRACE window, the BTT setup window, and the COMMAND 
window. Figure 2—1 calls out the major sections of the interface. Table 2-1 lists 
each section with brief descriptions. 
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Overview of the BTT Software Interface 


Figure 2-1. Features of the BTT Software Interface 


Menu bar 


Trace status 
indicator indicator 


File Trace BTT Restart Time=F7 TrcOn=F8 Peek=F9 


0000: EAdr EDta MAdr 
Exec Cycle 
EXEC Address 
EXEC Data 
Memory Cycle 
MEM Address 
MEM Data 
Ext Channels 
SEQUENCER 


| 
EvtB-|-| 
Evtc-|-| 
EvtD-|-| 
cnt1-|-| 
cnt2-|-| 
Lvl: 2 


TRACE TSQ: 


window | 
Immediate-> 


Clock Cycle->---— 
COUNTER 1 


FFFF 
Reload 
FFFF 
Sngl1lOFF 
COUNTER 2 


FFFF 
Reload 

FFFF 
SnglOFF 


Zero----—> 


trgload sample.out TrcFull—---->| 


Target loaded from sample.out (Clear 
sconfig myconfig.cfg 
alias dl, "bdownload” 


-00000 Stopped 


PU_BTT> i 


Download , 


Disabled | 


COMMAND wnat Download button 


Enable/Disable button 


About the BTT Software Interface 


Program status 


BIT 
— setup 
window 


Part! 


Overview of the BTT Software Interface 


Table 2-1. Interface Feature Descriptions 


This part of the interface... 
Menu bar 


File menu 
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Trace menu 


BTT menu 


Restart menu button 


Time toggle 


TraceON/TraceOFF menu 


button 


Peek menu button 
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Is used to... 


Control the functions of the XDS522A 
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Load the target symbol table 
Save the screen configuration 


Exit the application 


Control the display of information in the TRACE window 
Enable or disable tracing 

Filter displayed samples 

Go to a particular sample in the TRACE window 


Define a search pattern to search for samples in the 
TRACE window 


Update the information in the TRACE window 
Select a tracing mode 

Save the contents of the trace buffer 

Load the saved contents of the trace buffer 
Close the TRACE window 


Download the configuration of the BTT setup window 
Enable or disable the BTT setup window 


Clears the BTT setup window of all connection symbols 
(0), except at the intersection of Immediate and trace 
Strt 


Save the configuration of the BTT setup window 
Load a saved configuration of the BTT setup window 


Select the flattener mode 


Restore the BTT setup window to its last downloaded con- 
figuration and start tracing following a trace disable 


Toggle through three timestamp display modes in the 
TRACE window 


Turn tracing on and off 


Display in the TRACE window one screen of the samples 
you have collected 
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Table 2-1. Interface Feature Descriptions (Continued) 


This part of the interface... 


Trace status indicator 


Program status indicator 
TRACE window 
BTT setup window 

EVENTS box 


SEQUENCER box 


COUNTER boxes 


TRACE box 


ACTION box 


Download button 


Enable/Disable button 


COMMAND window 


Is used to... 


Show the status of the circular trace buffer: 


(} When the number in the trace status indicator has a 
negative sign, the trace buffer has not overflowed. 


(_} When the number in the trace status indicator has a 
plus sign, the trace buffer is overflowing, and old trace 
samples are being discarded to make room for new 
trace samples 


Show when your program is running or stopped 
Display the trace samples collected by the XDS522A 
Control the functions of the XDS522A 

Configure up to four unique events (A through D) 


Set up a sequence of events for the XDS522A to use when 
tracing 


(J Count clock cycles 


Count events 


O 
[J Count sequence completions 
O 


Count the number of times the other counter counts to 
zero 


Control when the XDS522A traces samples 


Specify if the XDS522A should generate a hardware break- 
point or trigger pulse 


Send the current configuration of the BTT setup window to 
the XDS522A 


Enable or ignore (disable) the information in the BTT setup 
window 


_) Enter commands 


(j View error messages and other output of the XDS522A 
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Entering Commands 


2.2 Entering Commands 


Like the debugger, the BTT software interface has flexible command entry. 
Using a mouse or key combinations, you can enter commands to the BTT 
through the menus, dialog boxes, and the interactive grid of the BTT setup win- 
dow. You can also enter commands on the command line in the COMMAND 
window. 


Entering commands with the mouse 


Most of the commands you need to operate the BTT software are available in 
the pulldown menus, dialog boxes, or the interactive grid of the BTT setup 
window. Access these menus, boxes, and the grid with the select button of 
your mouse. 


Entering commands with key combinations 


If you prefer, you can use the keyboard to enter data and manipulate the inter- 
face. The keyboard methods for the BTT software are similar to those for the 
debugger interface. For example: 


.j You can manipulate the pulldown menus by using key combinations with 
the key. 


[J You can enter information in dialog boxes by using key combinations with 
the (AQD , CAB), GPACE), @), or @ key. 


[4 Youcan move the cursor in windows or dialog boxes by using the (PAGE UP), 
(PAGE DOWN), (1), or @) key. 


[J Youcan use the command history feature by using key combinations such 
as (£2), (SHIFT) (74B), or (AB). 


For more information about using the debugger interface, see the 
TMS320C2xx C Source Debugger User’s Guide. 


Entering commands from the command line 
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The COMMAND window does not have to be active for you to enter commands 
onthe command line. However, you cannot enter commands on the command 
line when the BTT setup window is active. 


Making a Window Active 


2.3 Making a Window Active 


The flexible command entry of the BTT software allows you to make windows 
active by entering commands from the COMMAND window, by using the 
mouse, or by using the function key. Making one of the windows active 
brings that window to the front of the other windows, allowing you to move and 
size that window, as well as enter commands. The COMMAND window is the 
active window by default when you bring up the BTT software. 


Making a window active using the mouse 


You can make any of the BTT software windows active using the mouse. To 
make a window active using the mouse, click once anywhere on the border of 
the window. 


When a window is active, the gray, single border around the window changes 
to a double-lined, yellow border. If the window is behind any other windows, 
it moves to the front when it becomes active. 


Making a window active from the command line 


You can make the all windows active from the command line. To make the 
TRACE and COMMAND windows active from the COMMAND line: 


1) Make sure that the BTT setup window is not active. 


2) From the COMMAND window, enter: 
win TRACE 
or 
win COMMAND 
or 
win BTT 
When a window is active, the gray, single border around the window changes 


to a double-lined, yellow border. If the window is behind any other windows, 
it moves to the front when it becomes active. 


Making a window active using a function key 


You can also use the function key to make a window active. Pressing 
cycles through the windows in the BTT application window, making each win- 
dow active in turn. 
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Sizing a Window 


2.4 Sizing a Window 


The BTT software allows you to customize the interface by sizing its windows. 
You can size windows by entering commands from the command line or by us- 
ing the mouse. 


Sizing the main BTT application window 


The main BTT application window consists of the TRACE, BTT setup, and 
COMMAND windows, and the menu bar. This main window cannot be sized 
using the mouse or from the COMMAND window; you must use the —bl and 
—bw command-line options from the icon properties that you can use to size 
the BTT application window. The XDS522/XDS522A Emulation System Instal- 
lation Guide describes these options. 


Sizing a window using the mouse 
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Youcan resize, zoom, or unzoom any of the three BTT software windows using 
the mouse. 


To resize a window: 
1) Make that window active. 
2) Point to the white area in the lower-right corner of the window border. 


3) Click and drag the window to the desired size and release the mouse 
button. 


You can zoom any window by clicking the white area in the upper-left corner 
of the window border. A zoomed window fills the screen, covering the other 
windows. 


Unzoom a window by clicking on the same area that you use to zoom the win- 
dow. Unzooming a window returns the window to its previously configured 
size. 


Sizing a Window 


Sizing a window from the command line 


You can resize the TRACE and COMMAND windows from the command line, 
but you cannot resize the BTT setup window from the command line. When 
the BTT setup window is active (when it has the double-lined borders), the 
COMMAND window does not recognize commands. You must resize the BTT 
setup window by using the mouse method. 


To resize the TRACE and COMMAND windows from the command line: 
1) Make the window active that you want to size. 
2) From the COMMAND window, enter: 


size [wiath, length | 


where width is measured in characters and /Jengthis measured in lines. Do 
not exceed the width and length of the main BTT application window. 


You might need to experiment before you find your optimal window sizes. 
The optimal size for each window depends on your monitor size and reso- 
lution and the size of your BTT application window. 
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Moving a Window 


2.5 Moving a Window 


You can customize the BTT software interface by rearranging the BTT setup, 
TRACE, and COMMAND windows. If you have the windows sized so that they 
overlap, it can also be helpful to move windows to the front and back of the 
display. 


Moving a window using the mouse 


You can move any of the three BTT windows within the main BTT application 
window by using the mouse. 


To move a window: 
1) Make that window active. 


2) Click and hold the mouse pointer on the yellow, double-lined border on the 
top or left side of the window. 


3) Drag the window to the desired position. 


Moving a window using the command line 


You can move the COMMAND and TRACE windows using the command line, 
but you cannot move the BTT setup window from the command line. The 
COMMAND window does not accept commands when the BTT setup window 
is active. To move the BTT setup window, use the mouse method. 


To move the TRACE or COMMAND windows from the command line: 
1) Make that window active. 
2) From the COMMAND window, enter: 


move [X position, Y position | 


where X position is the horizontal position measured in characters and Y 
positionis the vertical position measured in lines. Do not exceed the length 
and width of the main BTT application window. 


Saving the Configuration of the BTT Software Interface 


2.6 Saving the Configuration of the BTT Software Interface 


Once you have sized and moved the three windows within the main BTT ap- 
plication window, you can save the configuration of the interface. This allows 
you to bring up this configuration from the command line, rather than resizing 
and moving the windows every time you use the BTT software. 


To save the configuration of the interface: 


1) Size and move the three windows within the main BTT application window 
to your desired configuration. 


2) From the COMMAND window, enter: 
ssave filename 
You can include a pathname in addition to the filename. 
To load an interface configuration, from the COMMAND window, enter: 
sconfig filename 


Include the pathname if you stored the saved configuration in a directory other 
than the default directory. The interface changes to the configuration that you 
saved under that filename. 
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Chapter 3 


Overview of a Typical 
Testing and Debugging Session 


Part I 


This chapter describes the basic steps that you need to follow when using the 
XDS522A to test and debug your code. 
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Choosing a Flattener Mode 


3.1 Choosing a Flattener Mode 


As discussed in the About the TMS320C2xx pipeline flattener subsection on 
page 1-10, the pipeline flattener filters out unexecuted instructions from the 
trace buffer so that only executed cycles are collected. The flattener also aligns 
the data with the corresponding execution cycle in the trace buffer. 
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Step 1: 


Step 2: 


You can choose between two flattened modes—flat multi word or flat first 
word—or you can choose the unflattened mode. To select a flattener mode, 
you must do the following: 


Set the dip switches on the interface adapter pod: 


1) 
2) 
3) 


5) 
6) 


Turn off the power to the XDS522A and unplug the power supply. 
Disconnect the XDS511 from the interface adapter pod. 


Set switches S1 through S4, S7, and S8 on the interface adapter 
pod to the following default settings or to the settings you need: 


S1 Down S3 Down S7 Down 
$2 Down S4 Up $8 Down 


For more information about setting these switches, see the 
XDS522/XDS522A Emulation System Installation Guide. 


Set switches S5 and S6 for the flattener mode you want, as listed 
in the following table: 


Mode Switch Setting 
Flat multi word $5 Up 
(default) S6 Down 
Flat first word $5 Up 
S6 Up 
Unflattened $5 Down 
S6 Down 


Reconnect the interface adapter pod to the XDS511. 
Plug in the power supply to the XDS522A and turn on the power. 


Specify the mode to the BTT software by using the -rn option on the 
command line when you invoke the BTT software: 


-r3 selects the unflattened mode 


-r4 selects the flat first word mode 


-r5 selects the flat multi word mode 


You mustset up the hardware andthe software for a particular flattener mode 
for the XDS522A to work properly. 
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Invoking the BTT Software 


3.2 Invoking the BTT Software 


The interface for the XDS522A emulation system is the BTT software. To 
invoke and set up the BTT software, follow these steps: 


1) Invoke the BTT software by double-clicking on one of the Windows icons 
for the BTT software. 


When you apply power to the XDS522A emulation system, the 
TMS320C2xx starts running, even if no code is loaded. When you invoke 
the BTT software, the XDS522A starts tracing the activity of the processor 
automatically. 


2) Select Target code from the File menu to load the symbol-table portion of 
the object file that you are using. Alternatively, you can use the TRGLOAD 
command from the command line. 


You must load the symbol-table portion of the sample.out object file so that you 
can use symbolic information when configuring the XDS522A. For example, 
if you want to be able to use the labels associated with C source functions, the 
XDS522A must be able to access the symbol-table information. 


———_—[_—_———[S——a_aua_————— — — — — 1 a —_—__ajwuawauw6 0 50 0 ese 
Note: Generating Symbol-Table Information 


To generate the symbol-table information, you must compile and link your 


code with symbolic debugging information (using the compiler’s —g option). 
| es) 


There are other load-type commands available: 


.) The BTTLOAD command (such as bttload btt522a.cmd) reloads the 
XDS522A firmware, after checking to see if the firmware is already loaded. 


.) The LOAD command (such as load bit522a.cmd) forces a reload of the 
XDS522A firmware. 


The BTTLOAD or LOAD commands reload the firmware and do not provide 
the XDS522A with target code or symbol-table information. 


For more information about TRGLOAD, BTTLOAD, and LOAD, or any other 
BTT software commands, see Appendix A, XDS522A Emulation System 
Commands. 
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Invoking the Debugger 


3.3. Invoking the Debugger 


To debug and test your code with the XDS522A emulation system, you can use 
the BTT software in conjunction with the C source debugger. You use the de- 
bugger to tell the processor to run your application software. In turn, the BTT 
software provides an environment in which you can trace and test the execu- 
tion of your code. 


You can invoke the debugger either from the BTT software or from Windows™. 
If you plan to generate a hardware breakpoint, you must set up the debugger’s 


on-chip analysis module to recognize and generate hardware breakpoints. 
This section describes how to set up the analysis module. 


Invoking the debugger from the BTT software 
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To invoke the debugger directly from the BTT software, use the TRGEXE com- 
mand. The basic syntax for the TRGEXE command is: 


trgexe debugger executable [filename] options —n processor name —@ 


(1 debugger executable is the executable name of the debugger (for exam- 
ple, emu2xxwm.exe). If the debugger executable is not in the current di- 
rectory, you must specify the full pathname. 


(1 filenameis an optional parameter that names an object file that the debug- 
ger loads into memory during invocation. This eliminates the need to use 
the debugger’s LOAD command once the debugger is invoked. The de- 
bugger looks for the file in the current directory; if the file isn’t in the current 
directory, you must supply the entire pathname. 


(1 options supply the debugger with additional information. For more in- 
formation about debugger options, see the TMS320C2xx C Source De- 
bugger User's Guide. 


(J -n processor name is a debugger option that names the processor that 
you plan to debug. The processor name must match one of the names de- 
fined in your board.cfg file. 


(1 -@isadebugger option that allows the debugger to recognize commands 
that you send from the BTT software. If you do not invoke the debugger 
with the -@ option, the debugger will not respond to commands from the 
BTT software. 


Invoking the Debugger 


Once you invoke the debugger, you must do the following to use the BTT soft- 
ware and debugger together: 


1) 


4) 


Provide a valid memory map to the debugger that describes your system. 
You can define this in a batch file that you execute with the TAKE com- 
mand, in the initialization batch file, or interactively. 


Load the object code of the application that you want to debug. 
Ensure that you modify the program counter (PC) to point to the entry point 
of your application (for example, use the debugger’s ? command to modify 


the PC). 


Ensure that the debugger’s on-chip analysis module is set up to recognize 
the XDS522A. 


If you invoke the debugger with the —-@ option, you can send commands to the 
debugger from the BTT software. For more information, see the Sending a de- 
bugger command to the debugger subsection on page 3-12. 


Invoking the debugger from Windows 


To invoke the debugger from Windows, follow these steps: 


—_ 


) 


2) 


5) 


Invoke the debugger by double-clicking on the Windows icon for the de- 
bugger. 


Provide a valid memory map to the debugger that describes your system. 
You can define this in a batch file that you execute with the TAKE com- 
mand, in the initialization batch file, or interactively. 


Load the object code of the application that you want to debug. 
Ensure that you modify the program counter (PC) to point to the entry point 
of your application (for example, use the debugger’s ? command to modify 


the PC). 


Ensure that the debugger’s on-chip analysis module is set up to recognize 
the XDS522A. 


If you invoke the debugger with the -@ option, you can send commands to the 
debugger from the BTT software. For more information, see the Sending a de- 
bugger command to the debugger subsection on page 3-12. 
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Invoking the Debugger 


Setting up the analysis module to generate breakpoints 
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If you plan to generate a hardware breakpoint, you must also set up the debug- 
ger’s on-chip analysis module to recognize and generate hardware 
breakpoints. The following steps guide you through this process. For addition- 
al information about the analysis module, see the TMS320C2xx C Source De- 


bugger User’s Guide. 


1) 


2) 


From the debugger’s Analysis menu, select Enable. This toggles the 
menu option to Disable and enables the debugger’s analysis module. 


From the Analysis menu, select Break. This displays the Analysis break 


events dialog box. 


Click on the box next to EMUO driven low to enable that option. Be sure 
that the Program Bus and EMU1 driven low options are not enabled (there 


is no X next to these options). 


Analysis break events 


[ ]Program Bus [X]EMUO driven low [ ]EMU1 driven low 


Program Bus: Addr[ 
(*)Access ( )Read ( )Write ( )Fetch 


<<OK>> <Cancel> 


Click on OK. 


3.4 Configuring the BTT Setup Window 


Configuring the BTT Setup Window 


The BTT setup window, shown in Figure 3-1, controls how you want the 
XDS522A to monitor the activity of the processor and cause actions to occur. 
You can find information about setting up the BTT setup window in the follow- 


ing chapters: 


To set up the... 


EVENTS box to configure up to four unique 
conditions 


SEQUENCER box to configure an 8-level 
state machine to detect a particular sequence 
of events or counter outputs 


COUNTER boxes to configure one or two 
16-bit counters 


TRACE box to define when to start, stop, and/ 
or disable tracing 


ACTION box to define when to generate 
hardware breakpoints and trigger pulses 


See Chapier... 
12, Defining Events 


16, Sequencer 


15, Counters 


13, Collecting Trace Samples 
and Using the TRACE Window 


17, Breakpoints and Triggers 


Before you configure the BTT setup window, clear out any previous configura- 
tions. You can clear the configuration in one of these ways: 


(J Select Clear from the BTT menu. 


(] Enter BCLEAR from the COMMAND window. 
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Configuring the BTT Setup Window 


Figure 3-1. BTT Setup Window 
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SEQUENCER box — 
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Configuring the BTT Setup Window 


Saving and loading the configuration 


You can save any XDS522A configuration that you define in the BTT setup 
window. This allows you to load and reuse configurations. 


To save the current XDS522A configuration: 


1) Select Save from the BTT menu. This displays the BTT save dialog box: 


BIT save 


<<OK>> <Cancel> 


2) Enter a filename in the File field. 


3) If you want to add a 33-character comment to the saved file, use the 
Comment field. You can use this comment to describe the configuration, 
which will help you distinguish among several saved configurations. You 
can view the file with your usual text editor; the comment is shown at the 
beginning of the file. 


4) Click on OK. 


You can also save the configuration by using a command. The syntax for the 
BSAVE command is: 


bsave filename 


To load a saved configuration, select Load from the BTT menu. This displays 
the BTT load dialog box in which you enter the file name. 


You can also use the BLOAD command to load the configuration: 


bload filename 


Overview of a Typical Testing and Debugging Session 3-9 


Part I 


Part I 


Downloading the Configuration to the XDS522A 


3.5 Downloading the Configuration to the XDS522A 


Once you have configured the BTT setup window, you must downloadthe con- 
figuration to the XDS522A. You can download the configuration in one of these 
ways: 


[J Click on the Download button at the bottom of the BTT setup window. 
j Select Download from the BTT menu. 
J Enter BDOWNLOAD from the COMMAND window. 


The Download button at the bottom of the BTT setup window changes color 
depending on what the XDS522A is doing or what you need to do: 


[) When you make changes in the BTT setup window, the Download button 
turns yellow to remind you to download the configuration to the XDS522A. 
The button also turns yellow the first time you click in the BTT setup win- 
dow following a configuration download. 


.j) During a download, the Download button turns gray. 


(J When anew configuration is downloaded, the Download button is blue. 


Enabling the XDS522A 


3.6 Enabling the XDS522A 


Once you have downloaded the configuration, you must be sure that the 
XDS522A is enabled. To see if it is enabled, look at the lower right corner of 
the BTT setup window. 


1 If you see the word Enabled, the XDS522A is enabled. 
(1 If you see the word Disabled, the XDS522A is disabled. 


You can enable the XDS522A in one of these ways: 


() Click on the Disabled button at the bottom of the BTT setup window. Click- 
ing on the word Disabled toggles the button to Enabled and enables the 
XDS522A. Likewise, clicking on the word Enabled toggles the button to 
Disabled and disables the XDS522A. The Enabled/Disabled button al- 
ways shows the current state of the XDS522A (enabled or disabled). 


Lj Select Enable from the BTT menu. 


() Enter BENABLE from the COMMAND window. 


Overview of a Typical Testing and Debugging Session 3-11 


Part I 


Part I 


Running Your Application 


3.7 Running Your Application 


Once you have configured and enabled the XDS522A, you can run your pro- 
gram. You use the debugger to cause the processor to run your program. 
Follow these basic steps: 


1) Ensure that you modify the program counter (PC) to point to the entry point 
of your application (for example, use the debugger’s ? command to modify 
the PC or use the debugger’s RESTART command). 


2) Run the application by using a debugger run command (such as RUN or 
GO). 


If you invoke the debugger with the —-@ option (either from Windows or with 
the TRGEXE command), you can use the BTT software to send commands 
to the debugger. This allows you to perform the following from the BTT soft- 
ware: 


1 Send any debugger command to the debugger 
.j Start the target application and wait until it enters debug mode 


[J Single-step through the target application and wait until it enters debug 
mode 


.) Stop a target application 


The remainder of this section describes how to send commands to the debug- 
ger from the BTT software. 


Sending a debugger command to the debugger 


You can use the BIT software to send any debugger command to the 
debugger. This is useful when you want to enter debugger commands periodi- 
cally and avoid switching between the BTT software and debugger applica- 
tions. To send commands to the debugger, use the TRGSEND command. The 
syntax for the TRGSEND command is: 


trgsend debugger command 


The debugger command that you specify is sent directly to the debugger’s 
command interpreter. Any progress or error messages generated by the de- 
bugger are not shown in the BTT software’s COMMAND window. If you want 
to see these error messages, you must look in the debugger’s COMMAND 
window. 


When you use the TRGSEND command, control is immediately returned to 
the commandline of the BTT software—the BTT software does not wait for the 
debugger to finish executing the command. 


Running Your Application 


The TRGSEND command is useful when you want to enter debugger com- 
mands periodically and avoid switching between the BTT software and debug- 
ger applications. Here are some typical command sequences that you might 
want to send to the debugger: 


(1 Set up the analysis feature to recognize and generate hardware 
breakpoints: 


trgsend take analysis.cmd 
trgsend asys_on 
trgsend stop_emu0 


(1 Reset the program entry point and run the program: 


trgsend restart 
trgsend run 


If you frequently enter these commands, you can create an alias for the com- 
mand sequence. For more information, see Section A.1, Defining Your Own 
Command Strings, on page A-2. 


Starting a target application 


You can send the debugger’s RUN command to the debugger by using the 
TRGRUNWAIT command, which causes the target application to start running 
and to wait until the processor finishes running due to a software breakpoint 
or an analysis break event. This command freezes the BTT software interface 
until the target stops running or until you press in either of the application 
windows. 


Single-stepping through code 


You can single-step through your target application by using the 
TRGSTEPWAIT command, which causes the processor to single-step 
through the target application and wait until the processor finishes stepping 
due to a software breakpoint or an analysis break event. This command 
freezes the BTT software interface. To cancel the wait mode, press in the 
BTT application window. 


Stopping a target application 


While the processor is running, you can send an escape sequence to the de- 
bugger by using the TRGSTOP command, which causes the processor to stop 
executing the target application. 
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Examining Your Results / Closing the Software 


3.8 Examining Your Results 


In most cases, you will use the TRACE window to examine the results of your 
testing session. The TRACE window shows you the current contents of the 
trace buffer. Chapter 13, Collecting Trace Samples and Using the TRACE Win- 
dow, describes how to update the TRACE window, display information about 
trace samples, and move through the TRACE window. Chapter 14, Viewing 
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different trace samples. 


3.9 Closing the Software 


Trace Samples, tells you how to filter and search the TRACE window to view 


There are several methods that you can use to close the BTT software or the 


C source debugger: 


To close the... Use one of these methods... 


BTT software Cy 
OI 


O 


| 
C source debugger O 


From the File menu, select Exit. 

From the BTT COMMAND window, enter: 

quit 

From the Control box (in the upper left corner of the 
application window), select Close. 


Double-click on the Control box. 

From the debugger’s COMMAND window, enter: 
quit 

From the Control box, select Close. 


Double-click on the Control box. 
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Chapter 4 


Getting Started 


This chapter describes how to use the tutorial in this book and how to find help 
when you get off track. It also shows you how to choose a flattener mode and 
how to start a testing and debugging session. 


| Important! | This tutorial assumes that you have correctly and completely 
installed your XDS522A emulation system. For more information, see the 
XDS522/XDS522A Emulation System Installation Guide. 
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In addition, it is assumed that you have correctly installed the emulator version 
of the TMS320C2xx C source debugger and that you are already familiar with 
the debugger’s basic features. If you have never used the C source debugger, 
complete the tutorial in the TMS320C2xx C Source Debugger User’s Guide 
before you start this tutorial. 
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Before You Begin 


4.1 Before You Begin 


Before you try the lessons in this tutorial, you need to understand how to identi- 
fy the key procedures, alternate ways to perform tasks, what to do if you see 
unexpected results, and where to go for more help. 


| Important! | Please familiarize yourself with the Notational Conventions sec- 
tion of the Preface, particularly the boxed symbols shown on page vi. 


The lessons about related topics are grouped into chapters. These groups of 
lessons are not long, and because the lessons in each chapter are closely re- 
lated, it’s best to take breaks between chapters rather than between lessons. 


Identifying key procedures 


Once you have completed all parts of the tutorial, you might want to refer to 
many of the lessons presented and recall the procedures that you followed. 
To find procedures easily, look for the shaded boxes. This is an example of a 
procedure: 


Load a previously saved XDS522A configuration. 


Clear out the current configuration by selecting Clear from the BTT 
menu. 


From the BTT menu, select Load. This displays the BTT load dialog 
box. 


Enter myconfig.bit as the filename and click on OK. 


Using the command interface of the BTT software 
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Like the debugger, the BTT software interface has flexible command entry. 
You can type commands or use a mouse, function keys, pulldown menus, or 
dialog boxes. 


The tutorial assumes that you are using a mouse to perform most of the func- 
tions. However, if you prefer, you can use the keyboard to enter data and 
manipulate the interface. The keyboard methods for the BTT software are sim- 
ilar to those for the debugger interface. For more information, see the Entering 
commands with key combinations subsection on page 2-6. 


Before You Begin 


What to do when the software is not doing what you expect 


Because the XDS522A emulation system is powerful and complex, you might 
experience some difficulty when trying to configure it. In the BTT software, 
there are many places where you can set up information, and it’s easy to tell 
the XDS522A to do something that you did not intend. 


If you try the first few lessons and the software does not seem to be doing what 
you expect, try the following: 


1) Go through the tutorial steps for that section again. 
2) If you're still experiencing problems, see Appendix B, Troubleshooting, for 


additional information. 


Need additional help or hints? 


Online help is available to provide information about the menu options, dialog 
boxes, and the contents of the BTT application window. If you have not 
installed the online help, find the XDS522A Online Help diskette that came with 
your XDS522A emulation system. The diskette includes a readme file with 
installation instructions. 


After you have installed the online help, go to the Windows program group that 
contains the icon for the online help: 


Re 


aD So224 
Online Help 


To open the online help, double-click on the icon. 
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Verifying Your Hardware Setup 


4.2 Verifying Your Hardware Setup 


This tutorial assumes that you have configured your hardware for standalone 
mode, as shown in Figure 4—1. This setup includes the the XDS510 and 


XDS511 hardware, the SE device, the target cable adapter board, 


adapter pod, and the XDS522A. 
Figure 4—1. Standalone Setup for Use With the Tutorial 


PC display for 
BTT software 
and debugger 


the interface 


XDS510 
emulator 
controller C209SE 
[o]] XDS511 emulator 
To 16-bit Power supply a 
{I PC slot (5V@5A) 
—=-, ] Target cable 
120 Vac = ineniace a_i i adapter board 
adapter pod 


XDS522A 


For this tutorial, be sure that you use the hardware shown in Figure 4—1 and 
that you configure your jumper settings as described in Table 4-1. For more 
information about installing the components of the XDS522A and about the 
jumper settings, see the XDS522/XDS522A Emulation System Installation 


Guide and the XDS51x Emulator Installation Guide. 
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Verifying Your Hardware Setup 


Table 4—1. Jumper Settings for Standalone Mode 
(a) Jumper settings for the XDS511 emulator 
Jumper Jumper Settings 

JP1 Jumper only the following: 

1-2 

7-8 

9-10 
JP5 Jumper only the following: 

1-2 

7-8 


11-12 
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(b) Jumper settings for the target cable adapter board 
Jumper Jumper Settings 
JP1 Jumper only the following: 
1B-1C 
2B-2C 
3B-3C 
4B-4C 
5B-5C 
6B-6C 
7B-7C 
8B-8C 
JP2 Jumper only 2B-3B 
(c) Jumper settings for the interface adapter pod 
Jumper Jumper Settings 
JP6 Jumper pins together 
JP7 Jumper pins together 


JP8 Jumper pins labeled XTDO 
and ETDI 
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Choosing a Flattener Mode 


4.3 Choosing a Fl 
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attener Mode 


As discussed in the About the TMS320C2xx pipeline flattener subsection on 
page 1-10, the XDS522A provides a flattener that assists you in debugging ap- 
plications for the ’C2xx. The flattener filters out unexecuted instructions from 
the trace buffer so that only executed cycles are collected. The flattener also 
aligns the data with the corresponding execution cycle in the trace buffer. 


There are two flattened modes that you can choose between: 


.) Flat multiwordshows the addresses of the first and second words in a two- 
word instruction. 


.j Flat first word shows only the address of the first word of a two-word 
instruction. 


If you need to, you can disable the flattener features. This mode is called 
untlattened mode. 


To select one of the flattened modes or to select the unflattened mode, you 
must do the following: 


1) Set the dip switches on the interface adapter pod. 
2) Specify the mode to the BTT software by using the —-rn option. 
You mustset up the hardware andthe software for a particular flattener mode 


in order for the XDS522A to work properly. 


In all parts of this tutorial, you'll be using the flat multi word mode. Before you 
turn on your XDS522A and invoke the software, you must ensure that the dip 
switches on the interface adapter pod are set correctly and that you specify the 
—r5 option on the command line. 


Choosing a Flattener Mode 


Set the dip switches for flat multi word mode: 


Turn off the power to the XDS522A and unplug the power supply. 


Disconnect the XDS511 from the interface adapter pod. 


Examine the dip switches on the interface adapter pod. Be sure that 
they are set to the flat multi word settings shown in Figure 4—2. 


Reconnect the interface adapter pod to the XDS511. 
Plug in the power supply to the XDS522A and turn on the power. 


Figure 4-2. Dip Switch Settings for Flat Multi Word Mode 


S1 
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$5|S4 Up 


sa|s7|S6 s$3|s2}s1 Down 


Specify flat multi word mode to the BTT software by using the —r5 option: 


In Windows, select the icon for the flat multi word version of the BTT 
software. 


From the File menu, select Properties. This displays the Properties 
dialog box. 


Move your cursor to the Command Line box. 


Be sure that the -rn option appears as the following: 
—r5 


Click on OK. 
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Starting a Debugging/Testing Session 


4.4 Starting a Debugging/Testing Session 


To debug and test your code with the XDS522A emulation system, you use the 
BTT software in conjunction with the C source debugger. You use the debug- 
ger to tell the processor to run your application software. In turn, the BTT soft- 
ware provides an environment for you to trace and test the execution of your 
code. 


To start a debugging and testing session, you must invoke the debugger and 
BTT software and load the sample program. After you have invoked these 
tools, you can resize your windows to maximize the information shown on your 
PC screen. 


Setting up the debugger and the BTT software 


BIT 
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Set up the C source debugger: 


1) Invoke the C source debugger by double-clicking on the Windows icon 
for the debugger. 

2) From the COMMAND window, enter: 
take se_init 


This command sets up the correct memory map by directing the debug- 
ger to execute the memory map commands contained in the 
se_init.cmd file. 


From the COMMAND window, load the sample.out program by 
entering: 


load sample 


When you are using the debugger with the BTT software, you must ensure that 
you modify the program counter (PC) to point to the entry point of your applica- 
tion (for example, use the debugger’s ? command to modify the PC). In this 
lesson, when you load the sample.out file, the PC is already pointing to the 
entry point of the sample program (c_int0). 


Set up the BTT software: 


1) Invoke the BTT software by double-clicking on the Windows icon for the 
flat multi word version of the BTT software. 


This brings up the BTT application window. It might take a few seconds 
for the BTT application window to display and for the software to finish 
executing its initialization routine. 


Starting a Debugging/Testing Session 


When you apply power to the XDS522A emulation system, the 
TMS320C2xx starts running, even if no code is loaded. When you in- 
voke the BTT software, the XDS522A starts tracing the activity of the 
processor automatically. 


Load the symbol-table portion of the the sample.out object file: 


From the File menu, select Target Code. This displays the Target 
code load dialog box. 


Enter sample.out for the File parameter. Be sure that the asterisk 
next to Clear is set, and click on OK. 


Target code load 
File: [SAMPLE.OUT 
(*) Clear 


( ) Append 


<<OK>> <Cancel> 


You must load the symbol-table portion of the sample.out object file so that you 
can use symbolic information when configuring the XDS522A. For example, 
if you want to be able to use the labels associated with C source functions, the 
XDS522A must be able to access the symbol-table information. 


Note: Understanding the Different Load Commands 


In this lesson, you used the File-Target Code command to load the symbol 
table of the sample.out file. This is equivalent to entering the TRGLOAD 
command from the COMMAND window. 


There are other load-type commands available: 


(1 The BTTLOAD command (such as bitload btt522a.cmd) reloads the 
XDS522A firmware, after checking to see if the firmware is already 
loaded. 


[1 TheLOAD command (such as load btt522a.cmd) forces a reload of the 
XDS522A firmware. 


For this tutorial, do not use the BTTLOAD or LOAD commands to load the 
symbol table of the sample.out file. Attempting to do so could confuse the 
debugger, and you will need to close the BTT software and reinvoke it. 


For more information about TRGLOAD, BTTLOAD, and LOAD, or any other 
BTT software commands, see Appendix A, XDS522A Emulation System 
Commands. 
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Starting a Debugging/Testing Session 


Show me everything | need to see 


BIT 
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When you invoke the debugger and the BIT software, two application 
windows—one for the BTT software and one for the debugger—cover most 
of your screen and overlap one another. You will need to view portions of both 
of these windows at the same time. This lesson discusses some tips for resiz- 
ing the application windows and the windows inside the BTT application 
window. 


Te 
Note: Manipulating the BTT Software Windows and Menus 


In most cases, the interface for the BTT software works the same way that 
the C source debugger interface works. You can size, move, and zoom win- 
dows using the same techniques, and you can access the menu options in 
the same way. 


For more information about using the debugger interface, see the 
TMS320C2xx C Source Debugger User's Guide. 


ss | 


The XDS522/XDS522A Emulation System Installation Guide describes the 
—bl and -bw command-line options that you can use to size the BTT applica- 
tion window. Try to start out with a window that is at least 80 characters wide 
and 45 lines long. 


Figure 4—3 shows a typical BTT application window. There are three windows 
inside the BTT application window: 


[1 The TRACE window displays the samples that are in the trace buffer and 
allows you to search for and filter the information that you collect. 


.) The BTT setup window allows you to define events that specify when to 
collect samples and when to generate breakpoints and triggers. 


.) The COMMAND window provides an area for entering commands and for 
displaying command output, errors, and messages. 


Starting a Debugging/Testing Session 


Figure 4—3. The BTT Application Window 
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Starting a Debugging/Testing Session 


Resize the TRACE and COMMAND windows: 


1) Make the TRACE window active: from the COMMAND window, enter: 


win TRACE 


2) With the TRACE window active, resize it to show as many trace sam- 
ples as possible: 


size 80,41 

Depending on your monitor size and resolution and the size of your ap- 
plication window, this can cause the TRACE window to cover most of 
the BTT application window. 


Make the COMMAND window active, move it to the the bottom of the 
screen, and resize it: 
win COMMAND 


move 0,36 
size 70,8 


You cannot size the BTT setup window by entering the SIZE command from 
the COMMAND window. When the BTT setup window is active (when it has 
the double-lined borders), the COMMAND window does not recognize com- 
mands. You need to resize the BTT setup window by using the mouse method. 


Resize the BTT setup window: 


1) Press enough times to bring the BTT setup window to the top of the 
display. Like in the debugger, pressing cycles through the windows 
in the BTT application window, making each window active in turn. 


Point to the lower right corner of the BTT setup window. 


Press and hold the left mouse button; move the mouse to make the win- 
dow longer. Make the window large enough to see the word Download 
at the bottom of the window (Figure 4—3 shows the entire BTT setup 
window). 


When the window is the proper size, click the left mouse button to stop 
resizing the window. 
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Starting a Debugging/Testing Session 


Try This: 


To avoid entering the WIN, SIZE, and MOVE commands to size 
and move the windows each time you invoke the BTT software, you can create 
a batch file that includes these commands. From the COMMAND window, you 
can enter the TAKE command to execute the commands listed in this batch 
file (for more information about creating batch files and using the TAKE 
command, see Section A.2, Creating a Batch File, on page A-4). You can also 
put the following commands in your batch file to automatically resize the BTT 
setup window: 


win BTT 
size 26,45 


These commands work in a batch file because a batch file does not require the 
COMMAND window to be active for a command to be recognized. 


Try This: | jf you don’t want to create a batch file, you can save your current 
screen configuration to a file. From the COMMAND window, enter the SSAVE 
command: 


ssave myconfig.cfg 


This saves the current screen configuration to a file (in this case, 
myconftig.cfg). When you exit the BTT software and reinvoke it, you can call 
up your saved screen configuration by using the SCONFIG command: 


sconfig myconfig.cfg 


This restores the screen configuration that you saved in myconfig.cfg. 


Resize and move the debugger application window: 


1) Resize the debugger application window and move it so that it is in the 
lower right corner of the screen. 


2) Position the debugger application window so that you can see it and the 
BTT application window at the same time. You'll be switching between 
these applications frequently. 
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Summary 


4.5 Summary 


Need a break? 
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Congratulations! In this chapter, you learned how to do the following: 


j Choose the flat multi word mode 

.) Invoke the BTT software and debugger 

(1 Load sample code and symbolic information 

(j Resize the application windows and the BTT software windows 


If you feel uncomfortable in performing any of these tasks, take some time to 
review the material in this chapter. 


If you are comfortable with these tasks, you’re ready to move on to Chapter 5, 
Detecting an Event and Halting the Processor. 


If you need a break and want to close the BTT software and debugger, follow 
these directions: 


_j To close the BTT software, select Exit from the File menu. 


.j To close the debugger, from the COMMAND window, enter: 
quit 


To start the software again, follow the instructions in Section 4.4, Starting a 
Debugging/Testing Session, on page 4-8. 


Chapter 5 


Detecting an Event and 
Halting the Processor 


The XDS522A emulation system is driven by conditions that you specify. 
These conditions are referred to as events. The functional control blocks of the 
XDS522A (such as the sequencer, counters, and trace control) respond to 
events that you define. You can define up to four events. 


In this chapter, you will define a condition (event) for detecting a particular 
execution address. When that address is detected, a hardware breakpoint will 
occur. 
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Understanding the BTT Setup Window 


5.1 Understanding the BTT Setup Window 


BIT 
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You can configure the XDS522A by using the BTT setup window. Figure 5—1 
shows the BTT setup window with its default settings. 


The BTT setup window uses grid lines that create intersections at which you 
can place connection symbols (connection symbols look like zeros in the inter- 
sections). When setting up the breakpoint, tracing, and timing functionality, re- 
member these conventions: 


(J Gray lines indicate valid intersections for defining the BTT setup. 


L) Yellow lines indicate invalid intersections where no connection symbols 
are allowed. 


[1 The <— symbol indicates an input condition. 


[ij The —> symbol indicates an output condition. 


| Important! | Before you configure the BTT setup window, you want to clear out 
any previous configuration that you might have made. 


Clear out previous configurations by selecting Clear from the BTT menu. 


This clears the BTT setup window to its default settings, as shown in 
Figure 5—1. Notice that all connection symbols (0) are cleared, except at the 
intersection of /mmediate and trace Sirt. 


As you go through the steps in this tutorial, if you believe you’ve made a mis- 
take or want to start a new configuration, you can reset the BTT setup window 
by selecting the Clear option from the BTT menu. 


Understanding the BTT Setup Window 


Figure 5—1. The BTT Setup Window (in a Flattened Mode) 
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Defining an Event 


5.2 Defining an Event 
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At the top of the BTT setup window is the EVENTS box. You can define up to 
four events (A-D). When these predefined events occur, the XDS522A can 
count, sequence, start or stop tracing, and/or generate triggers and hardware 
breakpoints. 


You define events by using one or more qualifiers. In either of the flattened 
modes, you can specify these qualifiers: 


Execution cycle types 
Execution addresses 
Data on the execution bus 
Memory cycle types 
Memory addresses 

Data on the memory bus 
External-channel activity 


OOUUUKOU 


In this lesson, you'll define Event A with one qualifier. The qualifier defines 
EventA as any access to the address associated with the xcall() function. This 
is the function that you want use to generate a hardware breakpoint. 


Define Event A as any access to the address associated with xcall(): 


EVENTS Box 


1) Setup the qualifier for Event A by clicking on the intersection of EXEC 
Address and Event A: 


EVENTS 
Exec Cycle 
EXEC Address 


Memory Cycle 


MEM Address [== Click here 


This causes the EXEC Addr Ranges dialog box to appear. Since you 
are defining Event A as any access to the address associated with 
xcall(), you want the XDS522A to examine the information on the pro- 
gram (execution) bus of the ’C2xx. 


Defining an Event 


2) Inthe EXEC Addr Ranges dialog box, click on the first Off listing: 


Event A —- EXEC Addr Ranges 


< OK > <Cancel> 


| |Mode| Beg] End| Len||MSB Pattern LSB 
oft, || | | | 
| | | | 
| | | 


Click here 


This switches Off to On: 


Event A — EXEC Addr Ranges < OK > <Cancel> 


| |Mode| Beg] End| Len||MSB Pattern LSB 
On 


| |znct|0000|FFFF|0000||xxxx xxxx xxxx xxxx 
oft || 


|| 
en el) ea 


3) Under the Beg (beginning address) heading, click on 0000 and press 
the key. This displays the Get Symbol Address dialog box. 
4) Inthe Get Symbol Address dialog box, enter _xcall as the Symbol: 
Get Symbol Address 
Case sensitivity: ( )On (*)Off 

Symbol: [_xcall ] 

<<OK>> <Cancel> 
5) Click on OK. This dismisses the Get Symbol Address dialog box. The 
EXEC Addr Ranges dialog box should now look like this: 


Event A —- EXEC Addr Ranges 


< OK > <Cancel> 
| |Mode| Beg] End| Len||MSB Pattern LSB 
off ||xrNcL|20A6|20A6]0001| |_xcal1 

oft || 

Off 


6) Click on OK. 


You should see a connection symbol (0) at the intersection of EXEC Address 
and Event A in the EVENTS box of the BTT setup window. 
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Collecting Trace Samples Immediately 


5.3 Collecting Trace Samples Immediately 


5-6 


You use the TRACE box in the BTT setup window to control when the 
XDS522A traces the execution of code. This box is different from the TRACE 
window, which displays the trace samples that the XDS522A collects. 


With the TRACE box, you can direct the XDS522A to do the following: 


(1) Start collecting trace samples: 


m Assoon as your code begins running 
m When a particular event occurs 

m When acounter reaches zero 

m When a sequence of events completes 


(1 Stop collecting trace samples: 


When a particular event occurs 

When a counter reaches zero 

When a sequence of events completes 

When the trace buffer is full 

When the XDS522A collects a specific number of trace samples 


eS | 
Note: Start and Stop Tracing on the Same Event 


If you start and stop tracing on the same event, the XDS522A collects only 


one sample. 
ss | 


In this lesson, you'll set up the system to start collecting trace samples as soon 
as sample.out begins running. This type of tracing is called trace immediate. 


BIT 


Collecting Trace Samples Immediately 


Set up the XDS522A to start tracing immediately: 


TRACE Box 


Look at the intersection of Immediate and Strt. 


Immediate-> —----- | 
Clock Cycle->----|- 
COUNTER 1 
Clk-—-——< 
FFFF Ste < 
Reload Stop----< 
FFFF Reld----—< 
Sngl1lOFF Zero-—-——> 
COUNTER 2 
CLlk-———< 
FFFF Strt----< 
Reload SCOD I< 
FFFF Reld----< 
Sngl1lOFF Zero-—-—> 
TRACE 
St rt < 
Stop----< 
Disa----< 
Zero-—-—> 


|~ Look here 
TrceFull----> 


() If there is no connection symbol (0), click on the intersection. This 
creates a connection at that intersection. 


.) If there is already a connection symbol, the TRACE box is ready. 
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Executing a Hardware Breakpoint 


5.4 Executing a Hardware Breakpoint 


The ACTION box of the BTT setup window allows you to specify what the 
XDS522A should do upon detection of a certain set of conditions. With the 


ACTION box, you can direct the XDS522A to do the following: 


(1 Generate a hardware breakpoint. You can generate a hardware break- 
point: 


When the trace buffer is full 
When a particular event occurs 
When a counter reaches zero 


When a sequence of events completes 


(1 Generate a low-to-high trigger pulse on the BNC connector. You can gen- 
erate a trigger pulse: 


When a particular event occurs 
When a counter reaches zero 


m When a sequence of events completes 


BIT 


Set up the system to execute a hardware breakpoint when Event A occurs: 


ACTION Box 


Click on the intersection of Break and Event A: 


ACTION 
Break----<||--- | -- 
Trigger———-<||—----— 


Download 


Enabled 


Click here 


This creates a connection symbol at the intersection of Break and Event A. 
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Downloading the Configuration and Enabling the XDS522A 


5.5 Downloading the Configuration and Enabling the XDS522A 


Now that you have configured the EVENTS box, the TRACE box, and the 
ACTION box, your BTT setup window should look like the following: 


Exec Cycle 
EXEC Address 
EXEC Data 
Memory Cycle 
MEM Address 


Ext Channels 
SEQUENCER 


| 
| 
| 
| 
| 
| 
2 


Immediate-> 
Clock Cycle->-—- 
COUNTER 1 
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Clk----< 
FFFF Sstrt=-==< 
Reload Stop----< 
FFFF Reld----< 
SnglOFF Zero----> 
COUNTER 2 
Clk----< 
FFFF Strt----< 
Reload Stop----< 
FFFF Reld----< 
SnglOFF 


Download 


The only connection symbols you should see are the ones shown here. 


lesson continues on the next page > 
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Downloading the Configuration and Enabling the XDS522A 


BIT 


| Important! | Each time you configure the BTT setup window, you must 
download the configuration to the XDS522A. 


Download the configuration to the XDS522A by clicking on the Download 
button at the bottom of the BTT setup window. 
It might take a few seconds for the configuration to be downloaded. 


The Download button changes color depending on what the XDS522A is doing 
or what you need to do: 


() When you make changes in the BTT setup window, the Download button 
turns yellow to remind you to download the configuration to the XDS522A. 
The button also turns yellow the first time you click in the BTT setup win- 
dow following a configuration download. 


.) During a download, the Download button turns gray. 


[) When anew configuration is downloaded, the Download button is blue. 


| Important! | For the XDS522A to work properly, you must enable the 


XDS522A by selecting Enable from the BTT menu. 


When the XDS522A is enabled, the BTT setup window shows the word 
Enabled in the lower right corner. Clicking on the word Enabled toggles the 
button to Disabled and disables the XDS522A. Likewise, clicking on the word 
Disabled toggles the button to Enabled and enables the XDS522A. 


Saving the XDS522A Configuration 


5.6 Saving the XDS522A Configuration 


You can save any XDS522A configuration that you define in the BTT setup 
window. This allows you to load and reuse configurations. 


Save the current XDS522A configuration: 


1) Select Save from the BTT menu. This displays the BTT save dialog box: 


BIT save 


<<OK>> <Cancel> 


2) Enter myconfig.btt as the File and click on OK. This dismisses the 
dialog box and saves the current configuration in a file called 
MYCONFIG.BTT in the current (working) directory. 


To load a saved configuration, select Load from the BTT menu. This displays 
the BTT load dialog box in which you enter the file name. 
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Running the Application and Looking at the TRACE Window 


5.7 Running the Application and Looking at the TRACE Window 


The BTT software and the C source debugger work together. The debugger 
causes the processor to run your application. The BTT software provides an 
environment for you to trace and test the execution of your code. 


Because you want to generate a hardware breakpoint when a particular ad- 
dress is detected, you must set up the debugger’s on-chip analysis module to 
recognize and generate hardware breakpoints. The following steps take you 
through this process. For additional information about the analysis module, 
see the TMS320C2xx C Source Debugger User’s Guide. 


Set up the debugger’s on-chip analysis module to recognize and generate 
hardware breakpoints: 


1) 


From the Analysis menu, select Enable. This toggles the menu option 
to Disable and enables the debugger’s analysis module. 


From the Analysis menu, select Break. This displays the Analysis break 
events dialog box. 


Click on the box next to EMUO driven low to enable that option. Be sure 
that the Program Bus and EMU1 driven low options are not enabled 
(there is no X next to these options). Your dialog box should look similar 


to this: 
Analysis break events 


[ ]Program Bus [X]EMUO driven low [ ]EMU1 driven low 


Program Bus: Addr[ 
(*) Access ( )Read ( )Write ( )Fetch 


<<OK>> <Cancel> 
Click on OK. 


From the Analysis menu, select View. This displays the ANALYSIS 
window. 


BIT 


A 

9: 
8: 
7: 
6: 
5: 
4: 
33 
2: 
1: 
0: 


Running the Application and Looking at the TRACE Window 


Now that you've set up the BTT software and the debugger’s analysis mod- 
ule, you are ready to run the program: 


Reset the program entry point: from the debugger’s COMMAND 
window, enter: 


restart 


Run the program: 
run 


The processor should run until the XDS522A stops execution at the function 
xcall(). 


Use the key to cycle through the windows to bring the TRACE window 
to the top and make it active. 


Alternatively, you can click on the border of the TRACE window to make the 
window active. 


The TRACE window displays the newest samples in the bottom of the window. 
Notice that the processor executed several instructions past the _ xcall label; 
this is due to the latency between the XDS522A detecting this condition, the 
XDS522A asserting the EMUO signal, and the ‘C2xx processor responding to 
the signal. 


Event A (_xcall) 


Samples collected 
during the latency 
006eh,10 


Detecting an Event and Halting the Processor 5-13 


Part Il 


Part Il 


Summary 


5.8 Summary 


Need a break? 


Congratulations! In this chapter, you learned how to do the following: 
[J Clear the XDS522A configuration 
(J Define an event with one qualifier 


(4 Collect trace samples as soon as the application begins running (trace im- 
mediate) 


Execute a hardware breakpoint 
Download a configuration to the XDS522A 
Enable and disable the XDS522A 


Save the XDS522A configuration 


Oooo do 


Configure the debugger to recognize and generate hardware breakpoints 


(1) Run an application and looking at the TRACE window 


If you feel uncomfortable in performing any of these tasks, take some time to 
review the material in this chapter. 


If you are comfortable with these tasks, you’re ready to move on to Chapter 6, 
Understanding the Status Indicators and the TRACE Window. 


If you need a break and want to close the BTT software and debugger, follow 
these directions: 


_j To close the BTT software, select Exit from the File menu. 


_j) To close the debugger, from the COMMAND window, enter: 
quit 


To start the software again, follow the instructions in Section 4.4, Starting a 
Debugging/Testing Session, on page 4-8. 


L@4 aT-1 0) (=) a) 


Understanding the Status Indicators 
and the TRACE Window 


In Chapter 5, you learned how to define an event and how to generate a hard- 
ware breakpoint when that event occurs. When you ran the sample program, 
the TRACE window showed the contents of the trace buffer (the listing of sam- 
ples collected by the XDS522A). In this chapter, you'll look more closely at the 
parts of the TRACE window and the contents of the trace buffer. 


5 
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Collecting Trace Samples Between Two Events 


6.1 Collecting Trace Samples Between Two Events 


In this lesson, you will define two events. You will then set up the XDS522A to 
collect trace samples between those events. 


BIT 


From the BTT menu, select Clear to reset the XDS522A configuration. 


In the BTT setup window, set up the XDS522A to start tracing when Event 
A is detected and stop tracing when Event B is detected: 


EVENTS Box 


1) Define Event A as any access to the address associated with the call() 
function: 


a) Click on the intersection of EXEC Address and Event A. 


In the EXEC Addr Ranges dialog box, click on the first Off listing to 
switch it to On. 


Under the Beg (beginning address) heading, click on 0000 and 
press the key. 


In the Get Symbol Address dialog box, enter _call as the Symbol, 
then click on OK. 


In the EXEC Addr Ranges dialog box, click on OK. 


Define Event B as any access to the address 0x2026 
Click on the intersection of EXEC Address and Event B. 


In the EXEC Addr Ranges dialog box, click on the first Off listing to 
turn it to On. 


Under the Beg (beginning address) heading, click on 0000 and 
enter the address 2026. Notice that the XDS522A automatically up- 
dates the End field with the same address. 


Click on OK. 
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Collecting Trace Samples Between Two Events 


TRACE Box 


Set up tracing to start at the detection of Event A and to disable at the detec- 
tion of Event B: 


1) Besure that immediate tracing is not enabled by looking at the intersec- 
tion of Immediate and Siart. 


[j If there is a connection symbol, click on the intersection to disable 
the connection. 


[) If there is no connection symbol (0), no action is required. 
2) Click on the intersection of Strt and Event A. 


3) Click on the intersection of Disa and Event B. 


| Important! | Don’t forget to download the XDS522A configuration and, if 
necessary, enable the XDS522A. 
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Reset the program entry point and run the program: 


restart 
run 


Because you did not tell the XDS522A to generate a hardware breakpoint and 
because the code causes an infinite loop, the processor runs indefinitely. Go 
ahead and let the processor run. This allows you to explore the XDS522A fea- 
tures described in the following lessons. 
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Understanding the Status Indicators 


6.2 Understanding the Status Indicators 


Look at the upper right corner of the BTT application window. You should see 
the word Running. This is the program status indicator. While the processor 
is running your code, the status is Running. When the program is not running, 
the program status indicator says Stopped. 


To the left of the program status indicator is a number that indicates the status 
of the circular trace buffer: the trace status indicator. 


(1 When the trace status indicator has a negative sign, the XDS522A is cur- 
rently not collecting trace samples. A negative sign also indicates that the 
trace buffer has not overflowed. 


(1 When the trace status indicator has a plus sign, the trace buffer is over- 
flowing, and old trace samples are being discarded to make room for new 
trace samples. While the trace buffer is overflowing, you see a constantly 
changing number preceded by a plus sign. 


Some common values for the trace status indicator are: 


When the trace status 


indicator is... The trace buffer is... 
—00000 Empty. 
+00000 Full, and no samples have been overwritten. The trace 


buffer contains 32 768 (0x8000) samples. 


+00001 Full, and the oldest trace sample has been discarded. 


Keep in mind that when the XDS522A stops collecting trace samples, the pro- 
cessor does not necessarily stop running code. The processor might or might 
not continue running code, depending on whether or not the execution of the 
code completes, you halt the execution of code, etc. 


Understanding the Status Indicators 


Currently, the trace status indicator should be —00029 (from the previous les- 
son). This means that the XDS522A collected 0x0029 samples in the trace 
buffer before the XDS522A detected Event B and disabled tracing. 


To see the samples that the XDS522A collected, select Update from the 
Trace menu. 


This updates the TRACE window with the contents of the trace buffer. 


Notice that the first column of the top line in the TRACE window (the header 
line) has a sample number of 00029. This tells you that the trace buffer con- 
tains 0x0029 samples (labeled 0 to 28). This matches the number in the trace 
status indicator. 
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Moving Through the TRACE Window 


6.3 Moving Through the TRACE Window 


Now that you know where the status indicators are and what they mean, it’s 


F 
E 
D 
c 
B 
A 
9 
8 
7 
6 
5 
4 
3 
2 
1 
0 


time to look at the TRACE window. 


Use to bring the TRACE window to the top and make it active. 


The TRACE window should look similar to this: 


Total number of 
samples collected 


: ExecCycle 
: LastBlk 

: 2ndWord 

: FirstBlk 
: MiddleBlk 
: 2ndWord 

: MiddleBlk 
: MiddleBlk 
: MiddleBlk 
: MiddleBlk 
: MiddleBlk 
: MiddleBlk 
: MiddleBlk 
: MiddleBlk 
: LastBlk 

: FirstBlk 
: MiddleBlk 


—— Sample number 


MemCycle 
NoCycle 
NoCycle 
NoCycle 
NoCycle 
NoCycle 
NoCycle 
DataRead 
NoCycle 
DataWrite 
NoCycle 
NoCycle 
DataRead 
DataRead 
NoCycle 
NoCycle 
DataRead 


Oldest 
sample 
shown in 
the window 


Newest 
sample 


The TRACE window displays trace samples from the oldest at the top to the 
newest at the bottom. The newest sample always has a trace sample number 
of 0. When the TRACE window is active, you can use the keys listed in 


Table 6-1 to move through the samples. 


Table 6-1. Keys Used in the TRACE Window 
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To... 


Scroll through the newest samples, one window length 
at atime 


Scroll through the oldest samples, one window length 
at atime 


Scroll through the most recent samples using the value 
that you set in the Goto trace sample dialog box (see 
page 6-7) 

Scroll through the least recent samples using the value 
that you set in the Goto trace sample dialog box (see 
page 6-7) 


Press... 


CCONTROL ) (PAGE DOWN ) 


Moving Through the TRACE Window 


Table 6—1. Keys in the TRACE Window (Continued) 


To... Press... 


Adjust the window’s contents so that the newest sample END 
is shown in the window 


Adjust the window’s contents so that the oldest sample (HOME) 
is shown in the window 

Move the cursor up, one line at a time Ga) 
Move the cursor down, one line at a time 1) 


The BTT software allows you to move to a specific trace sample and to scroll 
through a specific number of samples. 


To move to a specific trace sample or to scroll through a specific number of 
samples, select Goto from the Trace menu. 


This displays the Goto trace sample dialog box: 
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Goto trace sample 


Sample number field Sample Number: [0..... 


Control PgUp/PgDn Offset: 
( )1000 
Scrolling options —— ( )400 
( )100 
( )Set Value (hex) :[80...] 


<Goto> <<OK>> <Cancel> 


To display a specific trace sample, enter the number of that sample in the 
Sample Number field and click on Goto. 

To select a specific number of samples to scroll in the TRACE window, con- 
figure the scrolling options: 


[j Click next to 1000 to scroll 0x1000 samples at a time. 


Click next to 400 to scroll 0x0400 samples at a time. 


LI 
[} Click next to 100 to scroll 0x0100 samples at a time. 
LI 


Click next to Set to specify a hexadecimal value other than 1000, 400, 
or 100; specify the value in the Value field. 


Once you configure the scrolling options, you can use _ the 
(CONTROL) (PAGE DOWN) and (CONTROL) (PAGE UP) sequences to move through the 
TRACE window. 
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Displaying Information About Trace Samples 


6.4 Displaying Information About Trace Samples 


6-8 


The TRACE window allows you to display the following for each trace sample: 


OOUUUOUNU 


The cycle type 

The data on the 16-bit program/execution address bus 
The data on the 16-bit program/execution data bus 
The data on the 16-bit data/memory address bus 

The data on the 16-bit data/memory data bus 

The data from the 16 external channels 

The program disassembly code 

A 48-bit hardware timestamp 


The large amount of information stored for each trace sample can make your 
display difficult to read. You can hide some of the fields in the TRACE window. 


To display or hide the fields in the TRACE window, follow these steps: 


From the Trace menu, select Config. 


This displays the Trace configuration dialog box. 


Select or deselect the options that you want to display or hide by clicking 
next to the option name. 


When you are finished, click on OK. 


When you change the TRACE window configuration, the XDS522A saves the 
changes automatically and recalls the new configuration when you reinvoke 
the BTT software. 


For more information about how to use the Trace configuration dialog box, see 
Section 13.6, Displaying or Hiding Information About Trace Samples, on 
page 13-16 or the XDS522A Emulation System Online Help. 


Be sure this is selected 


Displaying Information About Trace Samples 


| Important! | For this lesson, be sure that the execution address bus is 
showing; you should see the heading EAdrin the TRACE window. If you do 


not see the EAadr heading, modify your TRACE window configuration: 


1) If you don’t already have the Trace configuration dialog box displayed, 
select Config from the Trace menu. 


2) Be-sure that there is an X next to the P/Exe Adrs option. 


Trace configuration 


[X] Cycle 

[xX] Type 
[X]Mnemonic 

[ ]External 
[X]P/Exe Adrs 
[X]P/Exe Data 
[X]D/Mem Adrs 
[X]D/Mem Data 
[X]Disasm 

[X] Timestamp 


(*)Hex (1) 
( ) Long (+) 
(*)Hex (3) 
(*)Hex (5) 
(*)Hex (7) 
(*)Hex (9) 
(*)Hex (F) 


(*) Time (G) 


Disasm Len: [34 


3) Click on OK. 


( )Bin 


Time format: 
( )hours 


(2) 


(*) Short (-) 


( )Bin 
)Bin 
)Bin 
) Bin 
)Bin 


(4) 
(6) 
(8) 
(0) 
(W) 


( ) Count (Z) 


( )minutes 
( ) seconds 


( )milliseconds 
(*) microseconds 


Timestamp: 
( ) Absolute 
( )Relative 
(*)Delta 


Clock Period (ns):[50.0 


<<OK>> 


<Cancel> 
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Look at the EAdr column in the TRACE window. With the TRACE window ac- 
tive, press to see the oldest sample. Notice that the oldest sample has 
0x205A as the execution address. This sample corresponds to the _ call label 
that you defined as Event A. 


Press to see the newest sample (shown at the bottom of the window). The 
EAarcolumn for the newest sample shows 0x2026, which is the execution ad- 
dress that you used to define Event B. 
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Saving the Contents of the Trace Buffer 


6.5 Saving the Contents of the Trace Buffer 


You can save the contents of the trace buffer to a file. This is useful if you want 
to reload the trace buffer with the contents of previous trace or if you want to 
use the trace information in text format. Note that if you plan to reload the trace 
buffer contents, be sure to save the trace buffer in binary (Bin) format. 


Save the current contents of the trace buffer by selecting Save from the 
Trace menu. 


This displays the Trace save dialog box: 


— Selecta Select All or Range If you selected 
file format to control which Range, specify the 
samples are saved Start and End values 


Trace save 


(*) Text ( )Al11 Start: [00000..] 
( )Bin (*) Range End: [00000. .] 


If file exists: (*) Abort 
( ) Append 
) Overwrite 


ALS (SAVE AERC ee el Ai EE A RENAE i las del cag Sa a tate 
Comment © [eis sceetetecsieed tend eodtere eneiand Sod dane avetare ae laud aoe ene J 


<<OK>> <Cancel> 


Save the trace buffer contents in text format, starting at trace number 1F 
and ending at trace number 0: 


Select Text to save the file in text format. 


Select Range to specify a range of trace samples. 


In the End field, enter 00000. 


) 
) 
) Inthe Start field, enter 0001F. 
) 
) 


Select Overwrite to write over the previous contents of the saved trace 
file. 


Enter mytrace.tre as the File. 


Enter the following in the 33-character Comment field: 


Saved 0x20 samples in text format 


Click on OK. 


This dismisses the dialog box and saves the trace buffer contents in a file 
called MYTRACE.TRC. 


= 


File Edit Search 
mytrace.tre 


Saving the Contents of the Trace Buffer 


Because you saved the contents of the trace buffer as text, you can view the 
MYTRACE.TRC file in your Windows Notepad. As you can see, the XDS522A 
records the time and date when you saved the file, the BTT software revision, 
and the number of samples that were saved: 


Notepad - MYTRACE.TRC 


Help 


Saved 6x26 samples in text format 
Wed Jul 63 13:23:41 1996 


BIT rev. 6.96 
Number of samples 


ExecCycle 
MiddleBlk 
2ndWord 
MiddleBlk 
MiddleBlk 
MiddleBlk 
MiddleBlk 
MiddleBlk 
LastBlk 
2ndWord 
FirstBlk 
MiddleBlk 
2ndWord 
MiddleBlk 
MiddleBlk 
MiddleBlk 
MiddleBlk 


Saved: 6x6626 


MemCycle EAdr MDta Label 

NoCycle 2688 Sieieun AR2 , #FFFdh 
NoCycle 2689 é wiese 

NoCycle 268A eae *§+ 
DataRead 268B 6666 *,AR1 
DataWrite 268C 6666 * 

NoCycle 268D <i evar SXM 
DataRead 208E 6666 * 

NoCycle 268F Sore 2661h,EQ 
NoCycle 2696 iaiere 

NoCycle 2061 oetece *, AR2 
NoCycle 2062 a(aiiet AR2, #FFFdh 
NoCycle 2663 

NoCycle 2664 

DataRead 2665 

NoCycle 2066 

DataWrite 2667 


Remember, when you save the contents of the trace buffer as text file, you 
cannot reload the trace buffer with that file. If you plan to reload the trace buffer 
with the contents of a saved file, save the the file in binary (Bin) format. 
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Summary 


6.6 Summary 


Need a break? 


Congratulations! In this chapter, you learned how to do the following: 


Collect trace samples between two events 

Locate and read the program status indicator and the trace status indicator 
Move through the samples in the TRACE window 

Customize the display of information about each trace sample 

Save the contents of the trace buffer 


OOO 


If you feel uncomfortable in performing any of these tasks, take some time to 
review the material in this chapter. 


If you are comfortable with these tasks, you’re ready to move on to Chapter 7, 
Using Advanced Tracing Features. 


If you need a break and want to close the BTT software and debugger, follow 
these directions: 


_j To close the BTT software, select Exit from the File menu. 


._j To close the debugger, from the COMMAND window, enter: 
quit 


To start the software again, follow the instructions in Section 4.4, Starting a 
Debugging/Testing Session, on page 4-8. 


Chapter 7 


Using Advanced Tracing Features 


In Chapter 6, you learned how to trace on a particular event. The lessons in 
this chapter show you how to use the advanced tracing features of the 
XDS522A such as clearing the trace buffer and adding samples to the trace 
buffer. 
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7.1. Flushing or Accumulating Trace Samples 
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In all of the previous tracing lessons, the trace buffer was cleared each time 
you performed a new trace. This means that anything that had been displayed 
inthe TRACE window when you started a new trace was overwritten. This trac- 
ing mode is called trace flush. This is the default tracing mode when you invoke 
the BTT software. 


You can change the tracing mode to prevent previous trace samples from be- 
ing overwritten. This tracing mode is called trace accumulate. 


This lesson demonstrates the difference between the trace accumulate mode 
and the trace flush mode. 


From the BTT menu, select Clear to reset the XDS522A configuration. 


Select the trace flush mode: 


1) From the Trace menu, select Mode. 
This displays the Trace Mode configuration dialog box: 
Trace Mode configuration 


(*) Flush 
( ) Accumulate 


<<OK>> <Cancel> 


2) Click next to Flush, and click on OK. 


Flushing or Accumulating Trace Samples 


In the BTT setup window, set up the XDS522A to trace on Events A and B: 


EVENTS Box 


1) Define Event A as any access to the address associated with the call() 
function: 


a) Click on the intersection of EXEC Address and Event A. 


In the EXEC Addr Ranges dialog box, click on the first Off listing to 
turn it to On. 


Under the Beg (beginning address) heading, click on 0000 and 
press the key. 


In the Get Symbol Address dialog box, enter _call as the Symbol, 
then click on OK. 


In the EXEC Addr Ranges dialog box, click on OK. 


Using two qualifiers, define Event B as any data write on the memory 
address 0x030C: 


Part Il 


Click on the intersection of Memory Cycle and Event B. This dis- 
plays the Memory Cycle dialog box. 


Click next to Write and next to Data. The dialog box should look like 
the following: 

Memory Cycle - Event B 

( )Read ( ) Program 

(*) Write (*)Data 

( ) Access (_)I/o 

[ ]Idle () Any 

[ ]Reset ( )None 


<<OK>> <Cancel> <Clear> 


Click on OK. 
Click on the intersection of MEM Address and Event B. 


In the Memory Addr Ranges dialog box, click on the first Off listing 
to turn it to On. 


Under the Beg (beginning address) heading, click on 0000 and 
enter the address 030C. 


Be sure that the End (ending address) field has the value 030C. 
Click on OK. 


lesson continues on the next page > 
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TRACE Box 


Set up tracing to start on the detection of Event A: 


1) Be sure that immediate tracing is not enabled. 
2) Click on the intersection of Sirtand Event A. 


ACTION Box 


Set up the system to execute a hardware breakpoint at the occurrence of 
Event B by clicking on the intersection of Break and Event B. 


| Important! | Don’t forget to download the XDS522A configuration and, if 


necessary, enable the XDS522A. 


Set up the debugger’s on-chip analysis module to recognize and generate 
hardware breakpoints: 


Be sure that the analysis module is enabled. 


From the Analysis menu, select Break. This displays the Analysis break 
events dialog box. 


Select EMUO driven low to enable that option. Be sure that the Program 
Bus and EMU1 driven low options are not enabled. 


Click on OK. 
Now that the debugger is set up, you can run the program. 


Reset the program entry point and run the program: 


restart 
run 


When the XDS522A detects a data write on the memory address 0x030C, it 
causes the processor to stop running. 
Use to bring the TRACE window to the top and make it active. 


Lj] Press to see the oldest trace sample. That sample contains the 
statement associated with the call() function. 


_j} Press to see the newest trace samples. Notice that there are 
0x00D6 samples in the trace buffer. 


BIT 


Flushing or Accumulating Trace Samples 


Now that you see what is in the trace buffer, it’s time to add to it. 


Change to the trace accumulate mode: 


1) From the Trace menu, select Mode. 


2) In the Trace Mode configuration dialog box, select Accumulate and 
click on OK. 


Reset the program entry point and run the program: 


restart 
run 


Again, when the XDS522A detects a data write on memory address 0x030C, 
it causes the processor to stop running. Look at the TRACE window. There are 
twice as many samples in the buffer as there were in the previous lesson 
(0x01AC samples, to be exact). Because you selected the trace accumulate 
mode, the BTT software did not overwrite the previous contents of the trace 
buffer but added new samples to it. 
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7.2 Detecting When the Trace Buffer Is Full 


BIT 
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The trace buffer can hold 32 768 (0x8000) samples. In this lesson, you'll use 


the trace buffer full condition to generate an event (in this case, a hardware 
breakpoint). 


From the BTT menu, select Clear to reset the XDS522A configuration. 


| Important! | Be sure that the tracing mode is set to Flush: 
1) From the Trace menu, select Mode. 
2) Inthe Trace Mode configuration dialog box, select Flush and click on 


OK. 


Inthe BTT setup window, set up the XDS522A to detect when the trace buff- 
er is full: 


EVENTS Box 


Define Event A as any access to the address associated with the xcall() 
function: 


Click on the intersection of EXEC Address and Event A. 


In the EXEC Addr Ranges dialog box, click on the first Off listing to turn 
it to On. 


Under the Beg (beginning address) heading, click on 0000 and press 
the key. 


Inthe Get Symbol Address dialog box, enter _xcall asthe Symbol, then 
click on OK. 


In the EXEC Addr Ranges dialog box, click on OK. 


TRACE Box 


Set up tracing to start on the detection of Event A: 


1) Be sure that immediate tracing is not enabled. 
2) Click on the intersection of Sirtand Event A. 


BIT 


Detecting When the Trace Buffer Is Full 


ACTION Box 


Set up the system to execute a hardware breakpoint when the trace buffer 
is full by clicking on the intersection of Break and TrcFull: 


Break-—--< 
Trigger----< 


| | 
Download Click here 


| Important! | Don’t forget to download the XDS522A configuration and, if 
necessary, enable the XDS522A. 


Unless you have closed the debugger, you should still have the analysis inter- 
face enabled and the analysis break event set to EMUO driven low. If you do 
not have the analysis interface set up, follow the debugger steps on page 7-4. 


Reset the entry point and run the program: 


restart 
run 


This time the processor stops running when the trace buffer is full. 


Use to bring the TRACE window to the top and make it active. 


_j) Press to see the oldest trace sample. That trace sample is num- 
bered 7FFF. 


_j) Press to see the newest trace sample. That trace sample is num- 
bered 0. 


Inthis lesson, there are 0x8000 (or 32 768) samples stored in the trace buffer. 


Notice that the trace status indicator is +0000A. Why isn’t it +O0000 (meaning 
that the trace buffer is full and contains 0x8000 samples)? Remember that 
there is a latency between the time the XDS522A detects a breakpoint condi- 
tion, the time the XDS522A asserts the EMUO signal, and the time the ’C2xx 
processor responds to the signal. Even though you told the XDS522A to assert 
a hardware breakpoint when the trace buffer is full, a few trace samples were 
overwritten because of the latency. 
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7.3 Collecting a Specific Number of Trace Samples 


The XDS522A tracing feature allows you to collect a specific number of trace 
samples. The Len field in the TRACE box allows you to specify the number of 
additional samples that you want to collect after a certain condition occurs. You 
enter the length value as a hexadecimal number. 


Once the XDS522A detects the start condition that you specify, it begins with 
the length value and internally decrements that value by 1 for each sample it 
collects. If the XDS522A detects the start condition again before the count 
reaches zero, it reloads the length value that you specified and starts decre- 
menting again. Each time the start condition is detected, the XDS522A reloads 
the length value that you specified and starts decrementing. 


Once the count reaches zero, the XDS522A stops or disables tracing. 


L] If the XDS522A detects only one start condition and does not reload the 
length value, the trace buffer contains Length + 1 trace samples. 


L) If the XDS522A detects the start condition two or more times before the 
count reaches zero, the trace buffer contains Length + 1 trace samples 
plus the samples collected before the length value was last reloaded. 


The following lessons demonstrate what happens when a start condition oc- 
curs more than once and when a start condition occurs only once. 


Collecting a large number of samples and reloading the length value 


BIT 
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This lesson demonstrates how the XDS522A detects more than one occur- 
rence of a start condition and reloads the length value that you specified. 


From the BTT menu, select Clear to reset the XDS522A configuration. 


In the BTT setup window, set up the XDS522A to collect a specific number 
of samples: 


EVENTS Box 


Define Event A as any access to the address associated with the xcall() 
function. If you need to review the specific steps, see the EVENTS box set- 
up shown on page 7-6. 


Collecting a Specific Number of Trace Samples 


TRACE Box 


Set up tracing to start on the detection of Event A and to start collecting OxFF 
trace samples: 


1) Set up tracing to start on the detection of Event A: 


a) Be sure that immediate tracing is not enabled. 
b) Click on the intersection of Sirt and Event A. 


Click on 00 in the Len field. Type FF as the length. 


Click on the intersection of Zero and Disa. 


The Zero field allows you to specify what the XDS522A should do when 
it finishes collecting Len samples. 


Length field 


Strt----< 
Stop-————< 
Disa----< 
Zero---—>| 
TrcFull----> 


|~ Click here 


Trigger----< 


Download Enabled 


| Important! | Don’t forget to download the XDS522A configuration and, if 
necessary, enable the XDS522A. 


Reset the entry point and run the program: 


restart 
run 


BIT 


The processor will run indefinitely with this configuration. Recall that the pro- 
gram status indicator in the upper right corner of the BTT application window 
tells you the status of the processor. 


lesson continues on the next page > 


Using Advanced Tracing Features 7-9 


Part Il 


Part Il 


Collecting a Specific Number of Trace Samples 


7-10 


Look at the trace status indicator in the upper right corner of the BTT applica- 
tion window. Currently, the trace status indicator shows —0017A, indicating that 
the XDS522A collected 0x017A samples in the trace buffer. Because you set 
up the XDS522A to collect OxOOFF samples after Event A occurs, you might 
expect the trace status indicator to show —OOOFF or —00100. To understand 
the difference between the actual number of samples and the expected num- 
ber samples, you need to look at the contents of the TRACE buffer. 


To see the contents of the trace buffer, select Update from the Trace menu. 


To bring the TRACE window to the top and make it active, press (8). 


Notice that the first column of the header line in the TRACE window has a sam- 
ple number of 0017A. 


To see the first sample collected (the oldest sample), press (HOME). 


As you can see, the XDS522A detected the start condition (_xcall), started col- 
lecting trace samples, and used the length value to begin decrementing: 


006eh, 10 
3 


SXM 
*,3,AR2 
AR2, #££fdh 


In the example, however, the XDS522A detected another occurrence of the 
_xcall. 


Collecting a Specific Number of Trace Samples 


To display the sample that contains the second occurrence of the _xcall, fol- 
low these steps: 


1) From the Trace menu, select Goto. 


This displays the Goto trace sample dialog box: 


Goto trace sample 


Sample Number: [0 


Control PgUp/PgDn Offset: 
( )1000 
( )400 
( )100 
( )Set Value (hex) :[80... 


<Goto> <<OK>> <Cancel> 


2) Inthe Sample Number field, enter FF. 
3) Click on Goto. 


When the XDS522A detected this occurrence of the _xcall, it reloaded the 
length value that you specified and started decrementing again: 


TRACE 
0017A: EAdr 

FF: 20A6 a+ 

FE: 20A7 ARO, *+ 

FD: 20A8 AR1,* 

FC: 20A9 ARO, #1 

FB: 20AA ARO, *0+, ARO 


FA: 20AB #4 
F9: 20AC 006eh, 10 
F8: 20AD * 


F7: 20AE SXM 
F6: 20AF *,3,AR2 
F5: 20B0 eae leas AR2, #££fdh 


Inthis example, the XDS522A did not detect a third occurrence of _xcall before 
the count reached zero. Therefore, tracing was disabled when the XDS522A 
collected OxOOFF samples after the last occurrence of _xcall. You have 
0x017A samples in the trace buffer because the XDS522A collected 0x007B 
samples before it detected the second occurrence of _xcall and reloaded the 
length value. 
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Collecting a small number of samples 


BIT 
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This lesson demonstrates how to collect a small number of samples after an 
event occurs. After the specified number of samples are collected, the 
XDS522A disables tracing. 


From the BTT menu, select Clear to reset the XDS522A configuration. 


In the BTT setup window, set up the XDS522A to collect a specific number 
of samples: 


EVENTS Box 


Define Event A as any access to the address associated with the xcall() 
function. If you need to review the specific steps, see the EVENTS box set- 
up shown on page 7-6. 


TRACE Box 


Set up tracing to start on the detection of Event A and to start collecting 10 
(OxA) trace samples: 


Set up tracing to start on the detection of Event A: 


a) Be sure that immediate tracing is not enabled. 
b) Click on the intersection of Strtand Event A. 


Click on 00 in the Len field. Type 0A as the length. 


Click on the intersection of Zero and Disa. 


| Important! | Don’t forget to download the XDS522A configuration and, if 
necessary, enable the XDS522A. 


Reset the entry point and run the program: 


restart 
run 


The processor will run indefinitely with this configuration. 


Collecting a Specific Number of Trace Samples 


To see the contents of the trace buffer, select Update from the Trace menu. 


Tracing began at the _ xcall label and continued for the next ten instructions: 


TRACE 
OOOB: 


+ 

ARO, *+ 
AR1,* 

ARO, #1 
ARO, *0+, ARO 
#4 
006eh, 10 

* 

SXM 
*,3,AR2 
AR2, #££fdh 


A: 
9: 
8: 
7: 
6: 
5: 
4: 
3 
23 
1: 
0% 


The XDS522A did not reload the length value, because it did not detect anoth- 
er occurrence of the start condition (_xcall) before the count reached zero. 
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7.4 Understanding the Difference Between Trace Stop and Trace Disable 


BIT 
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In previous lessons, you used Disa in the TRACE box to “stop tracing”. Disa 
(or disable) actually disables tracing. Once tracing is disabled, tracing does not 
reoccur, even if the XDS522A detects another occurrence of the start-tracing 
event. This is useful if you have a condition that is difficult to capture and you 
want to make sure that the trace samples for that condition are preserved after 
you obtain them. 


The Stop tracing option tells the XDS522A to stop writing to the trace buffer 
until the start tracing event occurs again. If the XDS522A encounters another 
start-tracing event, it resumes tracing. 


The following lesson demonstrates the difference between stopping the trac- 
ing activity and disabling the tracing activity. The Collecting a small number of 
samples lesson on page 7-12 showed you how to collect a small number of 
samples and disable tracing. In this lesson, you'll repeat that setup except that 
you tell the XDS522A to stop tracing instead of disable tracing. 


From the BTT menu, select Clear to reset the XDS522A configuration. 


In the BTT setup window, set up the XDS522A to collect a specific number 
of samples and stop tracing: 


EVENTS Box 


Define Event A as any access to the address associated with the xcall() 
function. If you need to review the specific steps, see the EVENTS box set- 
up shown on page 7-6. 


TRACE Box 


Set up tracing to start on the detection of Event A and collect 10 (0xA) trace 
samples after Event A occurs: 


1) Setup tracing to start on the detection of Event A. 
2) Click on 00 in the Len field. Type 0A as the length. 


3) Click on the intersection of Zero and Stop. 


| Important! | Don’t forget to download the XDS522A configuration and, if 
necessary, enable the XDS522A. 


BIT 


Understanding the Difference Between Trace Stop and Trace Disable 


Reset the entry point and run the program: 


restart 
run 


Again, the processor runs indefinitely, and the XDS522A continues collecting 
trace samples. 


To see the contents of the trace buffer, select Peek from the Trace menu. 


Peek updates the Trace window with one screen of trace samples. 


As you can see, each time the XDS522A detected the _xcall label, it started 
collecting trace samples for the next ten instructions. Because you didn’t dis- 
able the trace buffer, each time the _xcall label was encountered, the 
XDS522A started collecting samples again. 
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TRACE 


8000: 

18: SXM 

17: *,3,AR2 
AR2, #££f£dh 
e+ 
ARO, *+ 
AR1,* 
ARO, #1 
ARO, *0+, ARO 
#4 
006eh, 10 
* 
SXM 
*,3,AR2 
AR2, #££f£dh 
e+ 
ARO, * 
AR1,* 
ARO, #1 
ARO, *0+, ARO 
#4 
006eh,10 
* 
SXM 
*,3,AR2 
AR2, #££ffdh+ 


F: 
E: 
D: 
Cc: 
B: 
A: 
9: 
8: 
Tt 
6: 
5: 
4: 
3 
2: 
1: 
0: 


Using Advanced Tracing Features 7-15 


Part Il 


Summary 


7.5 Summary 


Need a break? 
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Congratulations! In this chapter, you learned how to do the following: 


Define an event using more than one qualifier 
Flush and accumulate trace samples 

Detect when the trace buffer is full 

Collect a specific number of trace samples 
Use trace stop and trace disable 


OOO 


If you feel uncomfortable in performing any of these tasks, take some time to 
review the material in this chapter. 


If you are comfortable with these tasks, you’re ready to move on to Chapter 8, 
Searching and Filtering. 


If you need a break and want to close the BTT software and debugger, follow 
these directions: 


_j To close the BTT software, select Exit from the File menu. 


._j To close the debugger, from the COMMAND window, enter: 
quit 


To start the software again, follow the instructions in Section 4.4, Starting a 
Debugging/Testing Session, on page 4-8. 


Chapter 8 


Searching and Filtering 


In Chapter 7, you learned how to use the advanced tracing features of the 
XDS522A. For example, you learned how to collect up to 32 768 (0x8000) 
samples in your trace buffer. When you have many samples in your trace buff- 
er, you might want to locate a specific sample or view only specified samples 
in the TRACE window. 


In this chapter, you will learn how to search for specific samples in the TRACE 


window and filter unwanted samples out of the TRACE window. t 
a 
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8.1 Searching for a Sample in the TRACE Window 
The XDS522A emulation system has a search feature that you can use to 
search for specific samples in the TRACE window. 

Starting the search from the top of the TRACE window 


In this lesson, you will collect samples in the TRACE window. Then, you will 
search for a specific event by starting your search from the top of the TRACE 
window. 


BIT 


From the BTT menu, select Clear to reset the XDS522A configuration. 


Inthe BTT setup window, set up the XDS522A to collect a specific number 
of samples: 


TRACE Box 


If it is not already set up to do so, set up the system to start tracing as 
soon as the sample program begins running (trace immediate). 


Set up tracing to be disabled after the trace buffer collects OxOOFF sam- 
ples. For information on how to set up tracing to be disabled after a spe- 
cific number of samples are collected, see steps 2 and 3 on page 7-9. 


| Important! | Don’t forget to download the XDS522A configuration and en- 
able the XDS522A. 


Reset the entry point and run the program: 


restart 
run 


BIT 


To see the contents of the trace buffer, select Update from the Trace menu. 
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Searching for a Sample in the TRACE Window 


Set up the XDS522A to search for an event: 
From the Trace menu, select Search. 


This displays the Search config dialog box, in which you set up specific 
search criteria. 


Specify the criteria to search for in the trace buffer: 


a) Click on 0000 in the State column of the P/Exe Aadr row. This loca- 


tion is where you enter the execution address of the sample that 
you want to search for. 


Search config < Srch Up > < Srch Down > <Cancel> 


<From Bottom> <From Top> 
Start Index 


0000 || State 
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Click here 


b) Press the key. This displays the Get Symbol Address dialog 


box. 


c) Inthe Get Symbol Address dialog box, enter _call as the symbol 
name: 


Get Symbol Address 
Case sensitivity: ( )On (*)Of£ 


Symbol: [_call ] 


<<OK>> <Cancel> 


d) Click on OK. This dismisses the Get Symbol Address dialog box. 
The Search config dialog box should look like this: 


Search config < Srch Up > < Srch Down > <Cancel> 


<From Bottom> <From Top> 
Start Index 


0000 


Control 


lesson continues on the next page > 
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Notice that the Mask column of the P/Exe Adr row is filled with zeros. 
You can use the Mask column to mask specific bits. By masking bits, 
you tell the system to ignore those bits when it searches for a bit pattern. 


Notice that a bit pattern is automatically entered in the P/Exe Adr row. 
Instead of entering an address in the State column, you can enter the 
bits of that address in the Pattern column. For example, you could enter 
0010 0000 0101 1010 in the Pattern column, and the State column 
would automatically be updated with 205A. 


When you set up more than one search condition, the rows in the 
Search config dialog box are logically ANDed. You are using only one 
search condition for this lesson, so you must make sure that there are 
no other search conditions set up: 


[J With the exception of the P/Exe Adr row, all of the rows in the State 
column should be filled with zeros. 


(J With the exception of the P/Exe Adr row, all of the rows in the Mask 
column should be filled with the letter F. 


[J With the exception of the P/Exe Adr row, all of the rows in the Pat- 
tern column should be filled with the letter x. 


Click on From Top. 


This dismisses the dialog box and starts the search from the top of the 
TRACE window. 


Notice that this message displays in the COMMAND window: 


Trace entry found -- 000C5 


Now, look at the TRACE window. It should look something like this: 


TRACE 


0100: EAdr EDta MAdr MDta Label 
C5: 205A 8AAO 0308 2025 _call: POPD *+ 


C4: 205B 80A0 0309 0302 SAR ARO, *+ 
C3: 205C 8180 030A 030A SAR AR1, * 
i cai ee 


The sample at the top of your window is the first occurrence of _ call. It should 
be sample number C5. 
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Searching for other occurrences of the sample 


BIT 


Once you have your search criteria set up, you can quickly search for other 
occurrences of the same event. 


Continue searching for other occurrences of _ call: 


1) Select Search from the Trace menu again. 


2) Click on Srch Down. This dismisses the Search dialog box and contin- 
ues the search. 


The next occurrence of _call displays at the top of your TRACE window: 


= 
0100: Label 5 
70: 205A 8AAO 0308 2025 _call: POPD *+ a 
6F: 205B 80A0 0309 0302 SAR ARO, *+ 
6E: 205C 8180 030A 030A SAR AR1, * 
Try This: | You can also use the Next option in the Trace menu to see the next 


occurrence of _ call. 


You can continue searching for other occurrences of _ call until the following 
message displays in the COMMAND window: 


Trace entry not found 


This message indicates that the search condition is either not in the TRACE 
window or not in the direction in which you are searching for it (in this case, 
down). 
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8.2 Filtering Samples Out of the TRACE Window 


You can set up the TRACE window to show only the samples that you are inter- 
ested in seeing. In other words, you can filter out the samples that you don’t 
want to see. Use the filter feature when you want to see all of the occurrences 
of a specific sample (or set of samples) at a glance. 


Filtering out more than one event 


BIT 
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In this lesson, you will set up the filter to display only one execution data value 
in your TRACE window. Because several functions in the sample program (the 
main(), call(), and xcall() functions) begin with the same instruction, you can 
use the same execution data value to see where each one of those functions 
begins. 


From the BTT menu, select Clear to reset the XDS522A configuration. 


In your BTT setup window, do the following: 


TRACE Box 


1) Set up trace immediate. 


2) Setup tracing to be disabled when the trace buffer is full by clicking on 
the intersection of Disa and TrcFull. 


| — Click here 


Download Enabled 


This creates a connection symbol at the intersection of Disa and 
TrcFull. 


| Important! | Don’t forget to download the XDS522A configuration and en- 
able the XDS522A. 


BIT 


Filtering Samples Out of the TRACE Window 


Reset the entry point and run the program: 


restart 
run 


Filter out the samples that you don’t want to see: 


Make sure that you start filtering samples from the top of the TRACE 
window. With the TRACE window active, press so that the first 
sample that was collected is displayed. It should be labeled _c_initO. 


From the Trace menu, select Filter. 
This displays the Filter config dialog box. 


Set up the filter to show only the control bits in the TRACE window that 
you specify: 


a) Click on the zeros in the State column of the P/Exe Dia row. 


This location is where you will enter the execution control bits for 
the samples that you want to keep in the TRACE window. 


Filter config < Disable > < Enable > <Cancel> 


| Mask || MSB Pattern LSB 
Control || PERE || XXXX XXXX XXXX XXXX 
P/Exe Adr || FREE || XXXX XXXX XXXX XXXX 
P/Exe Dta | FEEE || XXXX XXXX XXXX XKXXX 


Click here 


b) Enter 8AA0 as the execution data value. 


Notice that the Mask column of the P/Exe Dta row is filled with zeros 
and the bit pattern is automatically entered. The Filter config dialog 
box should now look like this: 


Filter config < Disable > < Enable > <Cancel> 


| Mask || MSB Pattern LSB 
Control || FFFF || XXXX XXXX XXXX XXXX 
P/Exe Adr || EFEF || XXXX XXXX XXXX XXXX 
P/Exe Dta || 0000 || 1000 1010 1010 0000 


lesson continues on the next page > 
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4) When you setup more than one filtering condition, the rows in the Filter 
config dialog box are logically ANDed. You are using only one filtering 
condition for this lesson, so you must make sure that there are no other 
filtering conditions set up: 


[j With the exception of the P/Exe Dta row, all of the rows in the State 
column should be filled with zeros. 


(J With the exception of the P/Exe Dta row, all of the rows in the Mask 
column should be filled with the letter F. 


(J With the exception of the P/Exe Dta row, all of the rows in the Pat- 
tern column should be filled with the letter x. 


5) Click on Enable. 


This dismisses the dialog box and executes the filter. 


Look at your TRACE window. It should look something like this: 


TRACE 
8000: 


7FF1: 
7FC5: 
7E70: 
7F1E: 
7E70: 


Notice that the execution data value for all of the samples in the TRACE win- 
dow is Ox8AA0. Because the main(), call(), and xcall() functions all begin with 
the POPD *+ instruction, you were able to use the same execution data value 
(Ox8AA0) to see where each one of those functions begins. 


Filtering Samples Out of the TRACE Window 


Where are the other samples? 


The trace buffer didn’t lose the other samples. 


To see all of the samples again, disable the filter: 


1) From the Trace menu, select Filter. 
2) Click on Disable. 


Click here 


Filter config < Disable > < Enable > <Cancel> 


|| state | Mask || MSB Pattern LSB 
Control | | 0000 FFFF || xxxx xxxx XXxXX XXXX 
P/Exe Adr || 0000 FFFF || xxxx xxxxX XXxXX XXXX 
P/Exe Dta || 0000 FFFF || xxxx xxxxX XXXX XXXX 


This dismisses the Filter config dialog box; the TRACE window displays all of 
the samples again. 
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Summary 


8.3 Summary 


Need a break? 


Congratulations! In this chapter, you learned how to do the following: 


(J Search for an event 
.) Filter on more than one event 
.) Disable the filter 


If you feel uncomfortable in performing any of these tasks, take some time to 
review the material in this chapter. 


If you are comfortable with these tasks, you're ready to move on to Chapter 9, 
Using the Timestamp. 


If you need a break and want to close the BTT software and debugger, follow 
these directions: 


_j To close the BTT software, select Exit from the File menu. 


.j) To close the debugger, from the COMMAND window, enter: 


quit 


To start the software again, follow the instructions in Section 4.4, Starting a De- 
bugging/Testing Session, on page 4-8. 


Chapter 9 


Using the Timestamp 


When you want to know exactly when a trace sample was collected, when one 
sample was collected in relation to another sample, how long it took a loop to 
execute, or anything else related to the timing of events, use the timestamp 
option of the XDS522A emulation system. 


This chapter describes how to set up the XDS522A to display the timestamp 
in the TRACE window and how to use the timestamp to show the relationship 


between two tasks. t 
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Displaying the Timestamp in the TRACE Window 


9.1 Displaying the Timestamp in the TRACE Window 


BIT 
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You have many alternatives in setting up the timestamp display in the TRACE 
window. For example, you can display the timestamp in hours, minutes, se- 
conds, milliseconds, or microseconds. The following lesson describes the 
timestamp options and tells you how to set up the timestamp for the next les- 
son, beginning on page 9-5. 


To set up the timestamp for display, select Config from the Trace menu. 


This displays the Trace configuration dialog box: 


Trace configuration 


[X] Cycle 
[X] Type (*)Hex (1) ( 
[X]Mnemonic (*) Long (+) ( )Short (-) ( )minutes 
[X] External (*)Hex (3) ( )Bin (4) ( ) seconds 
[X]P/Exe Adrs (*)Hex (5) ( )Bin (6) ( )milliseconds 
( 
( 
( 


Time format: 
)Bin (2) ( )hours 


[X]P/Exe Data (*)Hex (7) )Bin (8) (*) microseconds 
[X]D/Mem Adrs (*)Hex (9) )Bin (0) Timestamp: 
[X]D/Mem Data (*)Hex (F) )Bin (W) (*) Absolute 
[X]Disasm ( )Relative 
[X]Timestamp ( ) Time (G) (*) Count (Z) ( )Delta 


Disasm Len:[34..... J Clock Period (ns):[50.0..... J 


<<OK>> <Cancel> 


Note: Timestamp Values 


The timestamp is a multiple of the system clock and is dependent on the 
clock module for your device. Because the timestamp clock intervals may be 
different from the system clock intervals, if you select Count as your time- 
stamp option, your timestamp may look different from what you expect. 


Displaying the Timestamp in the TRACE Window 


Follow these steps to display the timestamp in the TRACE window: 
1) Deselect the Mnemonic and External options. (There should not be an 
X next to the Mnemonic or External option.) 


The TRACE window cannot display all of the information that you can 
set up at one time; you must limit the display when you use the time- 
stamp option. You will not use the Mnemonic or External fields in the 
next lesson, so deselecting those options is appropriate here. 


Select the Timestamp option. (There should be an X next to the Time- 
stamp option.) 

Select Time from the following options: 

Time Displays units of time 

Count Displays the number of clock cycles 

Because you chose Time in step 3, you need to choose the format in 


which you want the time displayed—hours, minutes, seconds, millisec- 
onds, or microseconds. 
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Select microseconds. 


Select Delta from the following display modes: 


Absolute Shows the time relative to the first sample that you col- 
lected 


Relative Shows the time relative to a sample that you select in the 
TRACE window 


Delta Shows the time relative to the previous sample in the 
TRACE window 


Your Trace configuration dialog box should look like this: 
Trace configuration 


[X] Cycle Time format: 

[X] Type (*)Hex (1) )Bin (2) ( )hours 

[ ]Mnemonic (*) Long (+) ) Short (-) ( )minutes 

[ ]External (*)Hex (3) )Bin (4) ( ) seconds 
[X]P/Exe Adrs (*)Hex (5) )Bin (6) ( )milliseconds 
[X]P/Exe Data (*)Hex (7) )Bin (8) (*)microseconds 
[X]D/Mem Adrs (*)Hex (9) )Bin (0) Timestamp: 
[X]D/Mem Data (*)Hex (F) )Bin (W) ( ) Absolute 
[X]Disasm ( )Relative 
[X]Timestamp (*) Time (G) ( ) Count (Z) (*)Delta 


Disasm Len: [34 Clock Period (ns):[50.0 


<<OK>> <Cancel> 


6) Click on OK. This dismisses the Trace configuration dialog box. 
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Displaying the Timestamp in the TRACE Window 


Notice that the column headings in your TRACE window have automatically 
been updated with your new configuration: 


Timestamp column heading 


TRACE 
| eee EAdr EDta MAdr MDta_ Label Timestamp 


Use this configuration for the next lesson. 


9-4 


Showing the Timing Relationship Between Two Tasks 


9.2 Showing the Timing Relationship Between Two Tasks 


BIT 


This lesson illustrates how you can use the timestamp feature of the XDS522A 
to show the timing relationship between two function calls. 


| Important! | Make sure that you have configured your TRACE window as de- 
scribed in the previous lesson. 


From the BTT menu, select Clear to reset the XDS522A configuration. 


In the BTT setup window, define the events that will be used in this lesson. 


EVENTS Box 


Define Event A as any access to the address associated with the call() 


function. For information on how to use the name of a function as an 
event qualifier, see steps 1 through 6 starting on page 5-4. 


Define Event B as any access to the address associated with the xcall() 
function. 


lesson continues on the next page > 


Using the Timestamp 9-5 


Part Il 


Part Il 


Showing the Timing Relationship Between Two Tasks 
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In the BTT setup window, set up the XDS522A to start and stop tracing on 
the events that you defined: 


TRACE Box 


1) Setup tracing to start at the detection of Event A or Event B by clicking 
on the intersection of A and Sirt and the intersection of B and Sirt. 


You can set up tracing to start at the detection of either of two separate 
events, because all of the start events are ORed. 

Set up tracing to stop at the detection of Event A or Event B by clicking 
on the intersection of A and Stop and the intersection of B and Stop. 
You can set up tracing to stop at the detection of either of two separate 
events because all of the stop events are ORed. 


Make sure trace immediate is deselected. 


Set up the system to disable tracing when the trace buffer is full by click- 
ing on the intersection of Disa and TrcFull. 


Zero----> 
TrceFull----> | | — Click here 


Download Enabled 


This creates a connection symbol at the intersection of Disa and 
TrcFull. 


Showing the Timing Relationship Between Two Tasks 


Your BTT setup window should look like the following: 


BIT 
EVENTS 
Exec Cycle 
EXEC Address 
EXEC Data 
Memory Cycle 
MEM Address 
MEM Data 
Ext Channels 
SEQUENCER 


Immediate-> 
Clock Cycle->--- 
COUNTER 1 


FFFF 
Reload 
FFFF 
SnglOFF 
COUNTER 2 


FFFF 
Reload 

FFFF 
SnglOFF 


Disa----< 
Zero----> 
TrcFull----> 


Download 


Enabled 


| Important! | Don’t forget to download the XDS522A configuration and en- 


able the XDS522A. 


Reset the entry point and run the program: 


restart 
run (©) 
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Showing the Timing Relationship Between Two Tasks 


BIT 


To see the contents of the trace buffer, select Update from the Trace menu. 


The bottom of your TRACE window should look like this: 


TRACE 


8000: Timestamp 
11.350 
10.400 
10.400 
4.650 
11.000 
4.200 
11.350 


10.400 
10.400 

4.650 
11.000 

4.200 
11.350 
10.400 


OPNWAUBHIMOOPWAD 


Because of the configuration that you set up in the previous lesson, the time- 
stamp displays the units of time in microseconds and in Delta mode. Delta 
mode is the difference in time from one sample to the next. For example, look 
at the timestamp for sample number A. The 4.650 means that the occurrence 
of _xcall listed as sample number A happened 4.650 microseconds after the 
occurrence of _ call listed as sample number B. 


By looking at the values listed in the timestamp column, you can determine the 
timing relationship between the call() and xcall() functions. Because the call() 
and xcall() functions are called within a for loop, the pattern of numbers that 
you see in the Timestamp column of your TRACE window directly correlates 
to that loop: 


> call > call > call > _xcall ——* _call ——+ _xcall 
11.350 10.400 —- 10.400 4.650 11.000 4.200 


Once you know the pattern, you can look through the contents of your TRACE 
window to verify that the call() and xcall() functions are always called at the 
same intervals. 


Toggling Through the Timestamp Display Modes 


9.3 Toggling Through the Timestamp Display Modes 


BIT 


You can quickly change your timestamp display mode by toggling through the 
three display modes (Absolute, Relative, and Delta). 


The order in which the timestamp toggles through the display modes is always 
the same. The mode that you see first depends on the configuration of the 
timestamp in the Trace configuration dialog box. Ifthe timestamp configuration 
is set to Absolute, toggling the display mode changes the timestamp to Rela- 
tive, then Delta, then back to Absolute again. If the configuration is set to Rela- 
tive, toggling the button changes the timestamp to Delta, then Absolute, then 
back to Relative again: 


Absolute 


(N 


Delta Relative 


ee 


Unless you have changed your configuration from the previous lesson, the 
timestamp is displayed in Delta mode. This lesson will show you how to 
change your display mode quickly without having to rerun your program. 


To toggle to the next mode, click on the Time menu button or press G7). 


The timestamp changes from Delta mode to Absolute mode. Because of the 
configuration that you set up in the previous lesson, the timestamp still displays 
in microseconds. Your TRACE window should look something like this, al- 
though the numbers in your Timestamp column might be different: 


Ee 
o 
0) 
HB 


Timestamp 

283875.750 
283886.150 
283896.550 
283901.200 
283912.200 
283916.400 
283927.750 
283938.150 
283948.550 
283953.200 
283964.200 
283968.400 
283979.750 
283990.150 


Q 
o 
BH 
H 


Q 
o 
BH 
BH 


D: 
Cc: 
B: 
A: 
9: 
8: 
Ts 
6: 
5: 
4: 
3: 
2: 
Ae 
0: 
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Toggling Through the Timestamp Display Modes 
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Absolute mode displays the time relative to the first sample that you collected. 
Use absolute mode when you want to know how long execution from the trace- 
start event to another event. 


Now, toggle to the next display mode. 


To toggle to the next mode, click on the Time menu button or press GZ). 


The timestamp changes from Absolute mode to Relative mode. Your TRACE 
window should look something like this, although the numbers in your Time- 
stamp column might be different: 


TRACE 


8000: Timestamp 
-114.400 
-104.000 
-93.600 
-88.950 
-77.950 
=73.750 
-62.400 


-52.000 
-41.600 
-36.950 
-25.950 
-21.750 
-10.400 

0.000 


URPNWHRUDHIWMAOPWADN 


Relative mode shows the time relative to a sample that you select in the 
TRACE window. If you haven’t selected a sample (by clicking anywhere ona 
sample), the sample at the bottom of your TRACE window acts as the selected 
sample. 


Toggling Through the Timestamp Display Modes 


You can use Relative mode to determine how long a section of code takes to 
execute. 


To find out how long execution takes from the beginning of the first _call and 


the beginning of the third _ call in the for loop, click on sample number 7. 


This chooses sample number 7 as the first occurrence of _ call to use as a refer- 
ence point. Your TRACE window should look something like this: 


/T TRACE 


© 
oO 
oO 
oO 
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Timestamp 
-52.000 
-41.600 
-31.200 
-26.550 
-15.550 
-11.350 
0.000 
+10.400 


+20.800 
+25.450 
+36.450 
+40.650 
+52.000 
+62.400 


Your timestamp column is now a timeline with sample number 7 as the refer- 
ence point: 


[ji The timestamp for sample 7 is 0 
1 The timestamp for each of the samples above sample 7 is negative 
Lj The timestamp for each of the samples below sample 7 is positive 


The second occurrence of _call after sample number 7 is sample number 6. 
The third occurrence of _callis sample number 5. The timestamp for sample 5 
shows that it takes 20.8 microseconds from the beginning of the first _call in 
the for loop to the beginning of the third _ call in the for loop. 
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Changing Your Timestamp Configuration 


9.4 Changing Your Timestamp Configuration 


BIT 
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You can change any of the timestamp options and view the updated results in 
the TRACE window without having to rerun the program. In this lesson, you 
will change the XDS522A from displaying the timestamp as units of time to dis- 
playing the timestamp as clock cycles. 


Set up the XDS522A to display clock cycles: 


From the Trace menu, select Config. 


This displays the Trace configuration dialog box. 
Select Count. 


Click on OK. 


This dismisses the dialog box and updates the TRACE window. Your TRACE 
window should look something like this: 


TRACE 


8000: Timestamp 
-000000410 
-000000340 
-000000270 
-000000213 
-000000137 
-0000000E3 

000000000 


+0000000D0 
+0000001A0 
+0000001FD 
+0000002D9 
+00000032D 
+000000410 
+0000004E0 


SOFPNWHAUDHIMAOPWADS 


The TRACE window displays the number of clock cycles in the timestamp col- 
umn, but the display is still in Relative mode. 


9.5 Summary 


Need a break? 


Summary 


Congratulations! In this chapter, you learned how to do the following: 


.j Display the timestamp in the TRACE window 

(1 Use the timestamp to show the relationship between two tasks 
.) Toggle through the timestamp display modes 

[1 Change your timestamp configuration 


If you feel uncomfortable in performing any of these tasks, take some time to 
review the material in this chapter. 


If you are comfortable with these tasks, you’re ready to move onto Chapter 10, 
Using the Counters. 


If you need a break and want to close the BTT software and debugger, follow 
these directions: 


Part Il 


_j Toclose the BTT software, select Exit from the File menu. 


1 To close the debugger, from the COMMAND window, enter: 
quit 


To start the software again, follow the instructions in Section 4.4, Starting a De- 
bugging/Testing Session, on page 4-8. 
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Chapter 10 


Using the Counters 


The XDS522A emulation system provides you with two 16-bit counters, 
Counter 1 and Counter 2. Having two counters offers you the convenience of 
setting up the system several ways: you can use one counter at a time, both 
counters at once, or one counter to start the other counter. 


This chapter describes how the counters work and includes lessons that illus- 
trate how you can use the counters. 
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How the Counters Work 


10.1 How the Counters Work 


You can control every aspect of the counters: what they count, when they start, 
when they stop, what they use as their initial values, when they reload, and 
what happens after the counters finish. Table 10—1 describes how the count- 


ers work. 


Table 10-1. How You Can Control the Counters 


10-2 


You can control... 


What they count 


When they start 


Their initial values 


When they stop 


When they reload 


What happens next 


By specifying... 


UHOUOW COC 


Clock cycles 

Events 

How many times a sequence completes 
How many times the other counter reaches 0 


Immediate 

Event A, B, C, or D 

When the other counter reaches 0 
When the specified sequence completes 


A value in the Initial Value field. The default initial value 
is OxFFFF. 


UHUOUOOW COU OUU 


Event A, B, C, or D 
When the other counter reaches 0 
When the specified sequence completes 


Event A, B, C, or D 
When the other counter reaches 0 
When the specified sequence completes 


Advance to the next sequence level 

Decrement, start, stop, or reload the other counter 
Start, stop, or disable tracing 

Generate a hardware breakpoint 

Generate a trigger pulse 


How the Counters Work 


——— —————— i  O—SsSssesesesesSTOtsés == <<<<__<_ “J 
Note: The Precedence of Counter Inputs 


If counter inputs occur in the same cycle, this is the order of precedence: 


1) Start 
2) Reload 
3) Clock 
4) Stop 


You set up the counters by putting all of their specifications into the 
COUNTER 1 and COUNTER 2 boxes of the BTT setup window: 


Immediate-> ------— | 
Clock Cycle->-—---|- 


FFFF 
Reload Stop----< 
FFFF Reld----< 
Sngl1lOFF Zero-—---> 


| 
rl 
COUNTER 1 A 
| Clk----<|]|-|- se -|-|-]--|- i: 
FFFF Strt----< FI] -|-|-|--|- i = 
— Reload Stop-—---<]|-|-|--|]-]-|-|--|]-|]- ~ 
COUNTER 1 Box PEPE a |e eee | = 
SnglOFF Zero=<ses||=|-|-=|—-|=|=|==]< [= a 
—| [= COUNTER 2 | | a 2 
=| 
| 


COUNTER 2 Box — 


Current value __| | j 
Reload FFFF Strt-<--<||-|- =|2|=[seleIe1 Sto 

(manual) —-+} Reload ster EE LE] . ; 

a _ FFFF Reld-—-——<}}—|_—| -— | —|—|-|--|-|- eloa 

Initial value snglOFF flelels ele (event 

SnglOFF/ caused) 
SnglON ~— 


The COUNTER 2 box has the same fields. 
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How the Counters Work 


What’s the difference between Reld and Reload? 


Each of the counter boxes contains fields labeled Re/d and Reload. These 
fields have different functions: 


i) 


10-4 


You select the Reld field by clicking on the intersection of Reld and A, B, 
C, D, 1, 2, or S. If the Reld field is selected, the initial value of the counter 
is reloaded when one of the following occurs: 


Hm Specified event (A, B, C, or D) 
Mm Counter 1 or Counter 2 reaches 0 
mM Sequence is met 


Then, the counter starts counting again. 


If you click on the Reloadfield, the current value of the counter is reset with 
the initial value. Typically, you do this afteryou have run your program and 
you wantto reload the initial value into the counter. If you run your program 
again without clicking on Reload, the counter uses the number in the Cur- 
rent Value field as its initial value. 


Counting a Specific Number of Events 


10.2 Counting a Specific Number of Events 


BIT 


In some situations, you may want to look at the contents of your trace buffer 
after an event has occurred a certain number of times. In those situations, you 
will want one of the counters to start counting at a particular value. By default, 
the counters start counting at OxFFFF. However, you can specify an initial val- 
ue from which the counter starts. 


In this lesson, you will set up your own initial value for Counter 1 to use. 


| Important! | Make sure that the sample program isn’t running. 


From the BTT menu, select Clear to reset the XDS522A configuration. 


In your BTT setup window, define an event: 


EVENTS Box 


Define Event A as execution address 0x2086. 


Set up the counter to start immediately, to be clocked by Event A, and to 
count 0x0004 occurrences of Event A: 


COUNTER 1 Box 


Set up the counter to be clocked by Event A by clicking on the intersec- 
tion of Clk and A. 


Set up your start event. 


Set up the counter to start counting as soon as the sample program 
starts running by clicking on the intersection of Immediate and Sirt. 
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Counting a Specific Number of Events 


3) Setup your initial value. The initial value is the number that the counter 
counts down from. 


a) Click on the Initial Value field. 


Immediate-> —----— | 
Clock Cycle—> ————|— 


Zero----—> 


Initial Value field 


b) Setup 0x0004 as your initial value by typing 0004 in the Initial Value 
field. 


4) Set up Counter 1 as a single-shot counter by clicking once on the 
SnglOFF/SngION toggle: 


Immediate-> —----— | 
Clock Cycle->-—--- 
COUNTER 1 


FFFF 
Reload 

0004 
SnglOFF 


SnglOFF/SnglON 
toggle 


The SnglOFF/SngION toggle displays SnglON, meaning that Counter 1 
is set up as a single-shot counter. A single-shot counter decrements 
from the initial value to 0 and then stops counting. You will learn more 
about single-shot counters when you go through the lesson on 
page 10-10. 
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Counting a Specific Number of Events 


Set up tracing to start immediately and to disable when the counter 
reaches 0: 


TRACE Box 


1) Set up trace immediate. 


2) Setup Counter 1 to disable tracing when it reaches 0 by clicking on the 
intersection of 1 and Disa. 


Strt----< 
Stop----< 
Disa---—< 
Zero-—--> 
TrcFull----> 


Click here 


Part Il 


A connection symbol (0) appears at the intersection. 
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Counting a Specific Number of Events 


Your BTT setup window should look like the following: 


Exec Cycle 
EXEC Address 
EXEC Data 
Memory Cycle 
MEM Address 


COUNTER 1 


FFFF 
Reload 
COUNTER 2 


FFFF 
Reload 

FFFF 
SnglOFF 


TRACE 


Len: 00 


ACTION 
Break----< 
Trigger----< 


Download 


| Important! | Don’t forget to download the XDS522A configuration and en- 
able the XDS522A. 


Reset the entry point and run the program: 


restart 
run ©@) 
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Counting a Specific Number of Events 


To see the contents of the trace buffer, select Update from the Trace menu. 


The best way to verify your results is to set up the trace filter to display only 
the samples at execution address 0x2086. See Section 8.2, Filtering Samples 
Out of the TRACE Window, on page 8-6 for information on how to filter every- 
thing but that address out of the TRACE window. Once you set up your filter, 
your trace window should look something like this: 


EDta MAdr MDta Label 
B903 


B903 
B903 
B903 


There are four occurrences of Event Ain the TRACE window. After those four 
samples were collected, tracing was disabled. Look at the Current Value field 
of the COUNTER 1 box: 


Immediate-> -—----- 
Clock Cycle->---- 


COUNTER 1 
Clk----<]||-|- | 
0000 Strt—----<||-|-o--]-]-|-|--]-]- | 
Reload Stop----<||-|]-|--|-|-|]-|--|-]|- | 
0004 Reld----<}|-|-]--|]-|-|-|--]-|- | 
| 


Zero-———> ||-|-|--|-|-|-[-- 1-17 


Current Value field 


The current value of Counter 1 is 0, which means that Counter 1 stopped after 
counting four occurrences of Event A. Because Counter 1 stopped, tracing 
was disabled. 
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Using a Single-Shot Counter 


10.3 Using a Single-Shot Counter 


BIT 


10-10 


In the lesson in Section 10.2 on page 10-5, the counter functioned as a single- 
shot counter. Single-shot counters decrement to 0 and stop. 


Sometimes you may want one of the counters to reload itself with the initial val- 
ue and continue counting after it decrements to 0. If you turn off the single-shot 
feature, the counter decrements to 0, outputs 0, reloads the initial value, and 
continues decrementing. 


The following lesson sets up both counters to start at the same time, to be 
clocked by the same event, and to count the same number of events. So that 
you cansee the difference between using the single-shot feature and not using 
the feature, you will turn single-shot on for Counter 1 and leave single-shot off 
for Counter 2 in this lesson. 


| Important! | Make sure that the sample program isn’t running. 


From the BTT menu, select Clear to reset the XDS522A configuration. 


In your BTT setup window, define an event: 


EVENTS Box 


Set up Event A as execution address 0x20D2. 


Using a Single-Shot Counter 


Set up Counter 1 and Counter 2 to function in exactly the same way except 
for the single-shot feature: 


COUNTER 1 Box 


Set up the counter to count clock cycles by clicking on the intersection 
of Clock Cycle and Clk. 


Set up your start event. 


Set up the counter to start counting on Event A by clicking on the inter- 
section of A and Sirt. 


Set up 0x0100 as your initial value. 


Set up the counter to use the single-shot feature by clicking once on the 
SnglOFF/SngION toggle to turn the single-shot feature on. 


COUNTER 2 Box 


Set up Counter 2 the same way that you set up Counter 1, but skip step 4. 
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Using a Single-Shot Counter 


Your BTT setup window should look like the following: 


Exec Cycle 
EXEC Address 


Memory Cycle 
MEM Address 


Immediate-> ------ | 
Clock Cycle-> ----|-| 
COUNTER 1 


FFFF 
Reload 
(oe Kole) 


COUNTER 2 


FFFF 
Reload 


oe Kole) Reld----< 


Zero----> 


| Important! | Don’t forget to download the XDS522A configuration and en- 
able the XDS522A. 


Reset the entry point and run the program: 


restart 
run 
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Using a Single-Shot Counter 


Look at the Current Value fields in the COUNTER boxes. They should look 
something like this: 


Clk----< 
0000 Strt----< 
Reload Stop----< 
0100 Reld----< 
Zero-———> 


Current Value field 
of Counter 1 


Clk----< 


Current Value field 


Z ==: 
of Counter 2 ee ‘a 


You'll notice that the current value of Counter 1 is 0. Because you used the 
single-shot feature in Counter 1, the counter decremented from 0x0100 to 0 
and stopped. 


You'll also notice that the Current Value field of Counter 2 keeps changing and 
does not stop. As long as the sample program is running, the current value of 
Counter 2 will continue to change. On closer inspection, you will see that 
Counter 2’s Current Value field repeatedly displays a series of numbers be- 
tween 0x0 and 0x0100. Because the single-shot feature is turned off in Count- 
er 2, the Current Value field keeps decrementing and reloading itself with the 
initial value; every time that Event A (the start event) occurs, Counter 2 counts 
down from 0x0100 to 0x0. 
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Counting More Than One Event 


10.4 Counting More Than One Event 


BIT 
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Because the XDS522A has two counters, you can use one of the counters to 
decrement, start, reload, or stop the other counter. One way this is useful is 
if you want to count more than one event. In this lesson, you will set up Counter 
1 to count one event and then start Counter 2, which will count another event. 


| Important! | Make sure that the sample program isn’t running. 


From the BTT menu, select Clear to reset the XDS522A configuration. 


In your BTT setup window, define Event A and Event B: 


EVENTS Box 


Define Event A as any access to the address associated with the call() 
function. 


Define Event B as any access to the address associated with the xcall() 
function. 


Set up Counter 1 to function as a single-shot counter that starts immediate- 
ly, is clocked by Event A, and counts 0x0004 occurrences of Event A. 


COUNTER 1 Box 


Set up Counter 1 to be clocked by Event A by clicking on the intersection 
of A and Clk. 


Set up your start event. 


Set up the counter to start counting as soon as the sample program be- 
gins running by clicking on the intersection of Immediate and Sirt. 


Set up your initial value by clicking on the Initial Value field and enter 
0004 as your initial value. 


Set up the counter to use the single-shot feature by clicking once on the 
SnglOFF/SngION toggle to turn the single-shot feature on. 


Counting More Than One Event 


Set up Counter 2 to function as a single-shot counter that starts when 
Counter 1 reaches 0, is clocked by Event B, and counts 0x0002 occur- 
rences of Event B. 


COUNTER 2 Box 


1) Setup Counter 2 to be clocked by Event B by clicking on the intersection 
of B and Clk. 


Set up your start event. 


Set up the counter to start counting as soon as Counter 1 reaches 0 by 
clicking on the intersection of 1 and Sirt. 


Set up your initial value by clicking on the Initial Value field and enter 
0002 as your initial value. 


Set up the counter to use the single-shot feature by clicking once on the 
SnglOFF/SngION toggle to turn the single-shot feature on. 


Set up tracing to start immediately and to disable when Counter 2 
reaches 0: 


TRACE Box 


1) Set up trace immediate. 


2) Setup Counter 2 to disable tracing by clicking on the intersection of 2 
and Disa. 
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Counting More Than One Event 


Your BTT setup window should look like the following: 


Exec Cycle 
EXEC Address 
EXEC Data 
Memory Cycle 
MEM Address 


Clock Cycle->---— 
COUNTER 1 


FFFF 
Reload 


COUNTER 2 


FFFF 
Reload 
|0002 
Sng1ON 


TRACE 


Len: 00 


ACTION 
Break----< 
Trigger----< 


Download 


| Important! | Don’t forget to download the XDS522A configuration and en- 
able the XDS522A. 


Reset the entry point and run the program: 


restart 
run ©@) 
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Counting More Than One Event 


To see the contents of the trace buffer, select Update from the Trace menu. 


Here is what happened: 


1) Counter 1 immediately started counting occurrences of _call and 
stopped counting when it encountered four occurrences. 


2) When Counter 1 stopped, it started Counter 2. Counter 2 started count- 
ing the occurrences of _ xcall. lt counted two occurrences of _ xcall and 
stopped. 


3) When Counter 2 stopped, tracing was disabled. 


The best way to verify this is to set up the trace filter to display only the samples 
that are labeled _calland_xcall and to look at the counters’ current values. See 
Section 8.2, Filtering Samples Out of the TRACE Window, on page 8-6 for 
more information. Once you set up your filter, your TRACE window should look 
something like this: 


4 Counter 1 counts 4 occurrences of _call 


Counter 2 starts counting on this occurrence 
| —— of _xcall 


Second occurrence of _xcall that Counter 2 
counts; Counter 2 stops and trace is 
disabled 
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Counting More Than One Event 


Look at the counters’ Current Value fields. Counter 1’s Current Value field is 
at 0, because it counted four occurrences of _call and stopped. Counter 2’s 
Current Value field is 0, because it counted two occurrences of _xcall and 
stopped. 


Current Value field 
of Counter 1 


Current Value field 
of Counter 2 
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0000 
Reload 
0004 
Sng1lON 


0000 
Reload 
0002 
Sng1lON 


COUNTER 1 


COUNTER 2 


Immediate-> ------ | | 
Clock Cycle-> ----|- | 


| 
| | a 
C1k----<]|-|-]--o- 
Strt----< ae 
Stop----<]/-|-|]--|- 
Reld----< -|2|=|2 
zZero---->||-|-|--|- 
| | a 
C1k----<]|-|-]--|- 

Strt----<||--- | 


Stop----< 
Reld----< 
Zero----> 


10.5 Summary 


Need a break? 


Summary 


Congratulations! In this chapter, you learned how to do the following: 


[J Count a specific number of events 

() Use a single-shot counter 

() Reload a counter 

(1 Use Counter 1 as a catalyst for Counter 2 


If you feel uncomfortable in performing any of these tasks, take some time to 
review the material in this chapter. 


If you are comfortable with these tasks, you’re ready to move on to Chapter 11, 
Using the Sequencer. 


If you need a break and want to close the BTT software and debugger, follow 
these directions: 


Part Il 


_j Toclose the BTT software, select Exit from the File menu. 


1 To close the debugger, from the COMMAND window, enter: 
quit 


To start the software again, follow the instructions in Section 4.4, Starting a De- 
bugging/Testing Session, on page 4-8. 
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Chapter 11 


Using the Sequencer 


Sometimes you may want to detect when a specified series of events occurs. 
When the order in which events occur matters, use the sequencer. This chap- 
ter describes the sequencer and how you can use it to detect a sequence of 
events. 


Topic Page . 
a 
11.1 How the Sequencer Works ...........0002ee eee e eee eee eee eens 11-2 
11.2 Detecting a Sequence of Events ..............:ce cece cece eens 11-3 
11.3 Resetting the Sequencer on an Event...............000eeeeeeees 11-8 
11.4 Starting Trace During a Specified Sequencer Level ............ 11-12 
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How the Sequencer Works 


11.1 How the Sequencer Works 


To set up a Sequence of events, use the SEQUENCER box in the BTT setup 
window: 


a 
SEQUENCER 


You can use six different inputs to set up your sequence: Events A, B, C, and 
D and Counters 1 and 2. You specify the sequence by assigning a level to each 
input. The first input in the sequence is Level 1, the second is Level 2, and so 
on. The system starts by searching for the qualifier that you have set up at Lev- 
el 1. This is called your Level-1 event. Then, it searches for your Level-2 event. 
The system continues searching until all of the levels that you have defined 
have been detected. Then, the system begins looking for the Level-1 event 
again. You can have up to eight levels in your sequence. 


a a ee 
SEQUENCER 


Inputs 


Levels 


When the sequence is detected, you can do any of the following: 


.) Start, stop, decrement, or reload a counter 
J Start, stop, or disable tracing 

J Generate a hardware breakpoint 

.) Generate a trigger pulse 


Detecting a Sequence of Events 


11.2 Detecting a Sequence of Events 


In this lesson, you'll set up the system to look for a sequence of events and to 
disable tracing after the sequence occurs. The sequence that you will be 
searching for is the execution of the function call(), the execution of the func- 
tion xcall(), and another execution of the function call(). 


BIT 


From the BTT menu, select Clear to reset the XDS522A configuration. 


In the BTT setup window, define the events that will be used in the se- 
quence: 


EVENTS Box 


Define Event A as any access to the address associated with the call() 
function. For information on how to use the name of a function as an 
event qualifier, see steps 1 through 6 starting on page 5-4. 


Define Event B as any access to the address associated with the xcall() 
function. 
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Detecting a Sequence of Events 


Set up the system to look for a sequence of events: 


SEQUENCER Box 


1) Setup Event A as the first event in the sequence, the Level-1 event, by 
clicking on the intersection of Evt A and 1. 


SEQUENCER 


Click here 


A sequence connection symbol (>) appears at the intersection. 


| Important! | If you accidentally click on the intersection of EvtA and 1 


twice, an R appears. If this happens, click on the intersection two more 
times to replace the R with the sequence connection symbol. (The 
R symbol is explained and used in Section 11.3.) 


Set up Event B as the second event in the sequence by clicking on the 
intersection of Evi B and 2. 


Even though you already have it set up as the first event in the se- 
quence, you can also set up Event A as the third event in the sequence 
by clicking on the intersection of Evt A and 3. 


The sequencer is now set up to search for Event A, followed by Event B, 
followed by Event A: 


SEQUENCER 


Detecting a Sequence of Events 


Set up tracing to start immediately and to disable when the sequence is de- 
tected: 


TRACE Box 


1) 
2) 


Set up trace immediate. 


Disable tracing when the sequencer has detected the defined se- 


quence by clicking on the intersection of Disa and S. (The S is for se- 
quencer.) 


Zero----—> 
TrcFull----> 


Break----< 
Trigger----< 


Download 


Click here 


A connection symbol (0) appears at the intersection. 
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Detecting a Sequence of Events 


Your BTT setup window should look like the following: 


Exec Cycle 
EXEC Address 
EXEC Data 
Memory Cycle 
MEM Address 
MEM Data 


Ext Channels 
SEQUENCER 


Immediate-> —----— | 
Clock Cycle->----|- 
COUNTER 1 


FFFF 
Reload 
FFFF 
SnglOFF 
COUNTER 2 


FFFF 
Reload 

FFFF 
SnglOFF 


TRACE 


Len: 00 


ACTION 
Break----<||---|--|- 
Trigger----<||------|- 


Download 


| Important! | Don’t forget to download the XDS522A configuration and en- 
able the XDS522A. 


Reset the entry point and run the program: 


restart 
run ©@) 


BIT 


Detecting a Sequence of Events 


To see the contents of the trace buffer, select Update from the Trace menu. 


The best way to verify your results is to set up the trace filter to display only 
the samples that are labeled _call and _xcall in the TRACE window. See Sec- 
tion 8.2, Filtering Samples Out of the TRACE Window, on page 8-6 for more 
information. (If your filter is still set up from the lesson starting on page 8-6, se- 
lect Filter from the Trace menu. Then, click on Enable in the Filter config dialog 
box to reenable the filter.) Once you set up your filter, your TRACE window 
should look something like this: 


|- Level 1 event 


|— Level 2 event 
|— Level 3 event 


The first _call after main was the Level-1 event. Because the sequencer 
searches for a particular sequence of events without regard to what happens 
between the defined events, the second and third occurrences of _ call were 
ignored. The next label that you see is _xcall. It was the Level-2 event. The 
_call at sample number 0 was the Level-3 event—the last event in the se- 
quence. Once the sequence was detected, tracing was disabled. 
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Resetting the Sequencer on an Event 


11.3 Resetting the Sequencer on an Event 


BIT 


You may want to set up the sequencer to reset if a specific event occurs. You 
can use any inputs (Events A-D and the counters) to reset the sequencer. 


In this lesson, the system will be looking for two occurrences of the call() func- 
tion followed by the xcall() function. It sounds simple. However, if a third occur- 
rence of call() occurs between the second call() and xcall(), the sequencer will 
reset. 


From the BTT menu, select Clear to reset the XDS522A configuration. 


In your BTT setup window, define the events that will be used in the se- 
quence: 


EVENTS Box 


Define Event A as any access to the address associated with the call() 
function. 


Define Event B as any access to the address associated with the xcall() 
function. 


Set up the system to look for a sequence of events: 


SEQUENCER Box 


1) Setup Event A as the first and second events in the sequence. 
2) Setup Event B as the third event in the sequence. 


These events advance the sequencer to the next level. So far, those are the 
only types of sequencer events that you have set up. Now, you will set up a 
different type of sequencer event—a reset event. 


Resetting the Sequencer on an Event 


Set up the sequencer to reset if a specified event occurs before the se- 
quence is detected: 


SEQUENCER Box 


Even though you already have set up Event A as the first and second events 


in the sequence, you can also set it up as the reset event by double-clicking 
on the intersection of Evt A and 3. 


SEQUENCER 
evta->->-|p|-|-[-|-|-< 


Part Il 


Double-click here 


A reset connection symbol (R) appears at the intersection. 


Set up tracing to start immediately and to disable when the sequence is de- 
tected. 


TRACE Box 


1) Set up trace immediate. 
2) Setup the sequencer to disable tracing. 
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Resetting the Sequencer on an Event 


Your BTT setup window should look like the following: 


D 
Exec Cycle | 
EXEC Address | 
EXEC Data | 
Memory Cycle | 
MEM Address | 
MEM Data | 
Ext Channels | 
SEQUENCER | 
| 
| 
| 
| 
|= 
[--1=| 
[43> =| 
f {| 1 {| 
none} ht | 
Clock ieee a I] dt tell 
COUNTER 1 ABCD 12S 
Clk----<]}-|-|--]-]-]-]--]-|- 
rer sextemm—dfe|-|—-|-[-[2[2|2[7| 
Reload i cma (lad ‘mee gg a sl fi (a | 
FFFF Relde===<4)=)=|-—[— l=) |---| >| 
SnglOFF Zero--—->||-|-|--|-|-|-|--|-|-| 
COUNTER 2 | | ABcbD 128 
Clk==—=<1|= |=) ==|=|=|=[=-=|=|=| 
FFFF strt----<||---|--|-|-|-|--]-]|-] 
Reload Stop----<||---|--|-]-|-]--|-|-| 
FFFF Reld----<||---|--|-|-|-|--|-|-| 
SnglOFF Zero---->||---|--|-|]-|-|--|-|-|] 
TRACE | ABCD 128 
Statessse === |=f=[=|-=|=/=| 
stop----<||-|----|-|-|-|--|-|-] 
Disa-—--<||-|-|--|-|-|-|--|-|-9 
Len: 00 Zero--—->l|- | oe ee eee | 


| Important! | Don’t forget to download the XDS522A configuration and en- 
able the XDS522A. 


Reset the entry point and run the program: 


restart 
run 


To see the contents of the trace buffer, select Update from the Trace menu. 


Because you are interested only in the occurrences of _call and _xcall in your 
TRACE window, you can filter out the other samples. 


BIT 
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Resetting the Sequencer on an Event 


Once you set up your filter, your trace window should look similar to this: 


TRACE 


0322: 


313%: 
2E7: 
292: 
240: 
219: 
1C2: 
19F: 
143: 


EAdr EDta MAdr MDta Label Level-1 event 

2000 8AAO 0300 200E _main: POPD |_| — Level-2 event 

205A 8AAO 0308 2025 BRESEE foe | | —— Reset condition 
205A 8AAO 0308 2025 #ieEwRiE Somme 

205A 8AAO 0308 2025 —ierRRE POPD *+ | —— Level-1 event 

20A6 8AA0O 030C 2083 _xcall: POPD 

205A 8AAO 0308 2025 BIRESEIE PoOPD *+ L tees POvere evant 

20A6 8AAO 030C 2083 _xcall: POPD }|_|-—— Reset condition 
205A 8AAO 0308 2025 BRESKE fone | | — Level-1 event 

: 205A 8AAO 0308 2025 [Eerwnin coal peyiebenaat 

: 205A 8AAO 0308 2025 [eeweN POPD *+ || | — 

: 20A6 8AAO 030C 2083 _xcall: POPpD~*+ | Level-3 event; 

: 205A 8AA0 0308 2025 [RPSSIN Popp + trace is disabled 
: 20A6 8AAO O030C 2083 —R<erwRE-POPD *+ 


Sample number 2E7 is labeled _call. This was the Level-1 event in the se- 
quence. The next sample is also labeled _ call. This was the Level-2 event. The 
next sample is another _ call. You set up the sequencer to reset if it encoun- 
tered an occurrence of _call between the Level-2 and the Level-3 events. Be- 
cause the third occurrence of _ call qualified as the reset condition, the se- 
quencer reset itself. 


Because it reset, the sequencer started looking for the Level-1 event again. 
(Note that the reset condition, the third occurrence of _ call, did not qualify as 
the Level-1 event.) For that reason, the next sample, which is labeled _ xcall, 
was ignored. Sample number 1C2, call, became the new Level-1 event. The 
next sample, _xcall, was ignored. Sample number 143, _ call, became the new 
Level-2 event. The next sample, _ call, reset the sequencer again. 


Sample number A1 became the next Level-1 event. Sample number 7A, la- 
beled _xcall, was ignored. The next sample became the next Level 2 event. 
Finally, sample number 0 became the Level-3 event in the sequence. Because 
all three of the sequencer advance events were detected, tracing was dis- 
abled. 


——— So —— ae —v 5 i 
Note: Advance Has Precedence Over Reset in the Sequencer 


In this lesson, if Event A and Event B had occurred during the same instruc- 
tion cycle and the Level-1 and Level-2 events had already been detected, the 
sequencer would not have reset. Instead, it would have considered that oc- 


currence of Event B to be the last qualifier needed in the sequence. 
ee | 
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11.4 Starting Trace During a Specified Sequencer Level 
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Sometimes you might want to start tracing on a specified event, but only if that 
event occurs between two other specified events. For example, you might 
have a situation where you have three events (Events A, B, and C). You want 
to start tracing on Event C, but only when it occurs between Event A and 
Event B. 


The sequencer’s trace start qualifier (TSQ) lets you perform this sort of condi- 
tional tracing. The TSQ works in conjunction with the sequencer to add this 
conditional trace control. 


a 
SEQUENCER 


Trace start 
qualifier 


The TSQ is logically ANDed with the selected trace-start event to determine 
whether or not tracing can start. 


=: en] 


Immediate-> 
Clock Cycle-> 
COUNTER 1 


FFFF 
Reload Stop----< 
FFFF 
SnglOFF 


Use the TSQ to set up a condition that allows tracing to start only during speci- 
fied sequencer levels. By default, all of the levels are highlighted. When all of 
the levels are highlighted, tracing can start at any level. Youset up a TSQ event 
by selecting a sequencer level in which tracing cannot start regardless of how 
trace-start is specified. When a TSQ event is set up, tracing will not start until 
the sequencer advances to the level in which TSQ is highlighted. 


Starting Trace During a Specified Sequencer Level 


The TSQ works with many other XDS522A features. To set up the TSQ proper- 
ly, you must also set up tracing events and sequencer events. Often, you will 
want to use TSQ with at least one of the counters. When you are trying to col- 
lect specific samples, you may not always know exactly how to configure your 
BTT setup window, especially when you need to set up several XDS522A fea- 
tures at the same time. You may need to start by collecting some extraneous 
samples and then further qualify your events until you collect only the samples 
you want to see. 


In the following lessons, you will start with a simple scenario that becomes 
more and more complex. With each new complication, you will add an 
XDS522A feature to qualify your events. The TSQ will be the last feature that 
you add to fully qualify your events. 
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Starting Trace During a Specified Sequencer Level 


A simple scenario 
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In this lesson, you will set up the XDS522A to start tracing on _xcall and stop 
tracing on _call. When the trace buffer is full, you will set up the XDS522A to 
disable tracing. As you know from previous lessons, if you setup _call as Event 
A and_xcall as Event B, your BTT window would look like this: 


BIT _ call 


EVENTS 
Exec Cycle-----------— > 
EXEC Address—-------->||----- -y—-= 


_xcall 


Memory Cycle-------—— ------|-|-]-| 
MEM Address-—-—-------— > 


Ext Channels-—-—------— ------|-|-|- 
SEQUENCER 


-|-| 
-|-| 
-|-| 
-|-| 
-|-|-|-|-|-|-]- ~-----|-|-|-|--| 
| 
2 


Immediate-> ------ | 


Clock Cycle->---- 
COUNTER 1 


FFFF 
Reload Stop----< 
FFFF Reld----< 


SnglOFF Zero----> 
COUNTER 2 


-|-|-|--|-|- | Start tracing on _xcall 


FFFF 
Reload Stop----< 
FFFF 
SnglOFF 


S Stop tracing on _call 


Disable tracing when 
the the trace buffer 
is full 


Zero-—--> 
TrcFull----> 


Download Enabled 


Starting Trace During a Specified Sequencer Level 


After running the sample program and filtering everything except _ call and 
_xcall out of your TRACE window, the contents of your TRACE window would 
look like this: 


8000: EAdr EDta MAdr MDta Label 


7FFF: 20A6 8AAO 030C 2083 _xcall: POPD *+ 
7FA8: 205A 8AA0 0308 2025 _call: POPD *+ 
7FA7: 20A6 8AAO O030C 2083 _xcall: POPD *+ 
7F4B: 205A 8AA0O 0308 2025 _call: POPD *+ 
7F4A: 20A6 8AAO 030C 2083 _xcall: POPD *+ 
7EF3: 205A 8AA0O 0308 2025 _call: POPD *+ 
7EF2: 20A6 8AAO 030C 2083 _xcall: POPD *+ 
7E96: 205A 8AA0 0308 2025 _call: POPD *+ 


Further qualifying the events in the simple scenario 


Recall how the for loop executes in the sample program: 
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Starting Trace During a Specified Sequencer Level 
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Suppose you want tracing to start only after the third occurrence of _call and 
you want tracing to stop on the next (the fourth) occurrence of _ call. If _xcall 
occurs before allthree _calls have occurred, you want the system to start look- 
ing for three occurrences of _ call again: 


> 


Start tracing 


_ Call Stop tracing 


Starting Trace During a Specified Sequencer Level 


You can do this by using Counter 1 to count the number of _ calls and by reload- 
ing Counter 1 whenever _ xcall occurs. As you know from Chapter 10, Using 
the Counters, your BTT setup window would look like this: 


skal _xcall 
EVENTS ABCD 
Exec Cycle----------— >||------|]-|-|- 
EXEC Address-—-—------— >|] ----— (}fj— 
EXEC Data------------ >| ------|= > 
Memory Cycle--------- >||------|-|-|-| 
MEM Address-—---—-----— >||------|-|-|-| “call 


MEM Data------------- >}|------|-|-|-| 
Ext Channels—--—-—-----— >| ------|-|-|- 
SEQUENCER 


| 
| 
| 
| 
a Can a Fl a cl | Reesor So el as ae | 
| 
3 


Immediate-> ------ | 
Clock Cycle-> ----|-| Clock _ call 


ae 
LT | 
COUNTER 1 | | A Cc 
C1k----<]|-|-|--9 ; 
FFFF Strt—----< -| === Start counting 


Set the initial value to 3 metoad Stop ===<i[=|— === 1-1 === |= 1] immediately 
0003 Reld----<||-|-|--|-fy =-|-|-| 
; || eet Zero---->||-|-|--|-|-]-|--|-|- Reload the counter 
Turn the single-shot COUNTER 2 | | ABCD 125s when _xcall occurs 
feature off -|-|--]-]-]-]--|-|- 
— ea 
Reload Stop----<]]|---]--]-|]-|-|--]-]- 
ore aa || ue a P| oe ed 
SnglOFF Zero----> mee eee Start tracing when 
TRACE ABCD 125 Counter 1 =0 
Strt----<||---|--|-|-|-]--f#{= 
Stop----<||-|---- = Stop tracing on _call 
Disa----<||-|-fF={= =-|- ; . 
Len:00 texonccasil= ff 1 7} | i it Disable tracing when 
treFull---->||---| | | | | | | | the the trace buffer 
ACTION | ABCD 12s is full 
Break----<]|---|--|-|-|-|--|-|-| 
trigger----<||------|-|-|-]--|-|-| 
Download Enabled 
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After running the sample program and filtering everything except _ call and 
_xcall out of your TRACE window, the contents of your TRACE window would 
look like this: 


8000: EAdr EDta MAdr MDta Label 


7FD9: 20A6 8AAO 030C 2083 _xcall: POPD *+ 
7F82: 205A 8AAO 0308 2025 _call: POPD *+ 
7F5B: 20A6 8AAO O030C 2083 _xcall: POPD *+ 
7F04: 205A 8AAO 0308 2025 _call: POPD *+ 
7EDD: 20A6 8AAO 030C 2083 _xcall: POPD *+ 
7E86: 205A 8AAO 0308 2025 _call: POPD *+ 
7E5F: 20A6 8AAO 030C 2083 _xcall: POPD *+ 
7E08: 205A 8AAO 0308 2025 _call: POPD *+ 


Notice that the sample at the top of the TRACE window is sample number 
7FD9, not sample number 7FFF. Because you set up tracing to start as soon 
as Counter 1 reached 0 and you filtered everything out of the TRACE window 
except for _call and_xcall, the samples that were collected before the first 
_xcall are not displayed in your filtered TRACE window. 


Here is what happened: 


1) 


The system encountered three occurrences of Event A (_call). With each 
occurrence of Event A, Counter 1 decremented by 1. On the third occur- 
rence, Counter 1 reached 0. After Counter 1 reached 0, tracing started on 
the next sample. 


Because Counter 1 was not set up as a single-shot counter, it was re- 
loaded with the initial value of 3. 


Event B (_xcall) was collected because it occurred between the trace-start 
and trace-stop events. Event B appears in your TRACE window as sample 
number 7FD9. 


The system encountered another occurrence of Event A. This occurrence 
qualified as the trace-stop event. Event A appears in the TRACE window 
as sample number 7F82. 


This occurrence of Event A decremented Counter 1 from 3 to 2. 


The system encountered another occurrence of Event B. This occurrence 
of Event B reloaded Counter 1 with the initial value of 3. 


Because tracing had already stopped, this occurrence of _ xcall is not in- 
cluded in your TRACE window. 


The for loop repeated and the system continued collecting samples in this 
manner until the trace buffer was full. 


Starting Trace During a Specified Sequencer Level 


Table 11-1 shows the status of the trace buffer and Counter 1 aftereach occur- 
rence of Events A and.B. The highlighted lines indicate where tracing occurred. 


Table 11-1. Status After Events A and B Occur 


After this 

event occurs __ Trace status Counter status 
Before 
execution Trace has not started Current value is 3 
For loop Event A (_call) | Trace has not started Current value is 2 
starts 

Event A (_call) | Trace has not started Current value is 1 

Event A (call) | Tracing started Current value is 0 

Event B (_xcall) Tracing continued Current value is 3 

Event A (_call) Tracing stopped Current value is 2 

Event B (_xcall) Tracing has not restarted Current value is 3 
For loop Event A (_call) | Tracing has not restarted Current value is 2 
restarts 


Notice that tracing started immediately after the third _call. What if you did not 
want tracing to start until it reached the _xcall that followed the third _call? To 


Event A (_call) 
Event A (_call) 
Event B (_xcall) 
Event A (_call) 


Event B (_xcall) 


Tracing has not restarted 
Tracing restarted 
Tracing continued 
Tracing stopped 


Tracing has not restarted 


do this, you would need to set up a TSQ event. 
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Current value is 1 
Current value is 0 
Current value is 3 
Current value is 2 


Current value is 3 
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Adding a conditional trace to the scenario 


BIT 
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In this lesson, you will use TSQ to set up a conditional trace. You will set up 
the system to look for only the occurrences of _ xcall that follow three occur- 
rences of _ call. If the system encounters an_xcall before all three _calls have 
occurred, the system will start looking for three occurrences of _ call again. 


This lesson is very similar to the one starting on page 11-15. However, in this 
lesson, you will set up the system to start tracing on the first occurrence of 
_xcall. That way you won’t have any extraneous samples in your trace buffer. 


From the BTT menu, select Clear to reset the XDS522A configuration. 


In the BTT setup window, define the events that you want to use: 


EVENTS Box 


Define Event A as any access to the address associated with the call() 
function. 


Define Event B as any access to the address associated with the xcall() 
function. 
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Set up the system to look for a sequence of events and set up the TSQ 
event: 


SEQUENCER Box 


1) 


Set up the Level-1 event to be when Counter 1 reaches 0 by clicking 
on the intersection of Cnt? and 1. 


SEQUENCER 


Click here 


A sequence connection symbol (>) appears at the intersection. 


Set up Event B as the Level-2 event. 


Set up a TSQ that tells the XDS522A that it can allow trace to start be- 


tween the Level-1 and Level-2 events only by clicking on the intersec- 
tion of 1 and TSQ. 


SEQUENCER 


Click here 


Level 1 should be the only level that is not highlighted in the TSQ row: 


lesson continues on the next page > 
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Set up Counter 1 to start counting immediately, to be clocked by Event A, 
to count 3 occurrences of Event A, and to reload if Event B is encountered 
before all 3 occurrences of Event A. 


COUNTER 1 Box 


Set up Counter 1 to be clocked by Event A by clicking on the intersection 
of A and Clk. 


Set up your start event. 


Set up the counter to start counting as soon as the sample program be- 
gins running by clicking on the intersection of Immediate and Sirt. 


Set up 0x0003 as your initial value. 


Set up Event B to reload the counter by clicking on the intersection of 
Reld and B. 


Make sure the SnglOFF/SngION toggle is turned to SnglOFF. 


Set up tracing to start on Event B when it occurs between the Level-1 and 
Level-2 events, to stop on Event A, and to disable when the trace buffer is 
full. 


TRACE Box 


1) Setup tracing to start on Event B. 
2) Setup tracing to stop on Event A. 
3) Setup tracing to be disabled when the trace buffer is full. 
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Your BTT setup window should look like the following: 


BIT 
EVENTS 
Exec Cycle 
EXEC Address 
EXEC Data 
Memory Cycle 
MEM Address 


Ext Channels 
SEQUENCER 


Immediate-> 


Clock Cycle->--- 
COUNTER 1 


FFFF 
Reload Stop----<//-—|-]--|-|-|-|]--|]-|- 


celeeen = Reld=--—<//-—|-|--—|--|-|-—-|-|- 
Sng1l0OFF Zero—--—-—>]||-—|-]--]-|-|]-]--]-|- 


COUNTER 2 
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FFFF Strt=----< 
Reload Stop----< 
FFFF Reld----< 
SnglOFF Zero----> 


Zero-—---> 
TrcFull----> 


Download 


| Important! | Don’t forget to download the XDS522A configuration and en- 
able the XDS522A. 


Reset the entry point and run the program: 


restart 
run (©&) 


lesson continues on the next page > 
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To see the contents of the trace buffer, select Update from the Trace menu. 


The best way to verify your results is to set up the trace filter to display only 
the samples that are labeled _call and _xcall in the TRACE window. Once you 
set up your filter, your TRACE window should look something like this: 


Here is what happened: 


1) 


The system encountered three occurrences of Event A (_call). With each 
occurrence of Event A, Counter 1 decremented by 1. On the third occur- 
rence, Counter 1 reached 0. When Counter 1 reached 0, the sequencer 
advanced to the next level. 


After the third occurrence of Event A, the system encountered Event B 
(_xcall). This qualified as the TSQ event and as the Level-2 event: 


(j) Event B qualified as the TSQ event, because it was the trace-start 
event and it occurred between the Level-1 and Level-2 events. You 
can verify that tracing started with Event B by looking at the top of your 
TRACE window. 


[i Event B was also set up as the Level-2 event. Because the Level-1 
event had already been detected, this occurrence of Event B qualified 
as the Level-2 event. With this occurrence of Event B, the sequence 
was detected and the system began looking for the Level-1 event 
again. 


The system encountered Event A, which qualified as the trace-stop event. 
Event A appears in the TRACE window as sample number 7FA8. 


The next occurrence of Event B (the second occurrence) was ignored. Be- 
cause the system had not encountered the Level-1 event again, this oc- 
currence of Event B did not qualify as the TSQ event or as the Level-2 
event. 


The for loop repeated and the system continued collecting samples in this 
manner until the trace buffer was full. 


Starting Trace During a Specified Sequencer Level 


Table 11-2 shows the status of the trace buffer, the sequencer, and Counter 1 
after each occurrence of Events A and B. The highlighted lines indicate where 
tracing occurred. 


Table 11-2. Status After Events A and B Occur 


After this 

eventoccurs _ Trace status Sequencer status Counter status 
Before 
execution Trace has not started Looking for Level-1 event Current value is 3 
For loop Event A (_call) | Trace has not started Looking for Level-1 event Current value is 2 
starts 

Event A (_call) Trace has not started Looking for Level-1 event Current value is 1 

Event A (_call) | Trace has not started Level-1 event is detected Current value is 0 

Event B (_xcall) Tracing started (TSQ event) Level-2 eventis detected Current value is 3 

Event A (_call) Tracing stopped Looking for Level-1 event Current value is 2 

Event B (_xcall) Tracing has not restarted Looking for Level-1 event Current value is 3 
For loop Event A (_call) | Tracing has not restarted Looking for Level-1 event Current value is 2 
restarts 


Event A (_call) 
Event A (_call) 


Event B (_xcall) 


Event A (_call) 


Event B (_xcall) 


——_—_—SSSSassS —aa a 0 —————siassésSséSséSéSHMHéSFHéEH#SséSseséS+Ss= = = 


Note: TSQ and the Sample Program 


Tracing has not restarted 
Tracing has not restarted 


Tracing restarted (TSQ 
event) 


Tracing stopped 


Tracing has not restarted 


Looking for Level-1 event 
Level-1 event is detected 


Level-2 event is detected 


Looking for Level-1 event 


Looking for Level-1 event 


Current value is 1 
Current value is 0 


Current value is 3 


Current value is 2 


Current value is 3 


In this lesson, you could have achieved the same results without using TSQ. 
Instead of using TSQ, you could have set up tracing to start when the se- 
quence was detected. The purpose of this lesson was to show you how to 
use TSQ, but the lesson was limited by the sample program. Keep in mind 
that you may have situations in your own code where you must use TSQ to 


achieve the results you want. 
a ,|H|!w—wV”nrwW.. ee 
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11.5 Summary 


Congratulations! In this chapter, you learned how to do the following: 


[ji Detect a sequence of events 
1 Reset the sequencer on an event 
() Use the trace start qualifier (TSQ) 


If you feel uncomfortable in performing any of these tasks, take some time to 
review the material in this chapter. 


If you feel comfortable with these tasks and the tasks covered in the previous 
chapters, you’re ready to use the XDS522A emulation system on your own tar- 
get system. Keep in mind that the XDS522A emulation system includes online 
help, which youcan use whenever you get stuck or forget how to set something 
up. You can also use the information in Appendix B, Troubleshooting, to help 
you if you experience problems. 

= 

a Closing the system 


If you want to close the system at this time, follow these directions: 


_j To close the BTT software, select Exit from the File menu. 


._j) To close the debugger, from the COMMAND window, enter: 


quit 


To start the software again, follow the instructions in Section 4.4, Starting a De- 
bugging/Testing Session, on page 4-8. 
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Defining Events 


The XDS522A is an event-driven tool that allows you to monitor activity on the 
buses in the SE device: 


.j) Program address bus (4 Data address bus 
(_j Program data bus .j Data data bus 


The XDS522A detects the execution of instructions on these buses. In addi- 
tion, you can use up to 16 external probes to monitor other parts of your target 
system that are not visible using the SE device. 


This chapter discusses how the EVENTS box works and describes how to 
specify the conditions that define events. This chapter also explains how to 
monitor a target system using the 16 color-coded external probes. 


Topic Page 
= 
= 
12.1 How the EVENTS Box Works ..........20200ce cess eee eee ee eens 12-2 5 
12.2 Defining an Event as Cycle Activity in Flattened Mode .......... 12-4 = 
12.3 Defining an Event as Cycle Activity in Unflattened Mode ........ 12-7 
12.4 Defining an Event as an Address or Data Value ................ 12-10 
12.5 Monitoring Your Target System With External Channels ........ 12-17 
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12.1 How the EVENTS Box Works 


The EVENTS box allows you to set up one or more conditions that define up 
to four unique events (A—D). Multiple conditions placed on a vertical line in the 
Events box are logically ANDed. Conditions bring up dialog boxes that allow 
you to define those events more narrowly. The particular events that you are 
able to set up using the XDS522A are discussed later in this chapter. 


How to define an event 


To set up the conditions to define an event: 


1) Pointto the intersection of that condition and the event (A—-D) that you want 
to set up. For example, if you want to define Event A as an Execution Cycle 
type (flattened mode), point to the intersection of A and Exec Cycle. 


EVENTS - Click here 


Exec Cycle----—------—>||-----— =|-| 
EXEC Address--------- eee| (5 (5 | 
EXEC Data------------ ------|-|-]- 
Memory Cycle--------— prams (a feb 
a] 
=l=l-] 


MEM Address-——-—-—--—-— aaa 


2) Click on the intersection. A dialog box appears at the intersection. To 
deselect an intersection, click on the 0; the 0 disappears. 


3) Enter the appropriate information if a dialog box appears. 


Events (such as Exec Cycle) have dialog boxes that allow you to define 
those events more specifically. These events and their dialog boxes are 
discussed later in this chapter. 


What the EVENTS box fields allow you to define 


12-2 


The events you can define depend on whether you are using flattened or un- 
flattened mode. You can define these events in flattened mode: 


(1 Execution cycles 1 Memory cycles 

1 Execution addresses 1 Memory addresses 
1) Execution data [) Memory data 

J External channels 


You can define these events in unflattened mode: 


.j) Program bus cycles .j Data bus cycles 

[J Program bus addresses .j Data bus addresses 
(j Program bus data .j Data bus data 

[j External channels 


How the EVENTS Box Works 


Table 12-1 lists the fields in the EVENTS box and gives a brief description of 
what each field allows you to define. 


Table 12-1. EVENTS Box Fields in Flattened Mode 


Use this field... To define an event as... Page 
Exec Cycle Any type of execution cycle activity 12-4 

EXEC Address A specific execution address or a range of execution addresses 12-10 
EXEC Data A specific execution data value or a range of execution data values 12-10 
Memory Cycle Any type of memory cycle activity 12-5 

MEM Address A specific memory address or a range of memory addresses 12-10 
MEM Data A specific memory data value or a range of memory data values 12-10 
Ext Channels Readings from the 16 color-coded external probes attached to a target board 12-17 


Table 12-2. EVENTS Box Fields in Unflattened Mode 


Use this field... To define an event as... Page 
“PROG Bus Cycle Any combination of instructions and data access on the programbus s12-7— 

PROG Address A specific program address or a range of program addresses 12-10 
PROG Data A specific program bus data value or a range of program bus data values 12-10 
DATA Bus Cycle Any activity on the data bus 12-8 

DATA Address A specific data bus address or a range of data bus addresses 12-10 
DATA Data A specific data bus data value or a range of data bus data values 12-10 
Ext Channels Readings from the 16 color-coded external probes attached to a target board 12-17 


The PROG and EXEC labels on the EVENTS box fields are equivalent, as well 
as the DATA and MEM/Memory labels. Both refer to the program and data 
buses. The different labels distinguish between unflattened and flattened 
modes. 
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Defining an Event as Cycle Activity in Flattened Mode 


12.2 Defining an Event as Cycle Activity in Flattened Mode 


The XDS522A includes a pipeline flattener that filters out unexecuted instruc- 
tions and aligns the ’C2xx display of prefetched data and instructions with the 
appropriate execution cycle. The flattener mode that you select affects how 
you define events. The About the TMS320C2xx pipeline flattener subsection 


on page 1-10 explains the flattener modes. 


Execution cycle activity 


To define an event as activity in the execution cycle, click on the intersection 
of Exec Cycle and an event. Figure 12-1 shows the Execution Cycle dialog 
box that appears. You can select up to two conditions (2nd word and any other 
option). Table 12-3 describes the types of execution cycle activity. 


Figure 12-1. Execution Cycle Dialog Box 


Execution Cycle - Event A 


( )Any lst word 
( )First 
( )Middle 
( ) Last 
( )First/Last 
( )None 


[ ]2nd word 


<<OK>> <Cancel> <Clear> 


Table 12-3. Execution Cycle Dialog Box Options 


Use this option .. 
Any ist word 

First 

Middle 


Last 


First/Last 


Nonet 


2nd wordt 


To define the conditions for an event as... 

Any first word of an instruction 

First instruction after a discontinuity 

Middle instruction with no discontinuity before or after it 


Last instruction before a discontinuity; normally, this is a branch 
or call, but in the case of an interrupt, it could be any instruction 


Instruction in which one discontinuity follows another, such as 
a branch to a branch instruction 


Any second word of a two-word instruction 


Second word of an instruction. This option can be ANDed with 
one of the 1st word options. 


Tt None is the default selection for this dialog box. You can deselect it by selecting one of the other 
1st word options. Selecting 2nd word requires you to select a 1st word option; if you do not want 
to AND a ist word option with 2nd word, select 2nd word and None. 
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Memory cycle activity 


To define an event as memory cycle activity, click on the intersection of an 
event and Memory Cycle. Figure 12-1 shows the Memory Cycle dialog box 
that appears. The columns of the Memory Cycle dialog box work together to 
specify an event. The left column lists the possible activities in the memory 
cycle. The right column lists the types of memory. 


To specify a memory cycle activity, choose a type of memory from the right col- 
umn and choose the activity that is occurring in that type of memory from the 
left column. For example, if you want to define an event as a write to data 
memory, you would select Data from the right (memory) column and Write from 
the left (activity) column. 


There are fourteen possible types of memory cycle activities that you can 
define with this dialog box. These are listed in Table 12-4. 


Figure 12-2. Memory Cycle Dialog Box 


Activity | 
column 


Memory Cycle - Event A 


) Read 
)Write 

) Access 
]Idle 
]Reset 


( )Program 
( )Data 

( )I/o0 

( ) Any 

( )None 


| Memory-type 
column 


<<OK>> <Cancel> <Clear> 
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Table 12-4. Defining Memory Cycle Activities 


12-6 


Use this left column With this right 


To define this event... option... column option... 
“Read from programmemory Read s—(i‘é! CP Ogram 

Write to program memory Write Program 

Any program memory access Access Program 

Read from data memory Read Data 

Write to data memory Write Data 

Any access to data memory Access Data 

Read from I/O port Read /0 

Write to I/O port Write /0 

Any I/O port access Access 1/0 

Any read Read Any 

Any write Write Any 

Any access Access Any 

Processor low-power modet Idle None 

Processor resett Reset None 


t These options can be ORed with other events or with each other. 


a, 

Note: Use None Option to Define Idle or Reset Without Defining Other 
Accesses 

To define an event as just an Idle or just a reset without ORing them with any 
other events, you must select the None option in the right column of the dialog 
box. When you select None, the Access option in the left column is automati- 
cally selected. This allows you to select Idle, Reset, or both without selecting 
any type of access such as a data read, etc. 


| | 
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12.3 Defining an Event as Cycle Activity in Unflattened Mode 


When you choose the unflattened mode, the XDS522A presents instructions 
as they are being decoded before they are sent to the CPU. Unexecuted 
instructions are included. Data and instructions are not aligned with the ap- 
propriate execution cycle. Figure 12-3 shows the Events box in unflattened 
mode. 


Figure 12-3. Events Box in Unflattened Mode 


Program bus cycle activity 


To define an event as activity on the program bus, click on the intersection of 
PROG Bus Cyc and an event. Figure 12-4 shows the Program Bus Cycle 
dialog box that appears. All options in the dialog box can be ORed. This allows 
you to select up to eight possible conditions to define an event. Table 12—5 de- 
scribes these types of program bus activity. 


Figure 12-4. Program Bus Cycle Dialog Box 


Program Bus Cycle - Event A 


[X]Fetch (global) 
[X]First Fetch after PC discontinuity 
[X]Last Fetch before PC discontinuity 
[X] Fetch 
[ ]Last IAQ address before PC discontinuity 


[ ]Program memory write cycle 

[ ]Program memory read cycle 
[X]Pipeline advance, no memory cycle 
[ ]No pipeline advance, not ready 


<<OK>> <Cancel> <Clear> 
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Table 12-5. Defining Program Bus Cycle Activities 


Use this option... To define this event... 


Fetch (global)t Any type of fetch 


First Fetch 
after PC discontinuity 


Last Fetch 
before PC discontinuity 


Fetch 


Last IAQ address 
before PC discontinuity 


Program memory write cycle 
Program memory read cycle 


Pipeline advance, 


First program bus access after an interrupt, restore, branch, call, or trap 


Last program bus access before an interrupt, restore, branch, call, or trap 


Any program bus access that is not immediately followed by or preceded 
by a discontinuity 


Last instruction acquisition address before an interrupt, restore, branch, 
call, or trap 


Any cycle that writes to program memory 
Any cycle that reads from program memory 


Next instruction in the pipeline without memory access 


no memory cycle 


No pipeline advance, not ready Cycle in which the pipeline does not advance because the CPU is waiting 


for the external memory interface 


t Selecting this option automatically selects all types of fetches in the dialog box. See Figure 12—4. 


Data bus cycle activity 


To define an event as activity on the data bus, click on the intersection of DATA 
Bus Cyc and an event. Figure 12—5 shows the Data Bus Cycle dialog box that 
appears. All options in the dialog box can be ORed. This allows you to select 
up to eight possible conditions to define an event. Table 12-6 describes these 
types of data bus activity. 
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Figure 12-5. Data Bus Cycle Dialog Box 


a Data Bus Cycle - Event A 


]Data memory write, lost read 
]Data memory write, no read 

]Data memory read, no write 

J] IDLE 

]I/O write, lost read 

]I/O write, no read 

]I/O read, no write 

]No cycle or no memory ready 


Ssesesasaa eS 


<<OK>> <Clear> 


<Cancel> 


Table 12-6. Defining Data Bus Cycle Activities 


Use this option... To define an event as... 
Data memory write, lost read A write in data memory when the read is lost 
Data memory write, no read A write in data memory when no read occurs 


Data memory read, no write A read in data memory when no write occurs 


IDLE The processor is in low-power mode 
I/O write, lost read A write to I/O when the read is lost 
I/O write, no read A write to I/O when no read occurs 
I/O read, no write An I/O read when no write occurs 


No cycle or no memory ready No activity occurs on the data bus, or data memory 
is not ready for access 


C..  .—--*-.., 8 00  ° . «as & = ..  7,,.% ‘§ 


Note: Select Multiple Options to Ensure Capturing a Write 


Ifa read and write occur in the same cycle, the write is given priority. Because 
itis difficult to predict when the XDS522A will be unable to detect a read, the 
best way to capture a write is to select both of the following: 


[j Data memory write, lost read 
[i Data memory write, no read 


To capture an I/O write, select both of these: 


1) W/O write, lost read 
.) lO write, no read 


eee sss) 
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12.4 Defining an Event as an Address or Data Value 


If you are using flattened mode, the XDS522A allows you to define events as: 


Lj Execution addresses } Memory addresses 
() Execution data _} Memory data 


If you are using unflattened mode, the you can define events as: 


[J Program bus addresses (j Data bus addresses 
(_j Program bus data .j Data bus data 


How the address or data value event dialog box works 


When you define an event as an address or data value by clicking on the inter- 
section of an event (A-D) and an address or data value condition, the dialog 
box in Figure 12-6 appears. This dialog box allows you to specify the condi- 
tions for the event in four ways: 


1 As a specific address or data value 

.) As arange of addresses or data values 
.) As amasked-bit pattern 

(1 As asymbol address (for addresses only) 


Figure 12-6. Address or Data Value Event Dialog Box 


Begin range column Length of range column 


End range column 
Mode column OK button 


Cancel button 
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Off/On toggle 


column 
Event X -—\|XXXX Ranges < OK >——< Cancel > 


|Mode |Beg |End |Len |MSB- Pattern LSB Pattern column 
On |INCL |0050 ee 0010 |0000 0000 0000 0000 
On |ExcL [0050 |0100 |0050 |0000 0000 0000 0000 
OFF | | 
OFF | 
OFF | 
OFF | 
OFF | 


| 
OFF | | 
| 
| 


OFF | 
OFF | 
OFF | 
OFF | 
OFF | 
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The Beg, End, and Len columns in the dialog box automatically update to 
reflect the information that you enter in the other columns. For example, if you 
enter a beginning and ending range for an event in the Beg and End columns, 
the Length column automatically updates to reflect the length of the range that 
you entered. 


The rows in the dialog box are logically ORed. You can specify up to twenty 
specific addresses or data values, ranges, masked-bit patterns, or symbol ad- 
dresses to be ORed for one event. Table 12-7 lists the fields for an address 
or data value dialog box and gives a brief description of each field. 


Table 12-7. Address and Data Value Dialog Box Fields 


Use this field... 
Off/On toggle 
Mode 


Begin range 
End range 
Length of range 
Pattern 

OK 


Cancel 


To... 
Activate the Mode, Beg, End, Len, and Pattern fields for each row 
Specify whether a range is inclusive or exclusive 


[J Inclusive means that the event is defined as all the addresses or data values inside the 
range, including the ends of the range 


(J Exclusive means that the event is defined as all the addresses or data values outside 
the specified range, excluding the ends of the range 


Enter the beginning address or data value for a range 

Enter the ending address or data value for a range 

Enter the length of the range based on a particular address or data value 
Specify a masked-bit pattern for a range 

Accept the inputs you have made and dismiss the dialog box 


Return the dialog box to its previous configuration and dismiss the dialog box 


a a a Te aa: aaa’ | 
Note: Clear Each Dialog Box Before You Redefine an Event 
When you are ready to redefine an event, you must clear the information in 
the dialog box either manually or by using a Clear button if one is available. 
Once you have entered values in any BTT dialog box and clicked OK, these 
values remain in the dialog box until you change them. Even if the connection 
symbol is not visible in the EVENTS box, the information for that event re- 
mains in the dialog box until you clear the box or change the information. Note 
that although the information remains in the dialog box, it does not affect the 
XDS522A unless there is a connection symbol at that intersection in the 
EVENTS box. 


|) 
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Defining an event as a specific address or data value 


The address and data value dialog boxes allow you to set up a single, specific 
value as an event. To set up a single, specific value, you must set up the dialog 
box as though you are defining the event as a range with one value that both 
begins and ends the range. 


To define an event as a single, specific, address or data value: 


1) Click on the intersection of an event (A—D) and the address or data condi- 
tion that you want to specify. The appropriate address or data value dialog 
box appears. 


For example, if you want to define Event A as a particular address in the 
execution cycle, you click on the intersection of EXEC Address and A. 


2) Click one of the rows in the On/Off column to turn On that row. 


3) Ensure thatthe Mode column is set to INCL (inclusive). Ifthe Mode column 
is set to EXCL, click once on EXCL to toggle it to INCL. 


4) Inthe Beg column, type in the specific address or data value that you want 
to define as the event. The End column automatically updates with the 
value that you enter in the Beg column. The value in the Len column 
updates to 0001. 


5) Click OK to define the event and dismiss the dialog box. 


Because you Set the value as both the beginning and end of the range and the 
length of the range is one, the event is defined as a single, specific data or ad- 
dress value. 


Defining an event as a specific range of addresses or data values 
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The XDS522A allows you to define an event by setting up a beginning and 
ending address or data value for a range. To define an event as a range that 
begins and ends on specific data values or addresses (including the end points 
of the range): 


1) Click on the intersection of an event (A—D) and the address or data condi- 
tion that you want to specify. The appropriate address or data value dialog 
box appears. 


2) Click one of the rows in the On/Off column to turn On that row. 


3) Ensure thatthe Mode column is set to INCL (inclusive). Ifthe Mode column 
is set to EXCL, click once on EXCL to toggle it to INCL. 


6) 


Defining an Event as an Address or Data Value 


In the Beg column, type in the beginning address or data value for the 
range that you want to define as the event. 


In the End column, type in the ending address or data value for the range 
that you want to define as an event. 


The Len column automatically updates to reflect the length of the range 
between the two values that you have entered. 


Click OK to define the event and dismiss the dialog box. 


Defining an event as a specific number of addresses or data values 


You can define an event as a range based on a beginning address or data val- 
ue and a specified length for the range. To define an event as a range that be- 
gins on a specific data or address value and extends to a particular length: 


1) 


6) 


Click on the intersection of an event (A—D) and the address or data condi- 
tion that you want to specify. The appropriate address or data value dialog 
box appears. 


Click one of the rows in the On/Off column to turn On that row. 


Ensure that the Mode column is setto INCL (inclusive). If the Mode column 
is set to EXCL, click once on EXCL to toggle it to INCL. 


In the Beg column, type in the beginning address or data value for the 
range that you want to define as the event. 


In the Len column, type in the hexadecimal number of addresses or data 
values that you want in the range. 


The End column updates to reflect the ending value for the range based on 
the length you type in the Len column. 


Click OK to define the event and dismiss the dialog box. 


The event is defined as the beginning value that you entered in the Beg column 
through the number of addresses or data values you entered in the Len col- 
umn. 
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Defining an event as addresses or data values outside of a specified range 


If you want to define an event as all addresses or data values with the excep- 
tion of a particular range, you can use the EXCL mode in the address or data 
value dialog box. To define an event as any values outside a specified range 
(excluding the end points of the range): 


1) 


5) 


Click on the intersection of an event (A—D) and the address or data condi- 
tion that you want to specify. The appropriate address or data value dialog 
box appears. 


Click one of the rows in the On/Off column to turn On that row. 


Ensure that the Mode column is set to EXCL (exclusive). If the Mode col- 
umn is set to INCL, click once on INCL to toggle it to EXCL. 


Type in the appropriate values for the range in the Beg, End, or Len col- 
umns. 


Click OK to define the event and dismiss the dialog box. 


Defining an address as a symbol address 
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When entering the beginning or ending address for a range, or the value for 
a single address or single data value, you can enter the symbol address rather 
than the numeric equivalent. To use symbol addresses, you must load the 
symbol table by using the Target Code option in the File menu or the 
TRGLOAD command on the command line. 


To enter an address as a symbol address: 


1) 


Click on the intersection of an event (A—D) and the address or data condi- 
tion that you want to specify. The appropriate address or data value dialog 
box appears. 


Click one of the rows in the On/Off column to turn On that row. 


In the Mode column, select EXCL (exclusive) or INCL (inclusive) as ap- 
propriate. 


Place the cursor in the appropriate Beg column or End column, depending 
on whether you want the symbol address to begin or end the range. 


Press (Pace). A Get Symbol Address dialog box appears. 


Get Symbol Address 


Case sensitivity: ( )On (*)OfE 


Symbol: [_xcall ] 


<<OK>> <Cancel> 


Defining an Event as an Address or Data Value 


6) Fillin the fields in the Get Symbol Address dialog box. 


a) Inthe Case sensitivity field, select whether or not the symbol address 
is case sensitive by selecting On or Off . 


b) Inthe Symbol field, type in the symbol address. 


c) Click OK to set the symbol address and dismiss the Get Symbol Ad- 
dress dialog box. 


The numeric equivalent of the symbol address appears in the Beg or End 
column. 


7) Enter values or symbol addresses in the other columns of the address 
ranges dialog box as appropriate. 


8) Click OK to define the event and dismiss the dialog box. 


Masking bits within a specified range 


Unlike the Pattern column in the Search and Filter dialog boxes, the Pattern 
column in the address and data range dialog boxes does not automatically up- 
date when you enter values in the other columns. You can use the Pattern col- 
umn to mask bits within a specified range. 


To define a masked-bit range, first, you must specify a range in the Beg and 
End columns. Then, in the Pattern column, you set up the masked-bit pattern 
that you want to see within that range. The Pattern column is a binary repre- 
sentation of ahexadecimal address or data value. The Pattern column and the 
Beg and End columns work together to define an event as specific addresses 
or data values within a range. 


For example, you could define an event as all the even addresses or data val- 
ues within a specified range: 


1) Click on the intersection of an event (A—D) and the address or data condi- 
tion that you want to specify. The appropriate address or data value dialog 
box appears. 


2) Click one of the rows in the On/Off column to turn On that row. 


3) Ensure that the Mode column is set to INCL (inclusive). If the Mode column 
is set to EXCL, click once on EXCL to toggle it to INCL. 


4) Type in values or symbol addresses in the Beg, End, or Len columns of 
the address ranges dialog box as appropriate. 
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5) Toggle the least significant bit (LSB) to 0 to define the event as all even 
addresses or data values within the range. Make sure that all the other bits 
are toggled to Xs (for don’t care bits). 


6) Click OK to define the event and dismiss the dialog box. 


Event A —- XXXX Xxxx Ranges < OK > <Cancel> 
| |Mode| Beg] End| Len||MSB Pattern LSB 

On ||INcL|109B|FFFF|EF65||xxxx xxxx xxxx xxx0 

oft | 


pore I} OT OT 


The event is defined as all the even addresses or data values within the range 
that you specified in the Beg and End columns. 
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12.5 Monitoring Your Target System With External Channels 


You can use the interface adapter pod to monitor parts of your target system 
that you cannot view using the SE device. The external-channel connector, 
shown on the interface adapter pod in Figure 12-7, provides the connections 
to the 16 color-coded external probes that you connect to your target system. 
Table 12-8 lists the test lead color for each channel. 


Figure 12—7. External-Channel Connector on the Interface Adapter Pod 


External-channel connector 


LSB = Black MSB = Violet 
16 probes (CHO — CH15) 


Table 12-8. External-Channel Pin Assignments 


Channel J1Pin# Color Channel J1Pin# Color = 
LSB O 2 Black 8 10 Black 5 
1 3 Brown 9 11 Brown . 
2 4 Red 10 12 Red 
3 5 Orange 11 13 Orange 
4 6 Yellow 12 14 Yellow 
5 7 Green 13 15 Green 
6 8 Blue 14 16 Blue 
7 9 Violet MSB 15 17 Violet 
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How the External Ranges dialog box works 


Figure 12-8 shows the External Ranges dialog box that appears when you 
click on the intersection of Ext Channels and an event. Table 12-9 lists the 
fields for the External Ranges dialog box and gives a brief description of each 
field. 


Figure 12-8. External Ranges Dialog Box 


vent X -— External Ranges =< OK >< Cancel > 


|Mode |Beg |End |Len |MSB- Pattern LSB 
On |INcL |0000 |FFFF he 1XXX XXXX XXXX XXXX 
On 

OFF | 
OFF | 
OFF | 
OFF | 
OFF | 
OFF | 
OFF | 
OFF | 
OFF | 
OFF | 
OFF | 


| MSB 

| Enter 1 here to detect 
| Channel 15 set high. 
| 

| 

| 


Table 12-9. External Ranges Dialog Box Fields 


Use this field... 
Off/On toggle 


Mode column 


Begin range column 
End range column 
Length of range column 


Pattern column 


OK button 


Cancel button 
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To... 
Activate the Mode, Beg, End, Len, and Pattern fields for each row 
Specify whether a range is inclusive or exclusive 


[_.] Inclusive means that the event is defined as all data values inside the range, in- 
cluding the ends of the range 


[_} Exclusive means that the eventis defined as all the data values outside the spe- 
cified range, excluding the ends of the range 


Enter the beginning value for a range 

Enter the ending value for a range 

Enter the length of the range based on a particular channel 

Specify a bit pattern for a range or combination of external channels 


(_.} Entering 1 for the bit detects a high signal on the corresponding channel 


[(_.] Entering 0 for the bit detects a low signal on the corresponding channel 


[_} Entering X for the bit masks the corresponding channel 
Accept the inputs you have made and dismiss the dialog box 


Return the dialog box to its previous configuration and dismiss the dialog box 
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Monitoring a combination of external channels 


When you define an event based on external-channel activity, you can specify 
a bit pattern that indicates which channels you want to monitor and whether 
you want to detect a low or high signal on those channels. If you want to 
monitor multiple channels for one event, you can define logical AND and OR 
operations in the External Ranges dialog box: 


[ij To use a logical AND operation, mark multiple bits on the same row. 
.) To use a logical OR operation, mark individual bits on multiple rows. 


For example, if you want to define an event as high signals on both channels 
5 and 7 or low signals on both channels 2 and 13, follow these steps: 


1) Click onthe intersection of an event (A—D) and Ext Channels. The External 
Ranges dialog box appears. 


2) Click arowin the On/Off toggle column to turn on the Mode, Beg, End, Len, 
and Pattern columns for that row. 


3) Inthe Pattern column, set up the bit pattern for the first combination of 
external channels: 


a) Locate the two bits in the bit pattern that correspond to external 
channels 5 and 7. 


b) Set channels 5 and 7 to detect a high signal by toggling the corre- 
sponding bits from X to 1 as shown: 


vent X — External Ranges =< OK > < Cancel > 


|Mode |Beg End |Len |MSB- Pattern LSB 
On |INcCL |0000 |FFFF |0000 |xXxxx XXxXX 1X1X XXXX 


OFF | 

or} | | | | 

OFF | | | 

OFF | | | Enter 1s here to detect 
OFF | | | | | high signals on channels 5 
OFF | | —_L | | and 7. 


If you select OK now, the event is defined as channels 5 and 7 simulta- 
neously detecting a high signal. For this example, you want to define the 
event as detecting high signals on both channels 5 and 7 ordetecting low 
signals on both channels 2 and 13. 
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4) In the Pattern column, set up the bit pattern for channels 2 and 13 in 
another row to create the OR condition: 


a) Click a row in the On/Off toggle column to turn on the Mode, Beg, End, 
Len, and Pattern columns for that row. 


b) Locate the two bits in the bit pattern that correspond to external 
channels 2 and 13. 


c) Set channels 2 and 13 to detect a low signal by toggling the corre- 
sponding bits from X to 0. The dialog box should be set up as shown 
below. 


‘vent X — External Ranges ™——~< OK > < Cancel > 
| Mode |Beg |End | Len |MsB Pattern LSB 


On |INCL |0000 |FFFF |0000 |xxxx XXxXX 1X1X XXXX 
0000 |FFFF |0000 |xxOxX xXxXxxX XXXX XOXX 


ort | | |_| 


5) Click OK to define the event and dismiss the dialog box. 


The event is defined as detecting either high signals on both channels 5 and 
7 or low signals on both channels 2 and 13. 


(O04 a T= 10) (=) am BS) 


Collecting Trace Samples and 
Using the TRACE Window 


A basic feature of the XDS522A emulation system is the ability to trace the 
execution of code. The XDS522A can collect trace samples and store them 
in a trace buffer, which can hold up to 32 768 (0x8000) samples. You can view 
the contents of the trace buffer in the TRACE window. 


This chapter describes how to set up the system to collect trace samples, how 
to stop or disable tracing, and how to display the trace samples in the TRACE 
window, and how to view different parts of the TRACE window. 
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13.1 Collecting Trace Samples 


The TRACE box inthe BTT setup window (see Figure 13—1) allows you to con- 
trol when the XDS522A collects trace samples. 


Figure 13-1. TRACE Box 


Zero---—> 
TrcFull----> 


ACTION 
Break-—--< 
Trigger----< 


Download Enabled 


With the TRACE box, you can set up the XDS522A to do the following: 


(1 Start collecting trace samples with one or more of these conditions: 


As soon as your code begins running 
When a particular event occurs 

When a counter reaches zero 

When a sequence of events completes 


(1 Stop collecting trace samples with one or more of these conditions: 


When a particular event occurs 

When a counter reaches zero 

When a sequence of events completes 

When the XDS522A collects a specific number of trace samples 


When a sfopcondition occurs, the XDS522A stops writing to the trace buff- 
er until the start tracing event occurs again. If the XDS522A encounters 
another start-tracing event, it resumes tracing. 
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Collecting Trace Samples 


(1 You can disable the collection of trace samples with one or more of these 
conditions: 


When a particular event occurs 

When a counter reaches zero 

When a sequence of events completes 

When the trace buffer is full 

When the XDS522A collects a specific number of trace samples 


When a disable condition occurs, the XDS522A disables tracing. Once 
tracing is disabled, tracing does not reoccur, even if the XDS522A detects 
another occurrence of the start-tracing event. This is useful if you have a 
condition that is difficult to capture and you want to make sure that the 
trace samples for that condition are preserved after you obtain them. 


You can reenable tracing by clicking on TrcOn=F8, by pressing , or by 
clicking on the Restart menu button while the target is still running. For 
more information about reenabling tracing, see the Reenabling after a dis- 
able subsection on page 13-7. 
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Setting up the system to collect trace samples 


13-4 


The TRACE box of the BTT setup window allows you to specify when the 
XDS522A should collect trace samples. To set up the system to collect trace 
samples, do the following: 


1) 


Unless you want to collect samples as soon as your code begins running, 
define the event that you want to use to start collecting samples. Your 
event can be: 


(j Any of Events A through D 
() Acounter reaches 0 
[J Asequence completion 


For information about defining events, see Chapter 12, Defining Events. 
For information about counters and the sequencer, see Chapter 15, 
Counters, and Chapter 16, Sequencer. 


Set up the TRACE box to collect trace samples by clicking on the intersec- 
tion of Strt and the condition that you want to monitor: 


Immediate-> —----— 1 |}? ddd | 
Clock Cycle->----|-| | | | | | | | 
COUNTER 1 | ABCD 12s 
cux--—-<]|-|-|--|-|-|-|—-|-]-| 
FEFF strt----<||-|-|--|-/-|-|--|-|-| 
Reload stop--—-<||-|-|--|-|-|-|--|-|-| 
FEEF pe1d———-<||-|-|--|-|-|-|--|-|-| 
snglorr ——_zero---->||-|-|--|-|-|-|--I-|-| 
COUNTER 2 | | ABCD 125s 
cix--—-<]|-|-|--|-|-|-|--|-]-| 
FFFF strt----<||---|--|-|-|-|--]-]-] 
Reload stop----<||---|--|-|-|-|--|-|-| 
FFFF Reld----<}|---|--|-|-|-|--|-|-| 
SnglOFF Zero----> a ee ee ees. 
TRACE ABCD 1258 
Strt----< =p |=]2|2]== |=] —-— Click on one of the in- 
Stop----<||-|--+-|-|-|-|--]-|- tersections in this line 
Disa----< -|-|-|-]--|-|-| to start tracing on an 
Len:00 Zero----> Il} tdt ttl event, a counter, or a 
TreFull----> oe ee ee | sequence 


Click here to start tracing 
when the code begins running 
(trace immediate) 


Collecting Trace Samples 


For example, to start collecting trace samples when Event B occurs, click 
on the intersection of Strt and Event B: 


Click here 


Collecting samples until the trace buffer is full 


The trace buffer can hold 32 768 (0x8000) samples. You can use the trace 
buffer fullcondition to generate an action. When the trace buffer is full, you can 
do the following: 


(j Disable tracing 
(J Generate a hardware breakpoint 


To set up the XDS522A to collect samples until the trace buffer is full, follow 
these steps: 


1) Define the event that you want to use as a start event. 


2) Setup the action that you want to occur when the trace buffer is full: 


a) If you want to disable tracing when the trace buffer is full, click on the 
intersection of TrcFull and Disa. 


b) If you want to generate a hardware breakpoint when the trace buffer 
is full, click on the intersection of TrcFull and Break. 


Click here to disable tracing when 
the trace buffer is full 


s 
ee | 
ae ee | 

as ea | 

Zero----> | 
TreFull----> | 
s 

| 

| 


Download 


Click here to generate a hardware 
breakpoint when the trace buffer is full 


3) Download the XDS522A configuration and be sure that the XDS522A is 
enabled. 
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4) lf you want to generate a hardware breakpoint, set up the debugger’s on- 
chip analysis module to recognize and generate hardware breakpoints. 
For information about setting up the analysis module, see the 
TMS320C2xx C Source Debugger User’s Guide. 


5) Start your application. 


Collecting a specific number of trace samples 
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The XDS522A tracing feature allows you to collect a specific number of trace 
samples. The Len field in the TRACE box allows you to specify the number of 
additional samples that you want to collect after a certain condition occurs. You 
enter the length value as a hexadecimal number. 


Once the XDS522A detects the start condition that you specify, it begins with 
the length value and internally decrements that value by 1 for each sample it 
collects. If the XDS522A detects the start condition again before the count 
reaches zero, it reloads the length value that you specified and starts decre- 
menting again. Each time the start condition is detected, the XDS522A reloads 
the length value that you specified and starts decrementing. 


Once the count reaches zero, the XDS522A stops or disables tracing. 


L) If the XDS522A detects only one start condition and does not reload the 
length value, the trace buffer contains Length + 1 trace samples. 


L) If the XDS522A detects the start condition two or more times before the 
count reaches zero, the trace buffer contains Length + 1 trace samples 
plus the samples collected before the length value was last reloaded. 


To set up the XDS522A to collect a specific number of trace samples, follow 
these steps: 


1) Define the event that you want to use as a start event. 


2) Setup the Len field to trace a specific samples after the start event occurs. 


Length field 


TrcFull---— 


Collecting Trace Samples 


3) Setup the action that you want to occur when Len = 0: 


a) If you want to stop tracing when Len = 0, click on the intersection of 
Zero and Stop. 


b) If you want to disable tracing when Len = 0, click on the intersection 
of Zero and Disa. 


Click here to stop tracing when Len = 0 


Click here to disable tracing when Len = 0 


4) Download the XDS522A configuration and be sure that the XDS522A is 
enabled. 


5) Start your application. 


Reenabling after a disable 


Once tracing is disabled, tracing does not occur, even if the XDS522A detects 
another occurrence of the start-tracing event. To reenable tracing without 
downloading a new XDS522A configuration, use the Restart menu button: 


Restart menu button 


| File Trace BIT Restart Time=F7 TrcOn=F8 Peek=F9 ) 


The Restart menu button restores the BTT setup window to its last down- 
loaded configuration and starts tracing. 


You can also click on the TrcOn/Off menu button or press to turn tracing 
on and off. 


(1) When the TrcOn=F8 menu button is visible, tracing is on. Click on 
TrcOn=F8 or press to disable tracing (even if you have configured the 
BTT setup window to collect trace samples indefinitely). The menu button 
changes to TrcOff=F8, telling you that tracing is currently disabled. 


(1 When the TrcOff=F8 menu button is visible, tracing is off. Click on 
TrcOff=F8 or press to enable tracing and to display the contents of the 
trace buffer in the TRACE window. 
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Flushing or Accumulating Trace Samples 


13.2 Flushing or Accumulating Trace Samples 
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When you set up the XDS522A to collect trace samples, you can choose to 
overwrite the contents of the trace buffer or append new samples to the current 
trace buffer: 


(J To overwrite the current contents of the trace buffer, use the trace flush 
tracing mode. This is the default tracing mode when you invoke the BTT 
software. 


[1 To append new trace samples to the current trace buffer, use the trace 
accumulate tracing mode. This mode prevents previous trace samples 
from being overwritten. 


Select the tracing mode that you want to use before you set up the XDS522A 
to collect trace samples. To select a tracing mode, follow these steps: 


1) From the Trace menu, select Mode. 


This displays the Trace Mode configuration dialog box: 


Trace Mode configuration 


(*) Flush 
( ) Accumulate 


<<OK>> <Cancel> 


2) Select the tracing mode that you want to use. 


3) Click on OK. 


Updating the TRACE Window With the Contents of the Trace Buffer 


13.3 Updating the TRACE Window With the Contents of the Trace Buffer 


After XDS522A collects trace samples, you can view the contents of the trace 
buffer in the TRACE window. There are several ways to update the TRACE 
window: 


i) 


While the XDS522A is collecting trace samples, click on Peek=F9 in the 
menu bar, press 3), or enter PEEK from the COMMAND window. 


Peek updates the TRACE window with one screen of the samples that 
have been collected. Peek does not disable tracing; you can use Peek 
multiple times while the XDS522A is collecting samples to update the 
TRACE window with the latest contents of the trace buffer. 


While the XDS522A is collecting trace samples or when it has stopped 
collecting trace samples, select Update from the Trace menu or enter 
TRACEUPDATE from the COMMAND window. 


Update displays the latest trace samples stored in the trace buffer and dis- 
ables tracing. To reenable tracing, click on the TrcOff=F8 menu button or 
press (8). 


When you use Peek or Update to update the TRACE window while the 
XDS522A is collecting samples, the trace buffer is temporarily disabled from 
accumulating new samples during the update. Moreover, you could loose a 
few samples while the XDS522A updates the TRACE window. 
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13.4 Moving Through the TRACE Window 


Once you have collected trace samples and updated the TRACE window with 
those samples, you can move through the TRACE window to view the 
samples. 


Using key sequences to move through the samples 


When the TRACE window is active, the BTT software allows you to move 
through the trace samples that you collected. 


.) To scroll through the newest samples, one window length at a time, use 
(PAGE DOWN). 


J To scroll through the oldest samples, one window length at a time, use 
(PAGE UP ), 


(J To adjust the TRACE window’s contents so that the newest sample is 
shown in the window, use (END). 


(J To adjust the TRACE window’s contents so that the oldest sample is 
shown in the window, use (HOME). 


[ji To move the cursor up, one line at a time, use @. 


1 To move the cursor down, one line at a time, use @. 


Youcan setup the BTT software to scroll through a specific number of samples 
(instead of a window length of samples). To do so, follow these steps: 
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1) Select Goto from the Trace menu. 
This displays the Goto trace sample dialog box: 


Goto trace sample 


Sample Number:[0..... 


Control PgUp/PgDn Offset: 
( )1000 
Scrolling options —— ( )400 
( )100 
( )Set Value (hex) :[80...] 


<Goto> <<OK>> <Cancel> 


2) To select a specific number of samples to scroll in the TRACE window, 
configure one of the the scrolling options: 


[J Click next to 1000 to scroll Ox1000 samples at a time. 


[J Click next to 400 to scroll 0x0400 samples at a time. 
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[J Click next to 100 to scroll 0x0100 samples at a time. 


[) Click next to Set to specify a hexadecimal value other than 1000, 400, 
or 100; specify the value in the Value field. 


Once you configure a scrolling option, you can use (CONTROL) (PAGE DOWN) and 
to page through the newest and the oldest samples, respec- 
tively, in increments equal to the value that you’ve chosen. 


Displaying a specific trace sample 


The BTT software allows you to display a specific trace sample. To do so, 
follow these steps: 


1) Select Goto from the Trace menu. 


This displays the Goto trace sample dialog box: 


Goto trace sample 


Sample Number field Sample Number: [0 


Control PgUp/PgDn Offset: 
( )1000 
( )400 
( )100 
( )Set Value (hex) :[80...] 


<Goto> <<OK>> <Cancel> 


2) Inthe Sample Number field, enter the number of the sample that you want 
to display. 
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3) Click on Goto. 
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13.5 Understanding the Parts of the TRACE Window 


The TRACE window displays relevant information about the samples that you 
collect. Figure 13-2 illustrates the TRACE window in flattened mode. 
Table 13-1 describes the information in the TRACE window columns. 
Table 13-1 also lists the short and long versions of the headings that you can 
display in the columns of the TRACE window. If you are very familiar with cycle 
types, you probably want to use the short version. If you are not familiar with 
cycle types, you might want to use the long version. The default for all cycle 
types is the long version. 


You can configure the information in the TRACE window with the Trace 
configuration dialog box. For more information about configuring the TRACE 
window, see Section 13.6 on page 13-16. 


Figure 13-2. TRACE Window 


Total number 
of samples Data bus Execution Memory 


collected cycle address address Label 
Cycle type | | | | 


MemCycle Ext EAdr EDta Timestamp 

NoCycle FFFF 2068 7980 209ah -1.500 

2ndWord NoCycle FFFF 2069 209A -1.400 
FirstBlk NoCycle FFFF 209A 8B8A *, AR -1.300 
MiddleBlk NoCycle FFFF 209B BFOA AR, # =-1.200 
2ndWord NoCycle FFFF 209C FFFD -1.100 
MiddleBlk NoCycle FFFF 209D 8BEO -1.000 
MiddleBlk DataRead FFFF 209E 108D -1.900 
MiddleBlk NoCycle FFFF 209F BCO4 -1.800 
MiddleBlk DataWrite FFFF 20A0 9000 -0.700 
MiddleBlk NoCycle FFFF 20A1l 8B98 -0.600 
MiddleBlk NoCycle FFFF 20A2 7C02 -0.500 
MiddleBlk DataRead FFFF 20A3 0090 -0.400 
MiddleBlk DataRead FFFF 20A4 7680 -0.300 
LastBlk NoCycle FFFF 20A5 EFOO -0.200 
FirstBlk NoCycle FFFF 2025 8B9E -0.100 
72 MiddleBlk DataRead FFFF 2026 4F80 0303 0.000 


SCrPNWAUHIDOPWAOAN 


I I I I I I i 
Sample Program External Execution Memory Disassembly — Timestamp 
number bus cycle channels data data 
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Table 13-1. TRACE Window Column Descriptions 


Column 


Sample number 


Cycle type 


Execution/program 
cycle 


Memory/data cycle 


External channels 


Execution/program 
address 


Execution/program 
data 


Memory/data ad- 
dress 


Memory/data data 


Label 
Disassembly 


Timestamp 


Column Heading 


5-digit hexadecimal number that 
shows the total number of samples 


[J Short: No heading 
J Long: CycleTyp 
Flattened version: 


(1 Short: Ex-MC 
(j Long: ExecCycle 


Unflattened version: 
_) Short: PC—DC 
(1 Long: ProgCycle 
Flattened version: 


(1 Short: Ex-MC 
Lj) Long: MemCycle 


Unflattened version: 


(_) Short: PC—DC 
(1 Long: DataCycle 


Ext 


Flattened version: EAdr 


Unflattened version: PAdr 


Flattened version: EDta 


Unflattened version: PDta 


Flattened version: MAdr 


Unflattened version: DAdr 


Flattened version: MDta 


Unflattened version: DDta 
Label 
No heading 


Timestamp 
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Column contents 


The number for each sample in the trace buffer. The 
newest sample is always numbered 0. 


The binary or hexadecimal numeric code corre- 
sponding to the cycle type 


Description of program bus activity for each sample 


Description of data bus activity for each sample 


The data from the 16 external channels 


The data on the 16-bit program/execution address 
bus 


The data on the 16-bit program/execution data bus 


The data on the 16-bit data/memory address bus 


The data on the 16-bit data/memory data bus 


Symbols that are used to identify a section of code 
The program disassembly code 


48-bit hardware timestamp for each sample. Can be 
displayed in Absolute, Relative, or Delta time 
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About the mnemonics in the cycle columns 
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For the execution/program cycle and the memory/data cycle columns, the 
XDS522A uses codes and mnemonics to describe the cycle type. Table 13-2 
lists the codes and mnemonics that appear in the the cycle columns of the 
TRACE window when you collect samples in the flattened mode. 


Table 13-2. Mnemonics for TMS320C2xx With Flattener 


(a) Execution-cycle mnemonics (bits 7 through 4 in the Cycle Type column) 


Code 
01 00 


01 01 
01 10 
01 11 


10 11 
1111 


Mnemonics 
Short Long 
FL- First/Last 


Ft- FirstBlk 
Lt- LastBlk 
Mi- MiddleBlk 
I|- Illegal 


2w- 2ndWord 


No- Nolnstr 


Cycle Type 


Last instruction of one block and first instruction 
of next 


First instruction after a discontinuity 
Last instruction before a discontinuity 


Instruction that occurred neither before nor after 
a discontinuity 


Invalid bus activity 
Second word of an instruction 


No instruction executed 


(b) Memory-cycle mnemonics (bits 3 through 0 in the Cycle Type column) 


Code 
000X 


0010 
0011 
010x 
0110 
0114 


1000 
1001 
1010 
1011 


Mnemonics 
Short Long 
DW DataWrite 


DR DataRead 
PW ProgWrite 
IW lOWrite 

IR lIORead 
PR ProRead 
NC NoCycle 
RS ResetStart 
RE ResetEnd 
IS IdleStart 
IE IdleEnd 


Cycle Type 

Write in data memory 
Read in data memory 
Write in program memory 
I/O write 

I/O read 

Read in program memory 
No data access 

Processor started reset 
Processor completed reset 
Processor entered low-power, idle mode 


Processor left low-power, idle mode 
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Table 13-3 lists the codes and mnemonics that appear in the the cycle col- 
umns of the TRACE window when you collect samples in the unflattened 
mode. 

Table 13-3. Mnemonics for TMS320C2xx Without Flattener 


(a) Program bus mnemonics (bits 5 through 3 in the Cycle Type column) 


Mnemonics 
Code “Short. Long Cycle Type 
000 <D- Fetch<Dis First fetch after PC discontinuity 
001 >D- Fetch>Dis Last fetch before PC discontinuity 
010 Fe— Fetch Fetch 
011 ID- IAQ>Dis Last instruction acquisition address 

before PC discontinuity 

100 PW- PWrite Program memory write cycle 
101 PR- PRead Program memory read cycle 
110 Pi- PipeAdv Pipeline advance, no memory cycle 
111 No- NoCycle No pipeline advance, not ready 


(b) Data bus mnemonics (bits 2 through 0 in the Cycle Type column) 


Mnemonics 
Code “Short. Long Cycle Type 
000 DL DWrLostRd Data memory write, lost read 
001 DW DWrNoRd Data memory write, no read 
010 DR DRdNoWr Data memory read, no write 
011 Id Idle Processor in low power mode 
100 IL lIOWrLostRead I/O write, lost read 
101 IW lIOWrNoRd I/O write, no read 
110 IR IORdNoWr I/O read, no write 
111 No NoCycle No cycle or no memory ready 
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13.6 Displaying or Hiding Information About Trace Samples 


Select the 
information that 
you want to 
display 


Trace configuration 


The large amount of information stored for each trace sample can make your 
display difficult to read. You can hide some of the fields in the TRACE window. 


To display or hide the fields in the TRACE window, follow these steps: 


1) From the Trace menu, select Config. 
This displays the Trace configuration dialog box: 


Select a display format 


[X]Cycle | Time format: 
[X] Type (*)Hex (1) ( )Bin (2) ( )hours 
[X]Mnemonic ( ) Long (+) (*) Short (-) ( )minutes 

[ ]External (*)Hex (3) ( )Bin (4) ( ) seconds 
[X]P/Exe Adrs (*)Hex (5) )Bin (6) ( )milliseconds 
[X]P/Exe Data (*)Hex (7) )Bin (8) (*) microseconds 
[X]D/Mem Adrs (*)Hex (9) )Bin (0) Timestamp: 
[X]D/Mem Data (*)Hex (F) )Bin (W) ( ) Absolute 
[X]Disasm ( )Relative 
[X]Timestamp (*) Time (G) ) Count (2) (*)Delta 


“nnn 


Disasm Len: [34..... Clock Period (ns):[50.0..... 


<<OK>> 


<Cancel> 


Specify a width for the Specify the clock Use these options with the 
disassembly column period in nanoseconds timestamp feature 


2) Select or deselect the options that you want to display or hide by clicking 
next to the option name. For more information about the specific options, 
refer to the XDS522A Emulation System Online Help. 


3) When you are finished, click on OK. 


Tips for displaying information in the TRACE window 
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Turning on all of the fields in the TRACE window will probably make your 
display difficult to read. Use the following tips to manage the content of your 
TRACE window: 


(1 The XDS522A can display the cycle type as anumber (binary or hexadeci- 
mal) or as amnemonic. The numbers listed in the CycleTyp column of the 
TRACE window correspond to the mnemonics shown in the ExecCycle/ 
ProgCycle and MemCycle/DataCycle columns (as shown in Table 13-2 
and Table 13-3). 


To conserve space in the TRACE window, turn off either the numeric listing 
or the mnemonic listing by deselecting either Type or Mnemonic in the 
Trace configuration dialog box. The Type or Mnemonic options control 
when both the execution and data cycle columns are displayed. 


Displaying or Hiding Information About Trace Samples 


[J Youcan save space inthe TRACE window by displaying the short versions 
of the cycle type mnemonics. 


[J When choosing a format for displaying information, keep the following in 
mind: 


If you plan to use bit patterns in the dialog boxes (for example, in the 
Filter config dialog box), it’s useful to use the binary formats in the 
TRACE window. 


m If you plan to use the state and mask values in the dialog boxes, it’s 
useful to use the hexadecimal formats in the TRACE window. 
Saving the TRACE window configuration 


When you change the TRACE window configuration, the XDS522A saves the 
changes automatically and recalls the new configuration when you reinvoke 
the BTT software. 


If you want to save a specific TRACE window configuration, use the 
TRACECFGSAVE command. The syntax for this command is: 


tracecfgsave filename 
This command saves the current TRACE window configuration in filename. 


To load a previously saved configuration, use the TRACECFGLOAD com- 
mand. The syntax for this command is: 


tracecfgload filename 
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13.7 Saving and Loading the Contents of the Trace Buffer 


You can save the contents of the trace buffer to a file. This is useful if you want 
to reload the trace buffer with the contents of previous trace or if you want to 
use the trace information in text format. 


Determining the file format 


You can save the trace buffer in one of two formats: binary or text. 


QO 


Use binary format if you plan to reload the trace buffer contents. When you 
save the files as binary, the XDS522A saves all of the information about 
each trace sample, including information in the columns that you might 
have hidden in the TRACE window. 


Use text format if you do not need to reload the trace buffer and you want 
to view trace samples in another application or print them out. When you 
save the file as text, the XDS522A saves only the columns of information 
that are currently displayed in the TRACE window. For example, if you 
changed the TRACE window configuration to hide the disassembly listing, 
the disassembly will not appear in your saved text file. 


Saving the contents of the trace buffer 
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To save the current contents of the trace buffer, follow these steps: 


1) 


Select Save from the Trace menu. 


This displays the Trace save dialog box: 


— Selecta Select All or Range If you selected 
file format to control which Range, specify the 
samples are saved Start and End values 


Trace save 


(*) Text ( )A11 Start: [00000.. 
( )Bin (*) Range End: [00000.. 


If file exists: (*) Abort 
( ) Append 
( )Overwrite 


File: [SAVEG TRG s.,6:5.5.saaaidestaracdoacsvacmavarardoavanerduanaiane 
foto iit) ey odd) Ket nee er ee ee ee ee ae J 


<<OK>> <Cancel> 


Select a file format: 


1) Select Text if you want to use the file in text format. 


1) Select Bin if you want to reload the trace buffer contents. 


7) 


Saving and Loading the Contents of the Trace Buffer 


Select the number of samples that you want to save: 


J Select A//if you want to save all of the samples in the trace buffer. 


.) Select Range if you want to save a range of samples. Use the Start 
and End fields to specify the range. 


You can save the entire trace buffer to a file. However, if the the trace buffer 
is full when you save it, the save might take several minutes to complete. 
Save a smaller range of samples to avoid this problem. 


Select how you want BTT software to handle file overwrites: 
_j Select Abort to cancel the save if a file of the same name exists. 


J Select Appendto add the current trace samples to the end of an exist- 
ing file. 


_] Select Overwrite to save over the contents of an existing file. 
Enter a filename in the File field. 


If you want to add a 33-character comment to the saved file, use the 
Commenttield. You can use this comment to describe the trace buffer con- 
tents, which will help you distinguish among several saved sets of trace 
samples. You can view the file with your usual text editor; the comment is 
shown at the beginning of the file. 


Click on OK. 


You can also save the trace buffer by using a command. The syntax for the 
TRACESAVE command is: 


tracesave filename, start, end,{y|n},{y|n} 


Lj 
Lj 


filename names the file for saving the trace samples. 
start indicates the number of the first sample that you want to save. 


end indicates the number of the last sample that you want to save; this 
value must be smaller than the start value. 


The first set of { y | n } indicates how you want to save the file: y indicates 
text mode; n indicates binary mode. 


The second set of { y | n } indicates whether you want to append or over- 
write an existing file; y indicates append/overwrite; n indicates overwrite. 
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Loading the contents of the trace buffer 
To load the a previously saved trace buffer, follow these steps: 


1) Select Load from the Trace menu. 


This displays the Trace load dialog box: 


Trace load 


<<OK>> <Cancel> 


2) Enter a filename in the File field. The filename that you name must be 
saved in binary format. 


3) Click on OK. 
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Chapter 14 


Viewing Trace Samples 


Once you have collected samples in the trace buffer, you can use the filter, 
search, and timestamp features to change the way you view the samples in 
the trace buffer. 


The filter and search features help you to isolate specific samples or sets of 
samples. The timestamp feature allows you gather precise timing information 
to help you debug your code. 


Topic Page 
Alam FeL tnd tN Chlpeteteneperetereteteretetersetstetetenetavet-tetsyerrtstet-telsyeletefepe revs ier rtetepeyeteterrtefeney st 14-2 
14.2 Searching for a Specific Trace Sample ..............000eee eee 14-11 
14.3 Using the Timestamp to Gather Timing Information ............ 14-16 
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14.1 Filtering 
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You can filter a collection of samples to show only the samples that you are 
interested in seeing. Use the filter feature when you want to see all of the occur- 
rences of a specific sample (or set of samples) at a glance. 


Atter filtering, the TRACE window shows only the trace samples that you are 
interested in seeing. The unwanted samples are not discarded during filtering, 
only masked (or hidden) from view. You can see the rest of the samples at any 
time by disabling the filter. 


You can filter for: 


.) An 8-bit cycle type (represented in the Control row of the Filter config 
dialog box) 


A program or execution bus address 

A program or execution bus data value 

A data or memory bus address 

A data or memory bus data value 

Readings from any of the 16 external probes 
The high word of the 48-bit timestamp 


The middle word of the 48-bit timestamp 


Ooo ocococo oO 


The low word of the 48-bit timestamp 


How the Filter config dialog box works 


Filtering 


Use the Filter option in the Trace menu to display the Filter config dialog box 
to filter out unwanted samples from the display. The parts of the Filter config 
dialog box are called out in Figure 14—1. Table 14—1 provides descriptions for 
each part of the dialog box. 


Figure 14-1. Filter Config Dialog Box 


Sample 
column 


Control 
P/Exe Adr 
P/Exe Dta 
D/Mem Adr 
D/Mem Dta 
External 
TimeHigh 
TimeMid 
TimeLow 


Filter config 


Disable 
button 


State 


Mask 
column 


column 


MSB 

XXXX 
xXXXX 
XXXX 


xXXxXX 
xXXxXX 
xXXxXxX 
xXXxXX 
xXXXX 


Enable 
button 


Cancel 


button 


Pattern 
XXXX XXXXK 
XXXX XXXK 
XXXX XXXXK 
XXXX XXXXK 
XXXX XXXK 
XXXX XXXXK 
XXXX XXXXK 
XXXX XXXXK 
XXXX XXXXK 


< Disable > < Enable > <Cancel> 


LSB 
XXXX 
XXXX 
XXXX 
XXXX 
XXXX 
XXXX 
XXXX 
XXXX 
XXXX 


Pattern 
column 


|| 
|| 
|| 
|| 
|| xXXXX 
|| 
|| 
|| 
|| 
LT 


Table 14-1. Filter Config Dialog Box Field Descriptions 


Use this part of 
the dialog box... 


Sample column 


State column 


Mask column 


Pattern column 


Disable button 
Enable button 


Cancel buttont 


To... 


Select the type of sample you want to see in the TRACE window 


Enter the hexadecimal value of the specific sample you want to 
see in the TRACE window 


Enter a hexadecimal value to mask bits that do not have to match 
a particular value 


(_] Enter 1s, Os, or Xs (for don’t care bits) to specify a bit pattern 
[| View or change the State and Mask information in binary 
format 


Disable the current filter; dismiss dialog box 
Accept and implement the current filter; dismiss dialog box 


Clear the most recent changes to the filter and return it to the pre- 
vious filter (if any); dismiss dialog box 


t The Cancel button does not disable the filter. 
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The State, Mask, and Pattern columns work together to filter for a particular 
sample or group of samples. Values entered in any of these columns automati- 
cally update the values in the other columns. 


You can also set up a filter by entering a bit pattern in the Pattern column. You 
can use Xs (for don’t care bits) to mask the bits that you do not want to see. 


You can narrow your filter by setting up a combination of the options in the Filter 
config dialog box; the rows are logically ANDed. 


Filtering 


How to set up a filter 


Once you have updated the contents of the TRACE window (see Section 13.3 
on page 13-9), you can filter out the samples that you don’t want to see. 


In the State column of the Filter config dialog box, type the hexadecimal value 
of the cycle type, address, data value, external channel, or 16-bit word of the 
timestamp that you want to display in the TRACE window. 


For example, you might want to filter for a specific symbol address, _ xcall. To 
filter for all the occurrences of _xcall, you would set up the filter as follows: 


1) Press the key to ensure that you begin filtering from the beginning 
of the trace buffer. 


2) Select Filter from the Trace menu. This displays the Filter config dialog 
box. 


3) Place the cursor in the P/Exe Adr row. 
4) Press the key to display the Get Symbol Address dialog box. 
5) Inthe Get Symbol Address dialog box, enter the symbol name: 


Get Symbol Address 


Case sensitivity: ( )On (*)OffF 
Symbol: [_xcall ] 


<<OK>> <Cancel> 


6) ClickonOK. This dismisses the Get Symbol Address dialog box. The Filter 
config dialog box should look something like this: 


Filter config < Disable > < Enable > <Cancel> 


State MSB Pattern LSB 


Control | 0000 | FFFF | XXXX XXXX XXXX XXXX 
P/Exe Adr || 206A | 0000 || 0010 0000 0110 1010 
P/Exe Dta || 0000 | FFFF || xxxx xxxx xxxx XXxXx 
D/Mem Adr || 0000 | FFFF || xxxx xxxx xxxx xXxxx 
D/Mem Dta || 0000 | FFFF || xxxx xxxx xxxx XXxXX 


7) Click on the Enable button to enable the filter and dismiss the dialog box. 


All occurrences of _xcall in the trace buffer are displayed in the TRACE 
window. 


If your sample is not in the trace buffer, this message appears in the 
COMMAND window: 
Trace entry not found 


You might also see this message if you didn’t start the filter from the top of the 
TRACE window. 
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How to set up a filter using a mask 


If you want to mask certain bits in a filter, enter in the Mask column the hexade- 
cimal mask value for the bits you want the XDS522A to ignore. Fs in the Mask 
column tell the XDS522A to ignore those bits and filter for the unmasked val- 
ues in the State column. The Pattern column automatically changes to reflect 
the values in the State and Mask columns. 


You can use the mask to define a range for the filter or to mask specific bits. 
For example, if you collect some samples and want to filter for any data reads 
in a specific memory block (memory addresses 0x0300 through 0x030F), you 
set up the filter as follows: 


1) 


2) 
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Press the key to ensure that you begin filtering from the beginning 
of the trace buffer. 


Select Filter from the Trace menu. This displays the Filter config dialog 
box. 


Identify the hexadecimal value that represents data reads by looking atthe 
CycleTyp column in the TRACE window. 


To configure the TRACE window to display the cycle type in hexadecimal 
format, see Section 13.6 on page 13-16. 


Click on the zeros in the State column of the Control row. This location is 
where you will enter the hexadecimal code for the data reads on the 
memory bus that you want to keep in the TRACE window. 


Enter 0072, the hexadecimal cycle-type value representing data reads in 
this example. 


Filter config < Disable > < Enable > <Cancel> 


MSB Pattern LSB 
0000 0000 0111 0010 


| | 
Control || 
|| XXXX XXXK KXKX XXKX 
| | 
|| 
I| 


P/Exe Adr 
XXXX XXXX XXXX XXXX 
XXXX XXXX XXXX XXXX 
XXXX XXXX XXXX XXXX 


D/Mem Adr 


| | 
| | 
P/Exe Dta || 
| | 
D/Mem Dta || 


Enter hexadecimal data read cycle-type 
value here 


8) 


Filtering 


In the State column for the D/Mem Adr row, enter 0300 as the initial 
memory address for the range of memory addresses you want to filter. No- 
tice that the Mask column of the D/Mem Adr row is filled with zeros and the 
bit pattern is automatically entered. The Filter config dialog box should 
now look like this: 


Filter config < Disable > < Enable > <Cancel> 


MSB Pattern LSB 
Control 0000 0000 0111 0010 
P/Exe Dta 
D/Mem Adr 
D/Mem Dta 


XXXX XXXX XXXX XXXXK 
0000 0011 0000 0000 
XXXKX XXXX XXXX XXXX 


|| 
|| 

P/Exe Adr || XXXX XXXX XXXX XXXX 
|| 


Enter the beginning address of 
the range here 


If you enabled the filter at this point, all the data reads for memory address 
0x0300 would be displayed in the TRACE window. However, you want to 
see all the data reads for memory address locations 0x0300 through 
0x030F. Use the Mask column to display more than one memory address. 


Filter config < Disable > < Enable > <Cancel> 


| State MSB Pattern LSB 
Control 0072 0000 0000 0111 0010 
P/Exe Adr 0000 XXXX XXKK XXXX XKKX 


P/Exe Dta 0000 XXXX XXKK XXXX XXKX 
D/Mem Adr 0300 0000 0011 0000 xxxx 
D/Mem Dta 0000 XXXX XXKK XXXX XKXKX 


Enter address mask here 


Enter OOOF in the Mask column for the D/Mem Adr row. This value masks 
the last four bits, which are the only bits that change within the range of 
0x0300 through 0x030F. 


The XDS522A compares the values in the State and Mask columns. The 
zeros in the Mask column tell the XDS522A nofto mask the first three digits 
in the State column. The F in the Mask column tells the XDS522A that any 
value up to F is to be included in the filtered samples. 


Click the Enable button. This dismisses the Filter config dialog box and 
applies the filter to the trace samples in the TRACE window. 


The samples that appear in the TRACE window are all the data reads within 
the memory addresses 0x0300 through Ox30F. 


If your sample is not in the trace buffer or not in the direction in which you are 
searching, this message appears in the COMMAND window: 


Trace entry not found 
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How to set up a filter using a bit pattern 


14-8 


You can also set up a filter by entering a bit pattern in the Pattern column. The 
Pattern column is a binary representation of the State and Mask columns. 
When you enter a bit pattern in the Pattern column, the State and Mask col- 
umns are updated automatically. 


To enter a bit pattern, you can either move the cursor into the Pattern column 
and type in the binary bit pattern, or use the mouse to toggle the individual bits 
in this order: x (for don’t care bits), 0, 1. 


For example, you might want to filter for all the data writes with odd program 
or execution addresses. You would set up the filter like this: 


1) Press the key to ensure that you begin filtering from the beginning 
of the trace buffer. 


2) Select Filter from the Trace menu. This displays the Filter config dialog 
box. 


3) Setup the filter for data writes. 


a) Identify the binary value that represents data writes by looking at the 
CycleTyp column in the TRACE window. 


To configure the TRACE window to display the cycle type in binary 
format, see Section 13.6 on page 13-16. 


b) Inthe Control row, enter the binary cycle-type value for data writes in 
the Pattern column. The Filter config dialog box should look some- 


thing like this: 
Filter config < Disable > < Enable > <Cancel> 
State Mask MSB Pattern LSB 
Control 0071 0000 0000 0000 0111 0001 
P/Exe Adr || 0000 | FFFF || xxxx xxxx xxxx XXxXx 
P/Exe Dta || 0000 | FFFF || xxxx xxxx xxxx XXxx 


If you enable the filter now, the XDS522A would filter all the data writes and 
display them in the TRACE window. However, you want to filter for all the 
data writes that have odd program or execution addresses. 


Filtering 


4) Setup the filter for odd program or execution addresses. 
a) Inthe P/Exe Adr row, place the cursor in the Pattern column. 


b) Toggle the least significant bit (LSB) to 1. The State and Mask columns 
automatically update. The Filter config dialog box should look like this: 


Filter config < Disable > < Enable > <Cancel> 
| State | Mask || MSB Pattern LSB 

Control || 0071 | 0000 || 0000 0000 0111 0001 

P/Exe Adr || 0001 | FFFE || xxxx xxxx xxxx xxx1 

P/Exe Dta || 0000 | FFFF || xxxx xxxx xxxx XXxXx 


If the LSB is set to 1, this turns on the 1s place in the binary pattern. 
This ensures that only odd values are retained in the filter. If you 
wanted to retain only even addresses, you would set the LSB to 0. 


5) Click the Enable button. This dismisses the Filter config dialog box and 
applies the filter to the trace samples in the TRACE window. 


All the data writes that have odd program or execution addresses are 
displayed in the TRACE window. 


If your sample is not in the trace buffer, this message appears in the 
COMMAND window: 


Trace entry not found 
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Disabling a filter 
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If you want to disable the filter and return all of the samples to the TRACE 
window: 


1) Select Filter from the Trace menu. 


2) Click on Disable. 


Click here 
Filter config < Disable > < Enable > <Cancel> 
| State | Mask || MSB Pattern LSB 
Control || 0000 | FrFF || xxxx xxxx xxxx XxXxx 
P/Exe Adr || 206A | 0000 || 0010 0000 0110 1010 
P/Exe Dta || 0000 | FFFF || xxxx xxxx xxxx xxxx 


This dismisses the Filter config dialog box; the TRACE window displays all of 
the samples again. 


Even after adisable, the Filter config dialog box retains all the information from 
the last filter. To start a new filter, you must clear out the values from the pre- 
vious filter. To clear the previous filter, be sure the State column is filled with 
Os and the Mask column is filled with Fs. The Pattern column will automatically 
clear when these values are entered in the State and Mask columns. 
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14.2 Searching for a Specific Trace Sample 


The XDS522A emulation system has a search feature that you can use to 
search for specific samples in the TRACE window. 


You can search for: 


1 A cycle type (represented in the Control row of the Search config dialog 
box) 


A program or execution bus address 

A program or execution bus data value 

A data or memory bus address 

A data or memory bus data value 

Readings from any of the 16 external probes 
The high word of the 48-bit timestamp 


The middle word of the 48-bit timestamp 


Oooo oO OUD UO 


The low word of the 48-bit timestamp 


Part Ill 


Viewing Trace Samples 14-11 


Searching for a Specific Trace Sample 


How the Search config dialog box works 


Use the Search option in the Trace menu to display the Search config dialog 
box to search for a specific sample. Figure 14—2 calls out the parts of the 
Search config dialog box. Table 14—2 gives a description of each of the Search 
config dialog box fields. 


Figure 14—2. Search Config Dialog Box 


Direction control 


ate Start buttons ae 
column — index | utton 
a Pattern 
Search config <Srch Up> <Srch Down> \<Cancel> column 


<From Bottom> <From !Top> 


Start Index 


0000 Pattern LSB 
Control XXXX XXXX XXXX XXXX 
P/Exe Adr XXXK XXXX XXXX XXXX 
P/Exe Dta 
D/Mem Adr 
as D/Mem Dta [ 
External 
TimeHigh 
TimeMid 


State Mask 
column — column 
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Table 14-2. Search Config Dialog Box Field Descriptions 


Use this part of 
the dialog box... 


Sample column 


Start index 
State column 
Mask column 
Pattern column 
Direction control 
buttons 
Srch Up 
Srch Downt 
From Bottom+ 
From Topt 


Cancel button 


To... 
Select the type of sample you want to see in the TRACE window 


Enter the number of the sample on which you want the search 
to begin. The default start index is 0000. 


Enter the hexadecimal value of the specific sample that you want 
to see in the TRACE window 


Enter a hexadecimal value to mask bits that do not have to match 

a particular value 

(_.] Enter 1s, Os, or Xs (for don’t care bits to specify a bit pattern 

[| View or change the State and Mask information in binary 
format 


Determine the direction and origin of the search 


Search the trace samples that were collected before the trace 
sample specified in the Start Index field; dismiss dialog box 


Search the trace samples that were collected after the trace 
sample specified in the Start Index field; dismiss dialog box 


Search the trace buffer from the newest samples to the oldest 
samples; dismiss dialog box 


Search the trace buffer from the oldest samples to the newest 
samples; dismiss dialog box 


Clear most recent changes to the filter and return it to the 
previous filter; dismiss the dialog box 


t This option is invalid if the Start Index is 0000. 
+ These options ignore any values entered in the Start Index field 


The State, Mask, and Pattern columns work together to search for a particular 
sample or type of sample. Values entered in any of these columns automatical- 
ly update the values in the other columns. 


You can also set up a search by entering a bit pattern in the Pattern column. 
You can use Xs (for don’t care bits) to mask the bits that you do not want to see. 


You can narrow your search by setting up a combination of the options in the 
Search config dialog box; the rows are logically ANDed. 
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How to search for a specific sample 


Once you have updated the contents of the TRACE window (see Section 13.3 
on page 13-9), you can search the TRACE window for a specific sample: 


1) From the Trace menu, select Search. 


This displays the Search config dialog box, in which you set up specific 
search criteria. 


2) Setup the startindex by typing the hexadecimal value for the sample num- 
ber on which you want your search to begin. (This example will use OOE3 
for the Start Index.) 


This allows you to limit your search when you do not want to find every 
occurrence of asample in the trace buffer. By default, the start index is set 
to 0000. Note that if the Start Index is set to 0000, you cannot search down 
(as there are no samples below 0000). 


Search config < Srch Up > < Srch Down > <Cancel> 


<From Bottom> <From Top> 
Start Index 


0000 


Start Index field 


3) Specify the criteria to search for in the trace buffer. For example, if you 
want to find a sample with a particular symbol address, you would set up 
the Search config dialog box in the following manner: 


a) Click on 0000 in the State column of the address row. This location is 
where you enter the program or execution address of the sample that 
you want to search for. 


Search config < Srch Up > < Srch Down > <Cancel> 


<From Bottom> <From Top> 
Start Index------------------------------------- 


00E3 || state | Mask || MSB Pattern LSB 
| || 
Control || 0000 | FrFF || xxxx xxxx xxxx xxxx 
~======---| |-==---- |------| |-------------------- 
P/Exe Adr || 0000. | FFFF || xxxx xxxx xxXxx XXxXxX 
Click here 


b) Press the key. This displays the Get Symbol Address dialog 
box. 
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c) Inthe Get Symbol Address dialog box, enter the symbol name: 


Get Symbol Address 


Case sensitivity: ()On (*)Of£ 


Symbol: [_call ] 


<<OK>> <Cancel> 


d) Click on OK. This dismisses the Get Symbol Address dialog box. The 
Search config dialog box should look like this: 


Search config < Srch Up > < Srch Down > <Cancel> 


<From Bottom> <From Top> 
Start Index——- errr nnn 


00E3 || State | Mask || MSB Pattern LSB 
| | | 
Control || 0000 | FFFF || XXXX XXXX XXXX XXXX 
es | ee | ------| | -------------------- 
P/Exe Adr || 205A | 0000 || 0010 0000 0101 1010 
| 


The Mask column of the P/Exe Adr row is filled with zeros. You can use 
the Mask column to mask specific bits. By masking bits, you tell the 
system to ignore those bits when it searches for a bit pattern. 


The XDS522A compares the values in the State and Mask columns. 
The zeros in the Mask column tell the XDS522A not to mask any of 
the digits in the State column. 


4) Select the appropriate search direction button. 
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Select Srch Up or Srch Down if you want to search the samples before or 
after the sample number in the Start Index. The From Bottom and From 
Top buttons search the entire trace buffer regardless of the Start Index. 
Note that these buttons ignore any value entered in the Start Index. 


When you select a search direction button, the Search config dialog box is dis- 
missed and the sample or samples you are searching for appears at the top 
of the TRACE window. 


If your sample is not in the trace buffer or not in the direction in which you are 
searching, this message appears in the COMMAND window: 


Trace entry not found 


Viewing Trace Samples 14-15 


Part Ill 


Using the Timestamp to Gather Timing Information 


14.3 Using the Timestamp to Gather Timing Information 


The XDS522A allows you to gather timing information to determine when a 
trace sample is collected, when one sample is collected in relation to another 
sample, how long it takes a loop to execute, etc. 


The XDS522A uses the base cycle clock to generate a timestamp. The base 
clock determines how many cycles per second the CPU processes (assuming 
the CPU is not in power-down mode). 


Displaying the timestamp in the TRACE window 
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You have many alternatives in setting up the timestamp display in the TRACE 
window. For example, you can display the timestamp in hours, minutes, se- 
conds, milliseconds, or microseconds. 


Follow these instructions to configure your timestamp for display: 


1) Select Config from the Trace menu. This displays the Trace configuration 
dialog box: 


Trace configuration 


[X]Cycle 
[X] Type (*)Hex (1) ( 
[X]Mnemonic (*) Long (+) ( ) Short (-) ( )minutes 
[X] External (*)Hex (3) ( )Bin (4) ( ) seconds 
[X]P/Exe Adrs (*)Hex (5) ( )Bin (6) ( )milliseconds 
( 
( 
( 


Time format: 
)Bin (2) ( )hours 


[X]P/Exe Data (*)Hex (7) )Bin (8) (*)microseconds 
[X]D/Mem Adrs (*)Hex (9) )Bin (0) Timestamp: 
[X]D/Mem Data (*)Hex (F) )Bin (W) (*) Absolute 
[X]Disasm ( )Relative 
[X]Timestamp ( ) Time (G) (*) Count (2) ( )Delta 


Disasm Len:[34..... ] Clock Period (ns):[50.0..... J 


<<OK>> <Cancel> 


2) Because the TRACE window cannot display all of the information that you 
can set up at one time, you must limit the display when you use the time- 
stamp option by deselecting any options that you will not be using. If you 
do not limit the display, the timestamp will not appear in your TRACE win- 
dow. 


3) Besure the Timestamp option is selected. 


4) Select one of the following options: 
Time Displays units of time 
Count Displays the number of clock cycles 
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5) If you chose Time in step 4, you need to choose the format in which you 
want the time displayed—hours, minutes, seconds, milliseconds, or 
microseconds. 


6) Select a display mode for your timestamp: 
Absolute Shows the time relative to the first sample that you col- 


lected 

Relative Shows the time relative to a sample that you select by 
clicking on that sample in the TRACE window 

Delta Shows the time relative to the previous sample in the 
TRACE window 


7) Click on OK. This dismisses the Trace configuration dialog box. 


Notice that the column headings in your TRACE window have automatically 
been updated with your new configuration: 


Timestamp column heading 


TRACE 
| eae: EAdr EDta MAdr MDta_ Label Timestamp 


You can change any of the timestamp options and view the updated results in 
the TRACE window without having to rerun the program. 
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Toggling through the timestamp display modes 


You can quickly change your display mode by toggling through the three dis- 
play modes (Absolute, Relative, and Delta). To toggle through the display 
modes, click on the Time menu button or press GD. 


The mode that you see first depends on the configuration of the timestamp in 
the Trace configuration dialog box. For example, if the timestamp configura- 
tion is set to Absolute, toggling the display mode changes the timestamp to 
Relative, then Delta, then back to Absolute again: 


Absolute 


( N 


Delta Relative 


ae 4 
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Determining your timestamp display mode 
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Until you become familiar with the three timestamp display modes, you may 
not recognize which mode you are displaying at any given time. If this hap- 
pens, select Config from the Trace menu to display the Trace configuration dia- 
log box. The Timestamp portion of the Trace configuration dialog box displays 
the current mode. 


Trace configuration 


[X]Cycle 
[X] Type (*)Hex (1) ( 
[X]Mnemonic (*) Long (+) ( )Short (-) ( )minutes 
[X] External (*)Hex (3) ( )Bin (4) ( ) seconds 
[X]P/Exe Adrs (*)Hex (5) ( )Bin (6) ( )milliseconds 
( 
( 
( 


Time format: 
)Bin (2) ( )hours 


[X]P/Exe Data (*)Hex (7) )Bin (8) (*) microseconds 
[X]D/Mem Adrs (*)Hex (9) )Bin (0) Timestamp: 
[X]D/Mem Data (*)Hex (F) )Bin (W) ( ) Absolute 
[X]Disasm ( )Relative 
[X]Timestamp (*) Time (G) ( )Count (Z) (*) Delta 


Disasm Len:[34..... J Clock Period (ns):[50.0..... J 


<<OK>> <Cancel> 


(04 aT-1 0) (=) am ke) 


Counters 


The BTT software provides you with two 16-bit counters that can be configured 
to interact with other parts of the BTT setup window. 


This chapter explains the operation of the counters, how to clock them using 
various qualifiers, how to use both counters to configure a 32-bit counter, and 
how to configure a counter to behave as a watchdog timer. 


Topic Page 
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15.2 Counting a Specific Number of Events ..................+00005: 15-6 
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15.5 Configuring a 32-Bit Counter ............... 0c cc eee eens 15-12 = 
15.6 Configuring a Counter to Behave as a Watchdog Timer ........ 15-14 5 
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15.1 How the Counters Work 


The XDS522A emulation system provides you with two 16-bit counters, 
Counter 1 and Counter 2. Having two counters offers you the convenience of 
setting up the system several ways: you can use one counter at a time, both 
counters at once, or one counter’s output as input for the other counter. 


How you control the counters 


You can use the counters to count clock cycles, events, and other BTT func- 
tions. Youcan also define a 32-bit counter by configuring the zero output of one 
counter as an input to the other. Table 15—1 describes how the counters work. 
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Table 15—1. How You Can Control the Counters 


You can control... 


What they count 


When they start 


Their initial values 


When they stop 


When they reload 


What happens next 


By specifying... 


HUOOO YOUU YOUU OO OOOO YOUU 


Clock cycles 

Events 

How many times a sequence completes 
How many times the other counter reaches 0 


Immediate 

Event A, B, C, or D 

When the other counter reaches 0 
When the specified sequence completes 


The default initial value of OxFFFF 
A value you enter in the Initial value field 


Event A, B, C, or D 
When the other counter reaches 0 
When the specified sequence completes 


Event A, B, C, or D 
When the other counter reaches 0 
When the specified sequence completes 


Advance to the next sequence level 

Decrement, start, stop, or reload the other counter 
Start, stop, or disable tracing 

Generate a hardware breakpoint 

Generate a trigger pulse 
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Precedence of counter inputs 


If inputs to the counters occur in the same clock cycle, the order of precedence 
is as follows: 


1) Start 
2) Reload 
3) Clock 
4) Stop 


What the counter fields do 


Each of the two 16-bit counters has nine fields that allow you to control the op- 
eration of the counters and how the counters interact with other parts of the 
BTT setup window. Figure 15-1 labels each counter field. For a description of 
each field see Table 15-2. 


Figure 15—1. Counter Fields in the COUNTER Box 
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Current value __| 


Reload 
(manual) 


Initial value ~ | 


SnglOFF/ 
SnglON 


SnglOFF = #£=Zero---->||-|-|--|-|-|-|--|-I- 
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Table 15-2. Counter Box Field Descriptions 


S 


If you want to... Use this field 


Set up what you want to count Clk Count clock cycles 

Count any of Events A-D 

Count the number of times the other 
counter decrements to 0 


Count completed sequences 


Start the counter Strt Start Immediate 

Start on any of Events A-D 

Start when the other counter 
decrements to 0 


Start when the sequence completes 


Stop the counter Stop Stop on any of Events A-D 
Stop when the’ other counter 
decrements to 0 


Stop when the sequence completes 


Reload the counter with its initial value Reld 
when an event or other condition occurs 


Reload on any of Events A-D 

Reload when the other counter 
decrements to 0 

[.] Reload when the sequence completes 


OO UO OO oO OOO oO OOO 


Manually reload the counter with its initial Reload Reload the counter with its initial value after 
value the program has stopped running 
= 
See the current value of the counter FFFF t 
(current value) Pg 
Set up whether or not the counter SnglON/SnglOFF [j Decrement to 0 once (SnglON) 
decrements multiple times [J] Decrement to O multiple times 
(SnglOFF) 
Set up an initial value for the counter FFFF Count a specific number of: 
(initial value) [| Clock cycles 
(J Events 
[j} Times the other counter decrements 
to 0 
J Sequence completions 
Set up an output action for the counter Zero [.] Advance to the next sequence level 
(| Decrement, start, stop, or reload the 
other counter 
Jj Start, stop, or disable tracing 
[| Generate a hardware breakpoint 
J Generate a trigger pulse 
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15.2 Counting a Specific Number of Events 


You can use the counters to count a specific number of occurrences of one 
event. Perhaps you want to count a specific number of occurrences of Event 
A, then stop tracing to look at that part of your program. 


1) Setup Event A and any other events you plan to monitor. For information 
on setting up events, see Chapter 12, Defining Events. 


2) Setup Counter 1 to be clocked by Event A by clicking on the intersection 
of Clk and A. 


3) Setup your start event in the COUNTER 1 box by clicking on the intersec- 
tion of Strt and any of the following possible start events: 


_j Immediate 
.j Any of Events A through D 
[1 When the other counter reaches 0 
[i When the specified sequence completes 
4) Setthe initial value for the counter by clicking in the Initial value field. Type 
in the hexadecimal number you want for the initial value. The counter 
begins decrementing from this value. 
pe ea 
Immediate—> -----— Pr tttt tt] 
Pll dt ttl 
BCD 125 
Initial value field cE - 8 =F I-1- 
-|-|--|- |-|-|--|-|- 
-|-|--|- |-|-1--I-|- 
5) Set up Counter 1 as a single-shot counter by toggling the SnglOFF/ 
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SnglON toggle to SnglON: 


Immediate-> —----— | 
Clock Cycle->-—--- 


Clk----< 


SnglOFF/SnglON = 
toggle iz 


SnglON makes the counter a single-shot counter. The counter 
decrements to 0 once, then stops. 


Counting a Specific Number of Events 


6) Set up the counter so that its output causes the BTT to perform some 
action when the counter decrements to zero. For this example, you want 
to stop tracing when you have counted a specific number of occurrences 
of Event A. To stop tracing when the counter decrements to zero, in the 
TRACE box, click on the intersection of Disa and 7. Other possible output 
actions include: 


Starting the second counter 
Advancing the sequencer 

Starting or disabling tracing 
Generating a hardware breakpoint 
Generating a trigger pulse 


OOO 


7) Download the BTT setup window configuration and be sure that the 
XDS522A is enabled. 


8) Start your application. 


In this example, when the start event occurs, the counter begins counting ev- 
ery occurrence of Event A. When the counter counts the desired number of 
occurrences of Event A, its value is 0, which is the condition you defined to dis- 
able tracing. 


ee | 
Note: Counting More Than One Event 


You can count two distinct events by using both counters. Set up Counter 1 
for one event and Counter 2 for the second event. 


| | 
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15.3 Counting Clock Cycles 
You can use the counters to count clock cycles. 


1) Setup Counter 1 to be clocked by clock cycles by clicking on the intersec- 
tion of Clock Cycle and Clk. 


2) Setup your start event in the COUNTER 1 box by clicking on the intersec- 
tion of Strt and any of the following possible start events: 


_) Immediate 

(j Any of Events A through D 

[1 When the other counter reaches 0 

[i When the specified sequence completes 


3) Set the initial value for the counter by clicking in the Initial value field. Type 
in the hexadecimal number you want for the initial value. The counter 
begins decrementing from this value. 


Immediate-> -—-----— | 
Clock Cycle->----|- 
| 


Initial value field ||] FFFF ~~ Strt----<]|-—|-o--|-]-]-]--|-|- 


4) Set up Counter 1 as a single-shot counter by toggling the SnglOFF/ 
SnglON toggle to SnglON: 


Immediate-> -—----— | 
Clock Cycle->---- | 


Clk----< 
FFFF Strt<<<=<< 
Reload Stop----< 
Reld----<||- 
Zero-————>||- 


SnglOFF/SnglON 
toggle 
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Set up the counter so that its output causes the BTT to perform some 
action when the counter decrements to zero. Possible output actions 
include: 


Starting the second counter 
Advancing the sequencer 

Starting, stopping, or disabling tracing 
Generating a hardware breakpoint 
Generating a trigger pulse 


OOO 


Download the BTT setup window configuration and be sure that the 
XDS522A is enabled. 


Start your application. 
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Counting the Number of Times a Sequence Completes 


15.4 Counting the Number of Times a Sequence Completes 


15-10 


The counters can accept input from the sequencer. This allows you to count 
the number of times a sequence completes. To set up the counter to count se- 
quence completions: 


1) 


2) 


3) 


4) 


5) 


6) 


Define the events that you want to use in a sequence. For information on 
defining events, see Chapter 12, Defining Events. 


In the SEQUENCER box, set up the sequence of events you want the 
counter to be clocked by. See Chapter 16, Sequencer, for information on 
how to set up a Sequence. 


In the COUNTER box, set up the counter to be clocked by sequencer 
completions by clicking on the intersection of C/k and S. 


Setup your start eventin the COUNTER box by clicking on the intersection 
of Strt and any of the following possible start events: 


a 
Lj 
Lj 
Lj 


Immediate 

Any of Events A through D 

When the other counter reaches 0 
When the specified sequence completes 


Set the initial value for the counter by clicking in the Initial value field. Type 
in the hexadecimal number you want for the initial value. The counter be- 
gins decrementing from this value. 


Initial value field 


Reld----<||-|-|--|- 
Zero----> 


Set up the counter to use either SingleOff or SingleOn by toggling the 
SnglOFF/SngION toggle. 


SnglOFF/SnglON 
toggle 


Immediate-> —----- | 
Clock Cycle->-—--- 


C1lk----<]|-|-|]--|-|-]-]--]-|- 
FFFF Strt----<||-|-0--|-|-]-]--]-|- 
Reload Stop----<]|-|-|--]-]-|-|[--|-]- 
Reld----<||-|-|--|-|-]-|]--|-|- 
Zero-—-->||-|-]--|-|-|-|--I-I- 


Counting the Number of Times a Sequence Completes 


Set up the counter so that its output causes the BTT to perform some 
action when the counter decrements to zero. Possible output actions 
include: 


Starting the second counter 
Advancing the sequencer 

Starting, stopping, or disabling tracing 
Generating a hardware breakpoint 
Generating a trigger pulse 


OOO 


Download the BTT setup window configuration and be sure that the 
XDS522A is enabled. 


Start your application. 
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Configuring a 32-Bit Counter 


15.5 Configuring a 32-Bit Counter 


You can use the two 16-bit counters together to create one 32-bit counter. By 
using one counter to count the other, you can count FFFF x FFFF clock cycles, 
events, or completed sequences. To set up a 32-bit counter, you must config- 
ure both Counter 1 and Counter 2. 


Setting up COUNTER 1 


To set up Counter 1 as part of a 32-bit counter: 


1) 


2) 


4) 
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Define the events you plan to use with the counters. For information on 
setting up events, see Chapter 12, Defining Events. 


Set up Counter 1 to clock any of: 


J) Clock cycles 
Li Events A-D 
1 Completed sequences 


Click on the intersection of C/k and any of the above qualifiers. 


Set up your start condition for Counter 1 by clicking on the intersection of 
Strt and any of the following possible start events: 


_j Immediate 
(J Any of Events A through D 
1 When the specified sequence completes 


Set up the initial value for Counter 1 to FFFF. 


Immediate-> —----— 
Clock Cycle->-—--- 
COUNTER 1 


Clk----< 
Initial value field FFFF Strt----< 
Reload Stop----< 

FFFF Reld----<||- 
Sngl1lOFF Zero--—-> ||- 


Configuring a 32-Bit Counter 


5) Set up Counter 1 as a continuously running counter by toggling the 
SnglOFF/SngION toggle to SnglOFF: 


Immediate-> ------ | 

Clock Cycle->---— 
COUNTER 1 
FFFF ~~ Strt----<}|-|-o--|-|-|-]--]-]|- 
Reload Stop----<]|-|-]--|-|]-|-|--]-|- 
FFFF Reld----<||-]-]--]-|-|-]--|]-|- 
SnglOFF Zero-——-—>]||-|-|--|]-|-|-|--|I-I- 


SnglOFF/SnglON 
toggle 


Setting up COUNTER 2 
To set up Counter 2 as part of a 32-bit counter: 
1) Setup a start event for Counter 2. 


2) Setup Counter 2 to clock on Counter 1 by clicking the intersection of Clk 
and 1. 


Click here 


Clk----< 
Strt----< 


Stop----< 
Reld----< 
Sng1lOFF Zero----> 
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3) Setup the initial value for Counter 2 to FFFF. 


4) Setup Counter 2 so that its output causes the BTT to perform some action 
when the counter decrements to zero. Possible output actions include: 


1) Starting, stopping, or disabling tracing 
[j Advancing the sequencer 

[J Generating a hardware breakpoint 

_} Generating a trigger pulse 


5) Download the BTT setup window configuration and be sure that the 
XDS522A is enabled. 


6) Start your application. 
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Configuring a Counter to Behave as a Watchdog Timer 


15.6 Configuring a Counter to Behave as a Watchdog Timer 


You can use a BTT counter to configure a watchdog timer, which is useful in 
a real-time application to do either of the following: 


(j Ensure that a time-critical deadline is always met 
J] Generate a signal if the processor is not executing the code correctly 


Setting up the debugger 


For the counter to be able to simulate a watchdog timer, the debugger’s on- 
chip analysis module must be set up to recognize and generate hardware 
breakpoints. For more information, see the Setting up the analysis module to 
generate breakpoints subsection on page 3-6. 


Setting up the BTT counter 


To configure either counter to behave as a watchdog timer: 


1) Define the events you plan to “watchdog.” For information on setting up 
events, see Chapter 12, Events. 


2) Setup the counter tobe clocked on clock cycles by clicking on the intersec- 
tion of Clk and Clock Cycle. 


Click here 


3) Setup your start condition as Immediate by clicking on the intersection of 
Sirt and Immediate. 


Click here 
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7) 


8) 
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Set up the reload condition for the watchdog timer. The reload condition 
should be the event you want to “watchdog.” This event can be: 


.j Any of Events A through D 
[1 When the other counter reaches 0 
[1 When the specified sequence completes 


Click on the intersection of Re/d and the reload condition. 


Set up the reset value for the watchdog timer. In the initial value field, enter 
the maximum number of clock cycles that should occur before the reload 
condition occurs. 


Immediate-> —----- | 

Clock Cycle->----|- 
COUNTER 1 | 

Initial value field Clk====< 


FFFF Strt----< 


| 
| 
6 —— a 
| 
[a aoa 
—— Q —— 
| 
———— pp — 
] 
| 
2 
| 
—_———— pp —— 
| 


Reload Stop----<]|-|-]|--|-|-|-|--|- 
FFFF Reld----<]|-|-|--0-|-|-|--|-|- 
SnglOFF Zero----> -| —j--[ oto loicc tc l- 


Set up the counter to generate a hardware breakpoint if it decrements to 
0. In the ACTION box, click on the intersection of Break and 7 or 2 (de- 
pending on which counter you use as the watchdog timer). The breakpoint 
halts the processor. 


If your application does not make it feasible for you to stop the processor, 
you can set a trigger. Click on the intersection of Trigger and 17 or 2. 


Download the BTT setup window configuration and be sure that the 
XDS522A is enabled. 


Start your application. 


If the “watchdog” event does not occur within the count specified, a hardware 
breakpoint (or trigger pulse) occurs. 


Counters 15-15 
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Sequencer 


When you want to detect when a series of events occur in a specified order, 
use the sequencer. This chapter describes how you can set up the sequencer 
to detect a series of events and how to use the sequencer output to control 
other parts of the XDS522A emulation system. 
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How the Sequencer Works 


16.1 How the Sequencer Works 
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To set up a sequence of events for the XDS522A to look for, use the 
SEQUENCER box in the BTT setup window: 


SEQUENCER 


| 
| 
| 
| 
| 
| 
2 


The sequencer operates as an 8-level state machine. Up to six inputs are 
ORed to determine whether the sequencer should advance to the next level: 


a a ra a ae ian set Tay, a eee a 
SEQUENCER 


Inputs. 


Levels 


A sequence can be defined with any of these qualifiers: 


[J One or more events (A, B, C, or D) 
[J One or both counters equal 0 


You specify the sequence by assigning a level to each input. The first input in 
the sequence is Level 1, the second is Level 2, and so on. The system starts 
by searching for the qualifier that you have set up at Level 1—your Level-1 
event. Then, it searches for your Level-2 event. The system continues search- 
ing until all of the levels that you have defined have been detected. Then, the 
system begins searching for the Level-1 event again. 


When the sequence is detected, you can do any of the following: 


Start, stop, decrement, or reload a counter 
Start, stop, or disable tracing 

Generate a hardware breakpoint 
Generate a trigger pulse 


UOOUOU 


Detecting a Sequence 


16.2 Detecting a Sequence 


Use the sequencer to detect when qualifiers occur in a specified order. These 
qualifiers can be an occurrence of Event A, B, C or Dor when one of the count- 
ers equals 0. 


Setting up a sequence 


To set up a sequence, start by defining the qualifiers that you want to use in 
the sequence. Then, set up the sequencer to look for the qualifiers in the order 
that you specify. For example, to set up the system to look for Event A, followed 
by Event B, followed by Counter 1 = 0, do the following: 


1) Set up Event A as the first event in the sequence, the Level-1 event, by 
clicking on the intersection of EvtA and 1. 


Click here 


A sequence connection symbol (>) appears at the intersection. 


2) Setup Event B as the second event in the sequence by clicking on the in- 
tersection of EviB and 2. 


3) Setup Counter 1 = 0 as the third event in the sequence by clicking on the 
intersection of Cnt? and 3. 


If you accidentally click on an intersection twice, a reset connection symbol (R) 
appears. If this happens, click on the intersection two more times to replace 
the reset connection symbol with the sequence connection symbol. (For more 
information about the reset connection symbol, see Section 16.4.) 


1stclick=> <+——\ 


| 


2nd click =R 


| 


3rd click = cleared 
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Detecting a Sequence 


In this example, the SEQUENCER box would be set up like this: 


This setup tells the system to do the following: 


1) Look for the Level-1 event (Event A). 
2) Look for the Level-2 event (Event B). 
3) Look for the Level-3 event (Counter 1 = 0). 


After Counter 1 decrements to 0, the sequence is detected. 


Te 
Note: Intervening Events are Ignored 


The sequencer searches for a particular sequence of events without regard 
to what happens between the defined events. In this example, if the count- 
er decrements to 0 after Event A and before Event B, that occurrence of the 
counter decrementing to 0 is ignored. The system waits until Event B occurs 


before it looks for the counter to decrement to 0. 
SS 


Using the same event more than once in a sequence 
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You can configure the sequencer to look for the same event at different levels. 
For example, you could set up the following sequence: Event A, followed by 
Event A, followed by Event B. Your SEQUENCER box would look like this: 


a eS 
SEQUENCER 


The system would look for two occurrences of Event A followed by one occur- 
rence of Event B. 


Detecting a Sequence 


Setting up the sequencer to look for either of two events 


Because the sequencer inputs are ORed, you can set up two events on the 
same level; the sequencer looks for one event or the other. For example, if you 
want to look for Event A or Event D followed by Event B, you would set up your 
SEQUENCER box like this: 


First, the system would look for Event A or Event D. Then, it would look for 
Event B. 
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After the Sequence Is Detected 


16.3 After the Sequence Is Detected 
When the sequence is detected, you can do any of the following: 


(1 Decrement, start, stop, or reload a counter 
[J Start, stop, or disable tracing 

J Generate a hardware breakpoint 

.) Generate a trigger pulse 


To set up the completion of the sequence to do any of these things, use the 
S column in the BTT window: 


S column 


COUNTER 1 


FFFF 
Reload 
FFFF 
SnglOFF 
COUNTER 2 


FFFF 
Reload 
FFFF 


SnglOFF 


Zero---——>| 
TrcFull----> 


Download 


For example, to disable tracing when the sequencer has detected the defined 
sequence, click on the intersection of Disa and S: 


Click here 


Zero----> 
TrcFull----> 


Download Enabled 


A connection symbol (0) appears at the intersection. 
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Resetting the Sequencer 


16.4 Resetting the Sequencer 


Any input (Event A, B, C, D or when one of the counters equals 0) can reset 
the sequencer. Resetting the sequencer means that the sequencer returns to 
Level 1 and begins monitoring events from that level. 


For example, you want to set up the system to look for Event A, followed by 
Event B. If Event A occurs a second time before Event B occurs, you want to 
tell the system to start the sequencer over again. This is how you would set 
up the system to detect that series of events: 


1) Setup Event A as the Level-1 event. 
2) Setup Event B as the Level-2 event. 


3) Even though you have already set up Event A as the Level-1 event, you 
can also set it up as the reset event by double-clicking on the intersection 
of EviA and 2. 


Double-click here 


A reset connection symbol (R) appears at the intersection of EvtA and 2. 
This setup tells the system to do the following: 
1) Look for the Level-1 event. 


2) Look for the Level-2 event. If the reset event occurs before the Level-2 
event, start looking for the Level-1 event again. 


Figure 16-1 illustrates how this setup works. 
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Resetting the Sequencer 


Figure 16—1. Sequencer Reset Operation 


f 
No 
¢ 
Yes 
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Sequence is detected = TRUE 


The precedence of sequencer inputs 


lf the reset event occurs at the same time as the event that advances the 
sequence, the latter has priority. 
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Starting Trace During a Specified Sequencer Level 


16.5 Starting Trace During a Specified Sequencer Level 


The sequencer includes a trace start qualifier (TSQ). Use the TSQ to set up 
a condition that allows trace to start only during specified sequencer levels. 


SEQUENCER 


Trace start 
qualifier 


By default, TSQ is enabled for all levels of the sequencer. As a result, trace can 
start at any level. The TSQ works in conjunction with the sequencer to add 
additional trace control. Use the TSQ when you want tracing to start only dur- 
ing specified sequencer levels. For example, you might want to start tracing 
on Event C, but only when Event C occurs between Events A and B: 


1) Setup Event A as the Level-1 event. 
2) Setup Event B as the Level-2 event. 


3) Setup the TSQ on Level 2 by clicking on the intersection of 1 and TSQ: 


Sa ce a ae ag nnn 
SEQUENCER 
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Click here 


a ae 
Lvl: 1 2 3 4 5 6 7 8->||------|-|-|-|--| 
TSQ: | | 


4) Inthe TRACE box, set up tracing to start on Event C. That makes Event 
C the TSQ event. 


Sequencer 16-9 


Part Ill 


Starting Trace During a Specified Sequencer Level 


This setup tells the system to do the following: 
1) Look for the Level-1 event (Event A). 


2) Look for the Level-2 event (Event B). If the TSQ event, Event C, occurs 
between the Level-1 event and the Level-2 event, start tracing on Event C. 


Figure 16-2 illustrates how this setup works. 


Figure 16-2. TSQ Operation 
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Sequencer Level 1 


Start trace 


¢ Sequence is detected = TRUE 


Chapter 17 


Breakpoints and Triggers 


The XDS522A allows you to monitor activities of the CPU. When a specified 
event occurs, the XDS522A can generate a hardware breakpoint or generate 
a trigger pulse. You use the ACTION box in the BTT setup window to tell the 
XDS522A when you want to generate a hardware breakpoint or trigger pulse. 
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Hardware Breakpoints 


17.1 Hardware Breakpoints 


The BTT software allows you to define when the XDS522A will generate a 
hardware breakpoint. The XDS522A monitors events as they occur in real 
time; when a specified event occurs, the XDS522A can force a breakpoint on 
the EMUO pin of the target device. 


You can generate a breakpoint with one or more of these conditions: 


OOO 


When the trace buffer is full 

When event A, B, C, or D occurs 
When a counter reaches zero 

When a sequence of events completes 


Generating a hardware breakpoint 
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The ACTION box of the BTT setup window allows you to specify what the 
XDS522A should do on detection of a certain set of conditions. You use the 
ACTION box to direct the XDS522A to generate a hardware breakpoint. 


To generate a hardware breakpoint, do the following: 


1) 


Unless you want to generate a breakpoint when the trace buffer is full, de- 
fine the event that you want to use to generate the hardware breakpoint. 
Your event can be: 


(] Any of Events A through D 
Lj Acounter reaches 0 
[J Asequence completion 


Set up the ACTION box to generate a hardware breakpoint by clicking on 
the intersection of Break and the condition that you want to monitor: 


-- Click on one of 
the intersections 
in this line 


Download Enabled 


Hardware Breakpoints 


For example, to generate a hardware breakpoint when the trace buffer is 
full, click on the intersection of Break and TrcFull: 


Trigger-——-— 


Download Enabled 


If you click on more than one intersection in the Break line, the conditions 
are logically ORed. 


3) Download the XDS522A configuration and be sure that the XDS522A is 
enabled. 


4) Setup the debugger’s on-chip analysis module to recognize and generate 
hardware breakpoints. For information about setting up the analysis mod- 
ule, see the TMS320C2xx C Source Debugger User's Guide. 


5) Start your application. 


a a a a a a | | 
Note: Latency Associated With Hardware Breakpoints 


Because of the BTT pipeline architecture and the inherent delays of the 
EMUO line on the target device, a latency of approximately eight bus clock 
cycles is associated with a hardware breakpoint generated by the XDS522A. 
The number of clock cycles associated with the latency depends on the type 


of the event that signals a breakpoint. 
| | 
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Triggers 


17.2 Triggers 


The trigger functionality of the XDS522A is useful for synchronizing oscillo- 
scopes or other test equipment. You have two options for generating trigger 
pulses: 


(1 You can generate a high-to-low trigger pulse on the BNC connector: 


m When Event A, B, C, or D occurs 
m When acounter reaches zero 
m When a sequence of events completes 


The XDS522A holds this pulse active for at least one bus cycle. The BNC 
connector, shown in Figure 17—1 (a), generates this pulse only if you mark 
one or more trigger intersections in the ACTION box of the BTT setup 
window. 


[Lj You can generate an individual trigger pulse (low-to-high) on a trigger- 
connector pin: 


m When Event A, B, C, or D occurs 
m When acounter reaches zero 
m When a sequence of events completes 


Each of these trigger outputs is assigned to a trigger-connector pin on the 
front of the XDS522A chassis. These pulses are always generated on the 
trigger-connector, regardless of what you mark in the ACTION box of the 
BTT setup window. 


Figure 17—1 (b) shows the location of the trigger connector on the front of 
the XDS522A chassis and the arrangement of the triggers. 


Figure 17-1. XDS522A Chassis 
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(a) Rear view 


TRIG OUT 


BNC connector 


Triggers 


Figure 17—1.XDS522A Chassis (Continued) 
(b) Front view 


Trigger connector 
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Note: Latency Associated With Triggers 


For time-critical applications, keep in mind that the BTT pipeline architecture 
causes a latency of two bus clock cycles when the XDS522A generates a 
trigger pulse. 


|) 
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Triggers 


Generating a trigger pulse 


The ACTION box of the BTT setup window allows you to specify what the 
XDS522A should do on detection of a certain set of conditions. You use the 
ACTION box to direct the XDS522A to generate a trigger pulse on the BNC 


connector. 


To generate a trigger pulse on the BNC connector, do the following: 


1) Define the event that you want to use to generate the trigger pulse. Your 


event can be: 


(J Any of Events A through D 
(} When a counter reaches 0 
1 When the specified sequence completes 


2) Setup the ACTION box to generate a trigger pulse by clicking on the inter- 
section of Trigger and the condition that you want to monitor: 


Break----< 


Download Enabled 


Trigger----<| — 


Click on one of 
the intersections 
in this line 


For example, to generate a trigger pulse when Event A occurs, click on the 


intersection of Trigger and Event A: 


Download Enabled 


Click here 


If you click on more than one intersection in the Trigger line, the conditions 


are logically ORed. 


3) Download the XDS522A configuration and be sure that the XDS522A is 


enabled. 


4) Start your application. 
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XDS$522A Emulation System Commands 


This appendix describes commands that you can use as alternatives to select- 
ing menu options and using dialog boxes to manage the XDS522A functional- 
ity. You can enter these commands from the BTT software’s COMMAND win- 
dow. You can also include these commands in a batch file that you execute with 
the TAKE command. 
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Defining Your Own Command Strings 


A.1_ Defining YourOwn Command Strings 


A-2 


The BTT software provides a shorthand method of entering often-used com- 
mands or command sequences. This processing is called aliasing. Aliasing 
enables you to define an alias name for the command(s) and then enter the 
alias name as if it were a BTT software command. 


To do this, use the ALIAS command. The syntax for this command is: 


alias [alias name [, “command string’) | 


The primary purpose of the ALIAS command is to associate the alias name 
with the command that you’ve supplied as the command string. However, the 
ALIAS command is versatile and can be used in several ways: 


QO 


Aliasing several commands. The command string can contain more 
than one command—just separate the commands with semicolons. For 
example: 


alias startdb, "trgsend restart;trgsend run” 


Now you could enter STARTDB instead of the TRGSEND commands 
listed within the quotation marks. 


Supplying parameters to the command siring. The command string 
can define parameters that you'll supply later. To do this, use a percent 
sign and anumber (%1) to represent the parameter that will be filled in lat- 
er. The numbers should be consecutive (%1, %2, %3) unless you plan to 
reuse the same parameter value for multiple commands. 


Listing all aliases. To display a list of all the defined aliases, enter the 
ALIAS command with no parameters. The BTT software lists the aliases 
and their definitions in the COMMAND window. 


Finding the definition of an alias. If you know an alias name but are not 
sure of its current definition, enter the ALIAS command with just an alias 
name. The BTT software displays the definition in the COMMAND 
window. 


Nesting alias definitions. You can include a defined alias name in the 
command string of another alias definition. This is especially useful when 
the command string would be longer than the BTT software commandline. 


Redefining an alias. To redefine an alias, reenter the ALIAS command 
with the same alias name and a new command string. 


Defining Your Own Command Strings 


To delete a single alias, use the UNALIAS command: 

unalias alias name 

To delete all aliases, enter the UNALIAS command with an asterisk instead of 
an alias name: 

unalias * 


Note that the * symbol does not work as a wildcard. 


Te 


Notes: Considerations When Using Alias Definitions 


1) Alias definitions are lost when you exit the BTT software. If you want to 
reuse aliases, define them in a batch file. You can execute that batch file 
with the TAKE command (for more information, see Section A.2) 


2) Individual commands within a command string are limited to an expand- 
ed length of 132 characters. The expanded length of the command 
includes the length of any substituted parameter values. 


eee eee ss) 


The aliasing feature for the BTT software is the same as that for the debugger. 
For more information about aliasing, see the TMS320C2xx C Source Debug- 
ger User’s Guide. 
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Creating a Batch File 


A.2 Creating a Batch File 


When you invoke the BTT software, the software looks for an initialization 
batch file. That file contains special memory-mapping commands and other 
initialization commands that the BTT software needs to work properly. 


You can create your own batch file for commands that you want to enter at one 
time. A batch file is useful for tasks such as defining aliases that you want to 
reuse, setting up your screen configuration, invoking the debugger, loading the 
symbol table, or any other task that you want to do each time you invoke the 
BTT software. 


Example A-1 shows a sample batch file that you can create. You can create 
the batch file in any text editor (such as the Windows NotePad). 


Example A—1. Sample Batch File for Use With the BTT Software 


echo Starting debugger 
trgexe emu2xxwm.exe sample -n CPU_TRG -t se_init.cmd -b -@ 


echo Loading screen configuration 
sconfig myconfig.cfg 


echo Defining aliases 

alias startdebug, "“trgexe emu2xxwm.exe sample -n CPU_TRG -t se_init.cmd -b -@” 
alias restdb, "trgsend restart” 

alias rundb, "trgsend run” 


echo Loading symbol table 
trgload sample.out,n 


Once you create a batch file, you can execute it by entering the following from 
the BTT software’s COMMAND window: 


take baich filename 


The BTT software reads and executes the commands in the batch filename. 


Echoing strings in a batch file 


When executing a batch file, you can display a string to the COMMAND win- 
dow by including the ECHO command in your batch file. The syntax for the 
command is: 


echo string 
This displays the string in the display area of the COMMAND window. 


For example, you might want to document what is happening during the 
execution of a certain batch file. To do this, you could use a line such as the 
following in your batch file to indicate that you are invoking the debugger: 


echo Invoking the debugger 
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Creating a Batch File 


(Notice that the string is not enclosed in quotes.) 


When you execute the batch file, the following message appears: 
Tavoking the debugger 


Any leading blanks in your string are removed when the ECHO command is 
executed. 


Controlling command execution in a batch file 


In batch files, you can control the flow of XDS522A commands. You can 
choose to execute XDS522A commands conditionally or set up a looping situ- 
ation by using IF/ELSE/ENDIF or LOOP/ENDLOOP., respectively. 


(1 To execute XDS522A commands conditionally in a batch file, use the 
IF/ELSE/ENDIF commands. The syntax is: 


if Boolean expression 
commands 

[else 

commands] 

endif 


(1 To set up a looping situation to execute XDS522A commands in a batch 
file, use the LOOP/ENDLOOP commands. The syntax is: 


loop expression 
commands 
endloop 


These looping commands evaluate as follows: 


m If you use an expression that is not Boolean, the XDS522A evaluates 
the expression as a loop count. 


m lf you use a Boolean expression, the XDS522A executes the 
command repeatedly as long as the expression is true. 


The IF/ELSE/ENDIF and LOOP/ENDLOOP commands work with the follow- 
ing conditions: 


[1 You can use conditional and looping commands only in a batch file. 
(J You must enter each XDS522A command on a separate line in the file. 
[i You can’t nest conditional and looping commands within the same file. 
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Functional List of Commands 


A.3 Functional List of Commands 


This section lists the tasks that you can perform from the COMMAND window 
along with the command and a page reference where you can find the syntax 
and a description. The commands are not case sensitive. 


Function Command Page 
Clear the BTT setup window bclear A-8 
Conditionally execute XDS522A commands in a_ if/else/endif A-15 
batch file (valid only in a batch file) 

Configure the filter for the TRACE window cfgfilter A-11 
Configure the search in the TRACE window cfgsearch A-12 
Configure the TRACE window cfgtrace A-13 
Define a custom command string alias A-8 
Delete an alias definition unalias A-22 
Disable the XDS522A operation bdisable A-8 
Display a string to the COMMAND window while echo A-14 
executing a batch file (valid only in a batch file) 

Display the newest trace samples peek A-17 
Download the configuration to the XDS522A bdownload A-9 
Enable the XDS522A operation benable A-9 
Execute a batch file take A-18 
Exit the BTT software quit A-17 
Filter the TRACE window tracefilter A-19 
Force a reload of the firmware load A-15 
Invoke the debugger from the BTT software trgexe A-20 
Load a saved screen configuration sconfig A-17 
Load a saved TRACE window configuration tracecfgload A-18 
Load an XDS522A configuration from a file bload A-9 
Load the target code symbol table trgload A-20 
Loop XDS522A commands in a batch file (valid only loop/endloop A-16 


in a batch file) 
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Function 


Make a window active 
Move the active window 


Record the information shown in the display area of 
the COMMAND window 


Reload the firmware 

Run the target/wait for the debug mode 

Save the contents of the TRACE window to a file 
Save the current screen configuration to a file 

Save the current TRACE window configuration to a file 
Save the current XDS522A configuration to a file 
Search the TRACE window 

Send a command to the debugger 

Set the test options 

Set the tracing mode (flush or accumulate) 


Single-step through the target application and wait for 


the debug mode 


Size the active window 
Stop executing the target application 
Update the contents of the TRACE window 


Zoom the active window 


Functional List of Commands 


Command 
win 
move 


dlog 


bttload 
trgrunwait 
tracesave 
ssave 
tracecfgsave 
bsave 
tracesearch 
trgsend 
bttoptions 
traceflush 


trgstepwait 


size 
trgstop 
traceupdate 


zoom 
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Page 
A-22 
A-16 
A-14 


A-9 

A-21 
A-19 
A-18 
A-18 
A-9 

A-20 
A-21 
A-10 
A-19 
A-21 


A-17 
A-22 
A-20 
A-22 
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alias, bclear, bdisable Alphabetical List of Commands 


A.4 Alphabetical List of Commands 


Syntax 
Menu selection 


Description 


Syntax 
Menu selection 


Description 


Joye | k¥- 10) (=) 


Syntax 
Menu selection 


Description 
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Define Custom Command String 


alias [alias name [, *>command string’’]] 
none 


Use the ALIAS command to define customized command strings. You can 
associate one or more BTT software commands with a single alias name. 
Include as many commands in the command string as you like, as long you 
separate them with semicolons and enclose the entire string of commands in 
quotation marks. You can also identify command parameters by a percent sign 
followed by a number (%1, %2, etc.). The total number of characters for an in- 
dividual command (expanded to include parameter values) is limited to 132. 


Previously defined alias names can be included as part of the definition for a 
new alias. 


To find the current definition of an alias, enter the ALIAS command with the 
alias name only. To see a list of all defined aliases, enter the ALIAS command 
with no parameters. 


Clear BTT Setup Window 


bclear 
BT T—>Clear 


Use the BCLEAR command to clear the contents of the BTT setup window. 
This allows you to define a new configuration. 


Disable XDS522A Operation 


bdisable 
BTT—Disable 


Use the BDISABLE command to temporarily disable the operation of the 
XDS522A. You can also perform this task by clicking on the Enabled button 
at the bottom of the BTT setup window. 


Alphabetical List of Commands bdownload, benable, bload, bsave, bttload 


lexeCe) Tal kor=(o| 


Syntax 
Menu selection 


Description 


Syntax 
Menu selection 


Description 


Syntax 
Menu selection 


Description 


bsave 


Syntax 
Menu selection 


Description 


leyaitey-ve| 


Syntax 
Menu selection 


Description 


Download Configuration to XDS522A 


bdownload 
BTT—»Download 


Use the BDOWNLOAD command to download a configuration to the 
XDS522A. You can also perform this task by clicking on the Download button 
at the bottom of the BTT setup window. 


Enable XDS522A Operation 


benable 
BTT—Enable 


Use the BENABLE command to enable the operation of the XDS522A. You 
can also perform this task by clicking on the Disabled button at the bottom of 
the BTT setup window. 


Load XDS522A Configuration 


bload filename 
BTT—Load 


Use the BLOAD command to load an XDS522A configuration from a file. The 
configuration is one that you previously defined in the BTT setup window and 
saved with the BSAVE command. 


Save XDS522A Configuration 


bsave filename 
BTT—Save 


Use the BSAVE command to save XDS522A the configuration in the BTT set- 
up window to a file. 


Reload Firmware 


bttload filename 
none 


Use the BTTLOAD command to reload the firmware. When you enter 
BTTLOAD, the XDS522A reloads the firmware, after checking to see if the 
firmware is already loaded. Use this command after you have confirmed that 
the firmware is not operating correctly. 
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bttoptions Alphabetical List of Commands 


bttoptions Set Test Options 


Syntax bttoptions value 
Menu selection none 
Description Use the BTTOPTIONS command to set the test options. You supply a hexa- 


decimal value that toggles the default setting of a particular test option. The 
test options and settings are listed here: 


Use this value 


Default to toggle the 
Test Option Seiting default setting 
Represent inactive cycle values as “....’ in the ON 0x1 
TRACE window 
Display error log on the screen OFF 0x2 
Display firmware interface messages OFF 0x4 
Allow debugging firmware code (halt interface) OFF 0x8 
Disable display of trace buffer address ON 0x10 


For example, if you wanted to display your error log on the screen, you would 
enter: 


bttoptions 0x2 


You can change the default value of more than one test option. To do so, enter 
the sum of the values for each option. For example, if you wanted to display 
firmware interface messages (0x0004) and turn off the display of inactive cycle 
values in the TRACE window (0x0001), you would enter the command with the 
value 0x0005: 


bttoptions 0x5 
To revert to the default settings for all test options, use 0 as the value: 


bttoptions 0 
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Syntax 
Menu selection 


Description 


Alphabetical List of Commands _ Cfgfilter 


Configure Filter for TRACE Window 


cfgfilter option, state, mask 
Trace—Filter 


Use the CFGFILTER command to define a filter for the data in the TRACE win- 
dow. After you enter this command with the state and mask values for each 
option that you want to use in the filter (each specified with a hexadecimal val- 
ue), you must enter the TRACEFILTER command to enable the filter that you 
have defined. 


The following valid values for the option parameter are listed next to the corre- 
sponding field in the Filter config dialog box. 


Filter config < Disable > < Enable > <Cancel> 


MSB Pattern 
control XXXX XXXX 


progaddr 
progdata 
dataaddr 
datadata 
external 
timehigh 
timemid 


timelow 
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cfgsearch Alphabetical List of Commands 


Syntax 
Menu selection 


Description 


Configure Search in TRACE Window 


cfgsearch option, state, mask 
Trace—Search 


Use the CFGSEARCH command to search the TRACE window for specific 
samples. After you enter the starting index and the state and mask for each 
option that you want to use in the search, you must enter the TRACESEARCH 
command. 


The valid entries for the option parameter are listed below next to the corre- 
sponding field in the Search config dialog box. 


Search config < Srch Up > < Srch Down > <Cancel> 
startindex 
0000 

control Control 
progaddr P/Exe Adr 
progdata P/Exe Dta 
dataaddr D/Mem Adr 
datadata D/Mem Dta 
external External 
timehigh TimeHigh 
timemid TimeMid 
timelow TimeLow 


Alphabetical List of Commands cfgtrace 


Crit: w Configure TRACE Window 


Syntax cfgtrace option, value 
Menu selection Trace—Config 
Description Use the CFGTRACE command to specify which columns of information you 


want to appear in the TRACE window. 


The valid entries for the option and value parameters are listed below. These 
parameters correspond to fields in the Trace configuration dialog box. 


Option Values Option Value 
cycle s{ Off | on } 

type s{ Off | on | hex | bin } hours son 
mnemonic s{ off | on | short | long } minutes ;on 
external s{ Off | on | hex | bin } seconds ,on 
paddress s{ Off | on | hex | bin } milliseconds __ ,on 
pdata s{ Off | on | hex | bin } microseconds ,on 
daddress s{ Off | on | hex | bin } 

ddata s{ Off | on | hex | bin } absolute son 
disasm s{ Off | on | hex | bin } relative ;on 
timestamp s{ off | on | count | time } delta son 
disasmlen svalue clockperiod sfloat_value 


Trace configuration 


[X] Cycle Time format: 
[X] Type (*)Hex (1) ( )Bin (2) ( )hours 
[X]Mnemonic ( ) Long (+) (*) Short (-) ( )minutes 

[ ]External (*)Hex (3) ( )Bin (4) ( ) seconds 
[X]P/Exe Adrs (*)Hex (5) )Bin (6) ( )milliseconds 
[X]P/Exe Data (*)Hex (7) )Bin (8) (*) microseconds 
[X]D/Mem Adrs (*)Hex (9) )Bin (0) Timestamp: 
[X]D/Mem Data (*)Hex (F) )Bin (W) ( ) Absolute 
[X]Disasm ( )Relative 
[X]Timestamp (*) Time (G) ( )Count (Z) (*)Delta 


Disasm Len:[25..... Clock Period (ns):[50.0..... 


( 
( 
( 
( 


<<OK>> <Cancel> 
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dlog, echo Alphabetical List of Commands 


Syntax 


Menu selection 


Description 


Syntax 
Menu selection 


Description 


Record Display Window 
dlog filename [,{a | w}] 

or 

dlog close 

none 


The DLOG command allows you to record the information displayed in the 
COMMAND window into a log file. 


(j To begin recording the information shown in the display area of the 
COMMAND window, use: 


dlog filename 


Log files can be executed with the TAKE command. When you use DLOG 
to record the information from the display area into a log file called file- 
name, the BTT software automatically precedes all error or progress 
messages and command results with a semicolon to turn them into 
comments. This way, you can easily reexecute the commands in your log 
file by using the TAKE command. 


(1 To end the recording session, enter: 
dlog close 


If necessary, you can write over existing log files or append additional informa- 
tion to existing files. The optional parameters of the DLOG command control 
how existing log files are used: 


(1 Appending to an existing file. Use the a parameter to open an existing 
file to which to append the information in the display area. 


.j] Writing over an existing file. Use the w parameter to open an existing 
file to write over the current contents of the file. Note that this is the default 
action if you specify an existing filename without using either the a or w 
options; you will lose the contents of an existing file if you don’t use the 
append (a) option. 


Echo String to Display Area 


echo _ string 
none 


The ECHO command displays string in the display area of the COMMAND 
window. Any leading blanks in your command string are removed when the 
ECHO command is executed. You can execute the ECHO command only in 
a batch file. 


if/else/endif 


Syntax 


Menu selection 


Description 


Syntax 
Menu selection 


Description 


Alphabetical List of Commands _ if/else/endif, load 


Conditionally Execute XDS522A Commands 


if expression 
commands 
[else 
commands] 
endif 


none 


Use the IF/ELSE/ENDIF commands to execute XDS522A commands condi- 
tionally in a batch file. If the expressionis nonzero, the XDS522A executes the 
commands between the IF andthe ELSE or ENDIF. Note that the ELSE portion 
of the command sequence is optional. 


The conditional commands work with the following provisions: 


[j You can use conditional commands only in a batch file. 
(J You must enter each XDS522A command on a separate line in the file. 
J You can't nest conditional commands within the same batch file. 


Reload Firmware 


load filename 
none 


Use the LOAD command to force a reload of the firmware. Use this command 
after you have confirmed that the firmware is not operating correctly. 
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loop/endloop, move Alphabetical List of Commands 


Coke) odf=Yale | Coxe) e) 


Syntax 


Menu selection 


Description 


move 


Syntax 
Menu selection 


Description 


Loop XDS522A Commands 


loop expression 
commands 
endloop 


none 


Use the LOOP/ENDLOOP commands set up a looping situation in a batch file. 
These looping commands evaluate as follows: 


(] Ifyou use an expression that is not Boolean, the XDS522A evaluates the 
expression as a loop count. 


.) If you use a Boolean expression, the XDS522A executes the command 
repeatedly as long as the expression is true. 


The LOOP/ENDLOOP commands work under the following conditions: 


[J You can use LOOP/ENDLOOP commands only in a batch file. 
[J You must enter each XDS522A command on a separate line in the file. 
[J You can’t nest LOOP/ENDLOOP commands within the same file. 


Move Active Window 


move _ [X position, Y position [, width, length ] | 

none 

Use the MOVE command to move the active window to the specified XY posi- 
tion. If you choose, you can resize the window while you move it (see the SIZE 


command on page A-17 for valid width and length values). You can use the 
MOVE command in one of two ways: 


.j) By supplying a specific X position and Y position 


) By omitting the X position and Y position parameters and using function 
keys to interactively move the window 


You can move a window by defining a new XY position for the window’s upper 
left corner. Valid X and Y positions depend on the screen size and the window 
size. X positions are valid if the X position plus the window width in characters 
is less than or equal to the screen width in characters. Y positions are valid if 
the Y position plus the window height is less than or equal to the screen height 
in lines. 


Syntax 
Menu selection 


Description 


Syntax 
Menu selection 


Description 


Syntax 
Menu selection 


Description 


Syntax 
Menu selection 


Description 


Alphabetical List of Commands peek, quit, sconfig, size 


Display Newest Samples 


peek 
Peek=F9 


Use the PEEK command to take a snapshot of the newest trace samples and 
display them inthe TRACE window. This command is valid only if tracing is on. 


Exit BTT Software 

quit 

File—>Exit 

Use the QUIT command to exit the BTT software. 


Load Screen Configuration 


sconfig filename 
none 


Use the SCONFIG command to restore the display to a specified configura- 
tion. This restores the window positions and window sizes that were saved with 
the SSAVE command into filename. 


Size Active Window 


size [wiath, length | 
none 


Use the SIZE command to change the size of the active window. You can use 
the SIZE command in one of two ways: 


.j By supplying a specific width and length 


[1 By omitting the width and length parameters and using function keys to in- 
teractively resize the window 


Valid values for the width and length depend on the screen size and the win- 
dow position on the screen. If the window is in the upper left corner of the 
screen, the maximum size of the window is the same as the screen size minus 
one line. (The extra line is needed for the menu bar.) For example, if the screen 
size is 80 characters by 25 lines, the largest window size is 80 characters by 
24 lines. 


If a window is in the middle of the display, you can’t size it to the maximum 
height and width—you can size it only to the right and bottom screen borders. 
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ssave, take, tracecfgload, tracecfgsave Alphabetical List of Commands 


SEEMS 


Syntax 
Menu selection 


Description 


Syntax 
Menu selection 


Description 


tracecfgload 


Syntax 
Menu selection 


Description 


tracecfgsave 


Syntax 
Menu selection 


Description 
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Save Screen Configuration 


ssave [filename] 
none 


Use the SSAVE command to save the current screen configuration to a file. 
This saves the window positions and window sizes. If you omit the filename, 
the BTT software names the file init.clr. 


Execute Batch File 


take baich filename 
none 


Use the TAKE command to tell the BTT software to read and execute com- 
mands from a batch file. The batch filename parameter identifies the file that 
contains the commands. If you don’t supply a pathname as part of the file- 
name, the BTT software first looks in the current directory and then searches 
directories named with the D_DIR environment variable. 


Load TRACE Window Configuration 


tracecfgload filename 
none 


Use the TRACECFGLOAD command to load a TRACE window configuration 
that you saved with the TRACECFGSAVE command. 


Save TRACE Window Configuration 


tracecfgsave filename 
none 


Use the TRACECFGSAVE command to save the current TRACE window con- 
figuration. You can use the Trace — Config menu option or or the CFGTRACE 
command to configure your TRACE window and use the TRACECFGSAVE 
command to save that configuration. 


To load a saved configuration, use the TRACECFGLOAD command. 


Syntax 
Menu selection 


Description 


Syntax 
Menu selection 


Description 


tracesave 


Syntax 
Menu selection 


Description 


Alphabetical List of Commands _ tracefilter, traceflush, tracesave 


Filter TRACE Window 


tracefilter { on | off} 
none 


Use the TRACEFILTER command to limit the display in the TRACE window. 
Use this command after you have entered all of the filter parameters that you 
defined with the CFGFILTER command. This command corresponds to the 
Disable and Enable buttons in the Filter config dialog box. 


Set Tracing Mode 


traceflush { on | off } 
ModeFlush 


Use the TRACEFLUSH ON command to flush the trace buffer when tracing 
is on and you want to start collecting new samples (trace flush). Use the 
TRACEFLUSH OFF command to continue accumulating samples in the trace 
buffer (trace accumulate). 


Trace Contents of TRACE Window 


tracesave filename, start, end,{y|n},{y|n} 

TraceSave 

Use the TRACESAVE command to save the current trace samples to a file. 
Lj filename names the file for saving the trace samples. 


_] start indicates the number of the first sample that you want to save. 


Part IV 


[1 end indicates the number of the last sample that you want to save; this 
value must be smaller than the start value. 


1 The first set of { y | n} indicates how you want to save the file: y indicates 
text mode; n indicates binary mode. 


[1 The second set of { y | n } indicates whether you want to append or over- 
write an existing file; y indicates append/overwrite; n indicates overwrite. 
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tracesearch, traceupdate, trgexe, trgload Alphabetical List of Commands 


tracesearch 


Syntax 
Menu selection 


Description 


traceupdate 


Syntax 
Menu selection 


Description 


Syntax 
Menu selection 


Description 


trgload 


Syntax 
Menu selection 


Description 
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Search TRACE Window 


tracesearch { up | down } 
none 


Use the TRACESEARCH command to search the TRACE window for samples 
that you defined with the CFGSEARCH command. This command corre- 
sponds to the Srch up and Srch down buttons in the Search config dialog box. 


Update Contents of TRACE Window 


traceupdate 
Trace—Update 


Use the TRACEUPDATE command to constantly update the TRACE window 
with the newest samples. This command functions as a continuous PEEK 
command when tracing is on. To disable this trace-update function, 
press (ESC). 


Invoke Debugger 


trgexe debugger executable [filename] options —n processor name —@ 
none 


Use the TRGEXE command to invoke the C source debugger; specify all com- 
mand-line options that you normally use to start the application. 


Load Target Code Symbol Table 


trgload filename, { yes | no } 
File—+Target Code 


To ensure the accuracy of the symbolic disassembly in the TRACE window, 
use the TRGLOAD command to load the target code after you reassemble and 
load the application source in the debugger. The yes or no parameter indi- 
cates whether or not you want to append the symbols to the current set. 


If you want to clear the current symbols, enter null as the filename. 


Syntax 
Menu selection 


Description 


Syntax 
Menu selection 


Description 


ee 1) WELL! 


Syntax 
Menu selection 


Description 


Alphabetical List of Commands trgrunwait, trgsend, trgstepwait 


Run Target / Wait for Debug Mode 


trgrunwait 
none 


Use the TRGRUNWAIT command to start the target application and wait until 
the processor finishes running due to a software breakpoint or an analysis 
break event. This command freezes the user interface. To cancel the wait 
mode, press in either the BTT application window or the debugger ap- 
plication window. 


Send Command to Debugger 


trgsend debugger command 
none 


Use the TRGSEND command to send a debugger command to the debugger. 
In order for the debugger to recognize the TRGSEND command, you must in- 
voke the debugger with the -@ command-line option. 


The debugger command that you specify is sent directly to the debugger’s 
command interpreter. Any progress or error messages generated by the de- 
bugger are not shown in the BTT software’s COMMAND window. 


When you use the TRGSEND command, control is immediately returned to 
the command line of the BTT software—the BTT software does not wait for the 
debugger to finish executing the command. 


Single-Step Target Application / Wait for Debug Mode 


trgstepwait 
none 


Use the TRGSTEPWAIT command to single-step through the target applica- 
tion and wait until the processor finishes stepping due to a software breakpoint 
or an analysis break event. This command freezes the user interface. To 
cancel the wait mode, press in the BTT application window. 
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trgstop, unalias, win, Zoom = Alphabetical List of Commands 


Syntax 
Menu selection 


Description 


Syntax 


Menu selection 


Description 


Syntax 
Menu selection 


Description 


Syntax 
Menu selection 


Description 
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Stop Executing Target Application 


trgstop 
none 


Use the TRGSTOP command to send an escape sequence to the processor 
to stop executing the target application. 


Delete Alias Definition 

unalias alias name 

unalias * 

none 

Use the UNALIAS command to delete defined aliases. 


.) Todelete a single alias, enter the UNALIAS command with an alias name. 


_j To delete all aliases, enter an asterisk instead of an alias name. Note that 
the * symbol does not work as a wildcard. 


Make a Window Active 


win WINDOW NAME 
none 


Use the WIN command to make a window active. Note that the WINDOW 
NAME is in uppercase (matching the name exactly as displayed). You can 
spell out the entire window name, but you really need to specify only enough 
letters to identify the window. 


Zoom Active Window 


zoom 
none 


Use the ZOOM command to make the active window as large as possible. To 
“unzoom’” a window, enter the ZOOM command a second time; this returns the 
window to its prezoom size and position. 
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Troubleshooting 


This appendix describes solutions to common problems that users experience 
with the XDS522A emulation system. This appendix also includes a listing of 
the progress and error messages that the BTT software might display in the 
COMMAND window. 


Topic Page 
B.1 Solutions to Common Problems ...............00000e eee eeeeeeee B-2 
B.2 Summary of BTT Software Messages .............2020eeeeeeeeee B-6 
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B.1 Solutions to Common Problems 


This section provides some troubleshooting tips that you can use when work- 
ing with the XDS522A emulation system. Situations are described, followed 
by actions that you can try to work through the problem that you are experien- 
cing. 


XDS522A is not doing what you expect 


Situation 


Try This 


When you run the program, the XDS522A does not do what you expect. You 
can tell that the debugger is working because you are looking at the program in 
the DISASSEMBLY window. You can tell that the BTT software is up because 
all three of its windows are displayed. 


QO 


Check to see if the XDS522A is enabled by looking at the bottom right 
corner of the BTT setup window. If it displays the word Disabled, click on 
the word to enable the XDS522A. Then, download the XDS522A configu- 
ration again and rerun your program. 


If the XDS522A is already enabled, try downloading the XDS522A config- 
uration again. Remember, if the Download button is yellow, the current 
configuration has not been downloaded. 


Events are not being detected 
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Situation 


Try This 


The XDS522A does not seem to detect the event that you defined. 


QO 


QO 


Check to see how you set up the events in the BTT setup window. Some- 
times the problem is just one misplaced connection symbol, so check all of 
your connections. 


A common mistake is mixing up EXEC data and EXEC address in the 
EVENTS box or setting MEM (memory) information when you meantto set 
EXEC information (or vice versa). Check to see how you set up the events 
in the EVENTS box of the BTT setup window. Verify the beginning and 
ending address fields and the mask value, if appropriate. 


Download the XDS522A configuration again. 
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Samples are not being collected 


Situation 


Try This 


O 


The XDS522A is not collecting trace samples when you expect it to do so. 


Be sure that you told the XDS522A to start writing to the trace buffer (by 
enabling Strt in the TRACE box). Then, download the XDS522A configu- 
ration again and rerun your program. 


You might have set up a trace start qualifier (TSQ) condition that is not be- 
ing met. If you do nof want to use a TSQ condition, make sure the entire 
TSQ row in the SEQUENCER box is selected (highlighted). If you want to 
use a TSQ condition, make sure your TSQ condition is valid. 


For more information about TSQ, see Section 16.5, Starting Trace During 
a Specified Sequencer Level, on page 16-9. 


Samples are collected but not displayed 


Situation 


Try This 


Nothing displays in the TRACE window even though the trace status indicator 
(the number in the upper right corner of the BTT application window) has a 
number in it other than zero. 


i) 


Check to see if you set something up in the trace filter by selecting Filter 
from the Trace menu. You might have set up a filter in a previous session 
and forgot to disable it for this session. To disable the filtering feature, use 
the File—Filter command to bring up the Filter config dialog box. Then, 
click on Disable. 


Click on TrcOn=F8 in the menu bar or press the key. When you click 
on TrcOn=F8 or press , the TRACE window updates with the contents 
of the trace buffer. 


Breakpoints are not executing 


Situation 


Try This 


The XDS522A is not generating a hardware breakpoint when you expect it to 
do so. 


Be sure that you have set up the debugger’s analysis module to recognize and 


generate hardware breakpoints. Review the steps on page 3-6 or see the 


TMS320C2xx C Source Debugger User’s Guide. Also, be sure that the analy- 
sis module is enabled. 
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Counter will not stop 


Situation 


Try This 


The counter keeps reloading and does not count down to zero. 


Be sure that the last line of the COUNTER box is set to SnglON. This ensures 
that the counter goes to zero one time and does not restart. If it is set to 
SnglOFF, click on the word SnglOFF to turn on the single-shot counter feature. 
Then, download the XDS522A configuration again and rerun your program. 


For more information about the SnglOFF/SnglON toggle, see Section 10.3, 
Using a Single-Shot Counter, on page 10-10. 


Symbol name is not recognized 


Situation 


Try This 


The XDS522A does not recognize a symbol name that you enter in a dialog 
box. 


Be sure that the symbol-table portion of the object file is loaded into the 
XDS522A. Use the File-Target Code command or the TRGLOAD command. 


For more information about loading the symbol-table portion of the object file 
into the XDS522A, see Section 3.2, Invoking the BTT Software, on page 3-3. 


Filter feature is not working properly 
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Situation 


Try This 


You are using the trace filter feature, but the XDS522A does not show you the 
samples that you expect. (For example, it shows no samples or one sample 
and you think it should be showing many samples.) 


() Inthe Filter config dialog box, check the State column. Make sure you en- 
tered the value(s) that you want to use in the filter in the correct row(s). A 
common mistake is mixing up the P/Exe Adr row with the P/Exe Dta row or 
mixing up the D/Mem Adr row with the D/Mem Dta row. 


Also, check the Mask column. Make sure you are not masking a value that 

you want the system to look for: 

m With the exception of the row(s) that you want to use in the filter, all of 
the rows in the State column should be filled with zeros. 

m With the exception of the row(s) that you want to use in the filter, all of 
the rows in the Mask column should be filled with the letter F. 

m With the exception of the row(s) that you want to use in the filter, all of 
the rows in the Pattern column should be filled with the letter x. 


(1 Disable the filter. With the TRACE window active, press so that the 
first sample that was collected is displayed. Then, reenable the filter. 


For more information about filtering, see 8.2, Filtering Samples Out of the 
TRACE Window, on page 8-6. 
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Search feature is not working properly 


Situation 


Try This 


You are using the search feature, but the XDS522A cannot seem to find the 
sample that you are looking for. 


In the Search config dialog box, check the State column. Make sure you en- 
tered the value(s) that you want to use in the search in the correct row(s). A 
common mistake is mixing up the P/Exe Adr row with the P/Exe Dta row or mix- 
ing up the D/Mem Adr row with the D/Mem Dta row. 


Also, check the Mask column. Make sure you are not masking a value that you 
want the system to look for: 


.j With the exception of the row(s) that you want to use in the search, all of 
the rows in the State column should be filled with zeros. 


[j With the exception of the row(s) that you want to use in the search, all of 
the rows in the Mask column should be filled with the letter F. 


.) With the exception of the row(s) that you want to use in the search, all of 
the rows in the Pattern column should be filled with the letter x. 


For more information about searching, see 8.1, Searching for a Sample in the 
TRACE Window, on page 8-2. 


BTT software does not recognize commands 


Situation 


Try This 


You are trying to enter an XDS522A command, but the BTT software does not 
recognize your keyboard inputs. 


Check to see if the BTT setup window is active (it is active when it has the 
double-lined borders). When the BTT setup window is active, commands are 
not recognized in the COMMAND window (unlike the functionality of the C 
source debugger). Use to cycle through the windows and make the 
COMMAND window active. 
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B.2 Summary of BTT Software Messages 
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This section contains an alphabetical listing of the progress and error mes- 
sages you might see in the COMMAND window. Each message contains both 
a description of the situation that causes the message and an action to take 
if the message indicates a problem or error. 


BTT configuration downloaded 


Description The XDS522A finished downloading the latest configuration 
in the BTT setup window. 


Action None required; this is normal XDS522A behavior. 


BTT configuration loaded from filename 


Description The XDS522A loaded a configuration that you specified with 
the BLOAD or BTT->Load command. 


Action Download the configuration by clicking on the word Download 
in the BTT setup window, by selecting Download from the 
BTT menu, or by entering BDOWNLOAD from the COM- 
MAND window. 


BTT configuration saved: filename 


Description You used the BSAVE or BTT—>Save command to save the 
XDS522A configuration to a file. 


Action None required; this is normal XDS522A behavior. 


BTT configuration saved for flattened mode 


Description You’re using the XDS522A in unflattened mode, but the 
XDS522A configuration that you tried to load with the BLOAD 
or BTT->Load command was saved in a flattened mode. 


Action Reenter the command using a configuration file saved in un- 
flattened mode. 


BTT configuration saved for non-flattened mode 

Description You’re using the XDS522A in a flattened mode, but the 
XDS522A configuration that you tried to load with the BLOAD 
or BTT-Load command was saved in unflattened mode. 

Action Reenter the command using a configuration file saved in a 
flattened mode (flat first word or flat multi word). 
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BTT disabled 


Description You disabled the XDS522A by entering the BDISABLE or 
BTT—Disable command. 


Action None required; this is normal system behavior. 


BTT enabled 


Description You enabled the XDS522A by entering the BENABLE or 
BTT-—Enable command. 


Action None required; this is normal system behavior. 


Cannot append in binary mode 


Description You tried to save a file as binary using the TRACESAVE or 
Trace—Save command, and you selected the append saving 
option. 


Action When saving the trace buffer in binary, use the abort/cancel or 
overwrite saving option. 


Can not create file filename 


Description There is an invalid character in the filename that you entered 
with the BSAVE, BTT->Save, TRACESAVE, Trace—Save, or 
TRACECFGSAVE command. 


Action Enter a filename that contains only alphanumeric characters. 
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Can not detect clock period 


Description 


Action 


There is a problem with your firmware, or the XDS522A 
cannot detect the clock in your target system. 


im) 


Modify the btts22a.cmd initialization file by replacing the 
BTTLOAD command with LOAD. This forces a reload of 
the firmware. 


Check the JP5 jumper settings on the XDS511 emulator: 


m To use the XDS511 clock, ensure pins 7 and 8 are 
connected and pins 5 and 6 are not connected. 


m To use the target clock, remove the jumper from 
pins 7 and 8 and connect pins 5 and 6. 


Never connect both sets of pins at the same time. Doing 
so results in a power-ground short, which typically blows 
a fuse. 


Ensure that the oscillator on the XDS511 emulator is 
seated correctly. 


Can not load file filename 


Description 


Action 


The XDS522A could not find the filename that you specified 
with the TRGLOAD command. 


im) 
a) 


Be sure that the file exists as named. 


Be sure that the file resides in the current directory or in 
one of the directories specified by the D_DIR environ- 
ment variable. 


Can not locate symbol 


The XDS522A could not find the symbol name that you 
entered. 


Description 


Action 


O 


Be sure that the symbol-table portion of the object file that 
you are using is loaded into the XDS522A. Use the 
File—+TargetCode command or the TRGLOAD com- 
mand. 


Be sure that the symbol name that you specified is listed 
in the symbol table. 
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Cannot open config file 


Description The XDS522A could not find the file that you specified with the 
SCONFIG command. 


Action (| Be sure that the file exists as named. 


(| Be sure that the file resides in the current directory or in 
one of the directories specified by the D_DIR environ- 
ment variable. 


Can not open file: filename 


Description The XDS522A could not find the filename that you specified 
with the TRACECFGLOAD, File-TargetCode, Trace-> 
Load, or BTT-Load command. 


Action (] Be sure that the file exists as named. 


[_} Be sure that the file resides in the current directory or in 
one of the directories specified by the D_DIR environ- 
ment variable. 


Cannot open save file 


Description There is an invalid character in the filename that you entered 
with the SSAVE command. 


Action Enter a filename that contains only alphanumeric characters. 


Can not read from BTT memory 


Description The XDS522A lost power during your testing/debugging ses- 
sion. 


Action [| Close the BTT software and turn off power to the 
XDS522A chassis. 


[_.} Check all of your hardware connections and cabling. 


(} Turn on the power to the XDS522A chassis. 


[.} Execute EMURST by double-clicking on the Emurst icon. 
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Can not write to BTT memory 


Description The XDS522A lost power during your testing/debugging ses- 
sion. 


Action [| Close the BTT software and turn off power to the 
XDS522A chassis. 


[_.] Check all of your hardware connections and cabling. 


(.) Turn on the power to the XDS522A chassis. 


[| Execute EMURST by double-clicking on the Emurst icon. 


Clock period value error 


Description The clock period that you entered in the Trace Config dialog 
box was invalid. 


Action Reenter the clock period using a value from 0.1 ns to 100 ms. 


Command “cmd” not found 


Description The BTT software didn’t recognize the command that you 
typed. 


Action Reenter the correct command. See Appendix A, XDS522A 
Emulation System Commands, for a list of valid commands. 


Disassembly Length Error 


Description The number that you entered in the Disasm Len field of the 
Trace Config dialog box was invalid. 


Action Enter a whole number that is less than or equal to 80. 
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File already exists 


Description 


Action 


This message displays in the following situations: 


O 


File not found 


The XDS522A could not find the file that you specified with the 
BTTLOAD or LOAD command. 


Description 


Action 


i) 
i) 


The file that you specified with the Trace—-Save com- 
mand already exists, and you selected Abortin the Trace 
save dialog box. 


The filename that you specified with the Trace—>Save 
command contains an invalid character. 


Use a unique filename or rename the existing file. 
Select Append or Overwrite in the Trace save dialog box. 


Enter a filename that contains only alphanumeric charac- 
ters. 


Be sure that the file exists as named. 


Be sure that the file resides in the current directory or in 
one of the directories specified by the D_DIR environ- 
ment variable. 


I/F comm error. Error UNKNOWN 


Description 


Action 


The XDS522A is having trouble communicating with the 
’C2xx processor. 


O 


im 


Close the BIT software and turn off power to the 
XDS522A chassis. 


Check all of your hardware connections and cabling. 
Turn on the power to the XDS522A chassis. 
Execute EMURST by double-clicking on the Emurst icon. 
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Invalid config option option 


Description The option that you named with the CFGTRACE command 
was correct, but the value for that option was incorrect. 


Action Reenter the command with a valid value. For a list of valid op- 
tions and values, see page A-13. 


Invalid filter option: option 


Description The option that you entered with the TRACEFILTER com- 
mand was incorrect. 


Action Use one of these commands: tracefilter on or tracefilter off. 


Invalid option: option 


Description The option that you named with the CFGFILTER, 
CFGSEARCH, or CFGTRACE command was invalid. 


Action Reenter the command with a valid option name. For a list of 
valid options and values, see page A-11 for the CFGFILTER 
command, page A-12 for the CFGSEARCH command, or 
page A-13 for the CFGTRACE command. 


Invalid options pattern 


Description The option value that you entered with the BTTOPTIONS 
command was invalid. 


Action Reenter the command with a value from 0x0 to 0x10. 


Invalid search mask value 


Description The mask value that you used with the CFGFILTER or 
CFGSEARCH command was invalid. 


Action Reenter the command using a 16-bit hexadecimal mask 
value. 


Invalid search option: option 


Description The option that you entered with the TRACESEARCH 
command was incorrect. 


Action Use one of these commands: tracesearch up or 
tracesearch down. 
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Invalid search value value 


Description The option that you named with the CFGFILTER or 
CFGSEARCH command was correct, but the value for that 
option was incorrect. 


Action Reenter the command with a valid value. For a list of valid op- 
tions and values, see page A-11 for the CFGFILTER com- 
mand or page A-12 for the CFGSEARCH command. 


Invalid structure size in filename 


Description The filename that you entered with the TRACECFGLOAD 
command was not a trace configuration file. 


Action Reenter the command with a trace configuration file that you 
saved with the TRACECFGSAVE command. 


Invalid Trace Mode option: option; TRACEFLUSH ON|OFF 


Description The option that you entered with the TRACEFILTER 
command was incorrect. 


Action Use one of these commands: tracefilter on or tracefilter off. 


Name ’name’” not found 


Description The start or end value that you entered with the TRACESAVE 
command was invalid. 


Action Use a hexadecimal number for the start and end value, and 
be sure to prefix the number with Ox. 


Press ’Esc’ to abort 
Description The XDS522A is saving the contents of the trace buffer. 
Action None required; if you want to interrupt the save, press (SC). 


Press Esc to end WAIT 


Description You entered the TRGRUNWAIT or TRGSTEPWAIT com- 
mand, and the XDS522A is waiting for the processor to stop 
running. 


Action None required; however, you can cancel the command and 
return control to the BTT software by pressing (sc). 
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Save to filename aborted 


Description 


Action 


The XDS522A was saving the contents of the trace buffer, 
and you pressed C86). 


None required. If you want to save the trace buffer, reenter the 
TRACESAVE or Trace—Save command. 


Saving number samples to file: filename 


Description 


Action 


Syntax error 
Description 


Action 


You used the TRACESAVE command to save number of 
trace samples to file filename. 


None required; this is normal XDS522A behavior. 


The start or end value that you entered with the TRACESAVE 
command was invalid. 


Use a hexadecimal number for the start and end value and be 
sure to prefix the number with Ox. 


Target code loaded from filename 


Description 


Action 


The XDS522A loaded the symbol table associated with file- 
name. 


None required; this is normal system behavior. 


Target in debug mode 


Description 


Action 


You attempted to update the contents of the TRACE window 
while the processor was stopped. When the processor stops 
running, the XDS522A updates the TRACE window automati- 
cally. Any further attempt to update the TRACE window while 
the processor is stopped results in this error message. 


Update the contents of the TRACE window only when the pro- 
cessor is running. The program status indicator in the upper 
right corner of the BTT application window shows the status of 
the processor (Running or Stopped). 


Summary of BTT Software Messages 


TO’ on Msg Rev - value, Seq n 


Description The XDS522A is having trouble communicating with the 
target system. This message might display several times. 
While the message is displaying, your system will be locked 
up. 


Action (4 Close the BTT software and turn off power to the 
XDS522A chassis. 


[_.] Check all of your hardware connections and cabling. 


( Turn on the power to the XDS522A chassis. 


[| Execute EMURST by double-clicking on the Emurst icon. 


Trace buffer flush — DISABLED 


Description You entered the TRACEFLUSH OFF command to turn on 
trace accumulate mode (and disable trace flush mode). 


Action None required; this is normal XDS522A behavior. 


Trace buffer flush - ENABLED 


Description You entered the TRACEFLUSH ON command to turn on trace 
flush mode. 


Action None required; this is normal XDS522A behavior. 


Trace buffer saved: filename 


Description You used the Trace->Save command to save trace samples 
to a file. 


Action None required; this is normal XDS522A behavior. 


Trace entry found — sample number 


Description The search event that you defined was found, and the 
XDS522A displayed the sample number associated with that 
event. 


Action None required; this is normal XDS522A behavior. 
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Trace entry not found 


Description 


Action 


This message displays when you are filtering or searching: 


O 


O 


Filtering: The filter condition that you defined is not in the 
trace buffer. This message might display if you didn’t start 
the filter from the top of the TRACE window. 


Searching: The search condition that you defined is 
either not in the trace buffer or not in the direction in which 
you are searching. 


Filtering: 
m Check your filter condition. 


m Disable the filter. With the TRACE window active, 
press so that the first sample that was 
collected is displayed. Then, reenable the filter. 


For more information about filtering, see Section 14.1, 
Filtering, on page 14-2. 


Searching: 
mM Check your search condition. 


m If you are searching up or down (using Srch Up or 
Srch Down), check your search index. 


For more information about searching, see Section 14.2, 
Searching for a Specific Trace Sample, on page 14-11. 


Trace number error 


Description 


Action 


The value that you entered in the Sample Number field of the 
Goto trace sample dialog box is invalid. You also see this 
message when you try to go to a specific trace sample while 
the XDS522A is collecting trace samples. 


(_j Enter a hexadecimal value from 0x0 to Ox7FFF. 


(_} Be sure that tracing is disabled when you use the 
Trace—>Goto command to go to specific trace sample. 


Trace PgUp/PgDn offset value error 


Description 


Action 


The value that you specified in the Value(hex) field of the Goto 
trace sample dialog box is invalid. 


Enter a hexadecimal value that is less than or equal to 
0x10000. 
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Waiting for target RUN-HALT 


Description You entered the TRGRUNWAIT command, and the 
XDS522A is waiting for the processor to stop running. 


Action None required; however, you can cancel the command and 
return control to the BTT software by pressing (Sc). 


Waiting for target to STEP 


Description You entered the TRGSTEPWAIT command, and the 
XDS522A is waiting for the processor to stop running. 


Action None required; however, you can cancel the command and 
return control to the BTT software by pressing (sc). 
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Glossary 


Absolute mode: A timestamp display option that shows the time relative to 
the first sample that was collected. 


breakpoint: A debugging mechanism that allows you to predefine an 
explicit stopping point in your program that causes the processor to stop 
executing. There are two types of breakpoints: a software breakpoint is 
set with the C source debugger; this breakpoint is not set in ROM and is 
controlled by the debugger only. A hardware breakpoint is set in ROM 
(using a combination of the BTT software and the C source debugger); 
this breakpoint allows you to stop the processor on certain program ac- 
cesses or on low levels on the EMUO pin. 


BTT: Breakpoint, tracing, and timing. A software tool that adds breakpoint, 
tracing, and timing functionality to the C source debugger. 


clock: A device that generates periodic signals used for synchronization. 


counter: A feature of the XDS522A emulation system that counts the num- 
ber of occurrences of an event or sequence of events or clock cycles. 
There are two counters in the XDS522A. 


Delta mode: A timestamp display option that shows the time relative to the 
previous sample in the TRACE window. 
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event: A predefined condition that is used as an input to the functional 
control blocks of the XDS522A (such as the sequencer, counters, and 
trace control). All functional control blocks respond to events that you 
define. 


fetch: Locating and loading instructions or data from storage. 


flat first word: A flattened mode that shows only the address of the first word 
of a two-word instruction. 


flat multi word: A flattened mode that shows the addresses of the first and 
second words in a two-word instruction. 


flattened mode: An XDS522A mode that enables the flattener features. 


flattener: A tool that filters out unexecuted instructions so that only executed 
cycles are collected in the trace buffer and aligns the data with the corre- 
sponding execution cycle. 


IAQ: = /nstruction acquisition 


memory map: A description of memory space partitioned into functional 
blocks. 


mask: To ignore specific bits within an address, data, or external-signal 
value. 


pipeline: A method of executing instructions in an assembly-line fashion 
rather than one at a time. 


pipeline flattener: See flattener 


program status indicator: A field in the upper right corner of the BTT 
application window that indicates the status of the processor (running or 
stopped). 


Glossary 


qualifier: A condition that modifies or limits the definition of an event. 


real-time mode: A debugging mode that allows you to debug your code 
without stopping the processor; this allows time-critical interrupts to be 
serviced when the trap occurs. 


Relative mode: A timestamp display option that shows the time relative to 
a sample that you select in the TRACE window. 


sample: Program-execution information recorded at a discrete interval of 
time. 


sequencer: A feature of the XDS522A emulation system that allows you to 
search for events that occur in the order you specify. 


single-off mode: The XDS522A counter mode that allows you to configure 
the counter to decrement multiple times. 


single-onmode: The XDS522A counter mode that prevents a counter from 
being restarted. 


single-shot counter: A special feature of the XDS522A counters that 
prevents a counter from being restarted. 


stop mode: A debugging mode that causes the processor to halt at a soft- 
ware breakpoint so that you can inspect the register contents at that par- 
ticular point in the code. 


timestamp: A 48-bit time display for each sample. The timestamp displays 
in the TRACE window. It can be displayed in absolute, relative, or delta 
time. 


trace: Record the execution of a program, showing the sequence of instruc- 
tions executed. 


trace accumulate mode: A tracing mode in which previous samples in the 
trace buffer are retained when a new trace occurs. 
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trace buffer: A listing of samples collected by the XDS522A. The trace buff- 
er contents are shown in the TRACE window. 


trace flush mode: A tracing mode in which previous samples in the trace 
buffer are discarded (overwritten) when a new trace occurs. 


trace immediate: A condition in which the XDS522A starts collecting trace 
samples as soon as an application begins running. 


trace sample: See sample 


trace start qualifier (TSQ): An XDS522A feature that allows you to set up 
a trace condition in which trace can start during a specified sequencer 
state only. 


trace status indicator: A number field in the upper right corner of the BTT 
application window that tells you whether or not the XDS522A is collect- 
ing trace samples. 


trigger: A pulse that is used to start an action in another circuit. 


unflattened mode: An XDS522A mode that disables the flattener features. 
See also flattener 


watchdog timer: A special feature of the XDS522A counters. A watchdog 
timer ensures that a time-critical deadline is always met and generates 
a signal if the processor is not executing the main loop correctly. 


XDS522A emulation system: An analysis and debugging tool that adds 
breakpoint, tracing, and timing functionality to traditional debugging 
tools, allowing you to monitor and record bus- and cycle-type activity, 
gather precise instruction-timing information, and generate hardware 
breakpoints. 


<D-— (Fetch<Dis) mnemonic 13-15 

> connection symbol 11-4, 16-3 

>D- (Fetch>Dis) mnemonic 13-15 

0 connection symbol 5-7 

2ndWord mnemonic 13-14 

2w- (2ndWord) mnemonic 13-14 

32-bit counter, configuring 15-12 to 15-13 


Absolute mode 
definition 9-3, 14-17, C-1 
selecting 9-10 
accumulating trace samples 7-2, 13-8, A-19 
ACTION box 
configuring 5-8 to 5-9, 17-2 to 17-3, 17-6 
description 5-8, 17-2, 17-6 
overview 2-5 
active window. See windows 
address event dialog box 12-10 
advanced tracing features 7-1 to 7-16 
ALIAS command A-2 to A-3, A-8 
aliasing A-2 to A-3 
analysis module 
generating hardware breakpoints 3-6, 5-12 
setting up 3-6, 5-12 
arrow keys 2-6, 6-7, 13-10 


base cycle clock 14-16 
batch files 
controlling command execution 
conditionalcommands A-5, A-15 
looping commands A-5, A-16 
creating A-4 


Index 


batch files (continued) 
displaying text when executing A-4 to A-5, A-14 
echoing strings A-4 to A-5, A-14 
executing A-4, A-18 
sample file A-4 
BCLEAR command _ 3-7, A-8 
BDISABLE command A-8 
BDOWNLOAD command 3-10, A-9 
BENABLE command 3-11, A-9 
binary format for saving trace buffer 13-18 
BLOAD command 3-9, A-9 
BNC connector 17-4 
breakpoints 
definition C-1 
generating (executing) 5-8, 17-2 to 17-3 
latency 17-3 
setting up the analysis module 3-6, 5-12 
troubleshooting B-3 
BSAVE command 3-9, A-9 
BIT 
See also XDS522A 
definition C-1 
BTT application window 2-3, 4-11 
BTT menu, description 2-4 
BTT save dialog box 3-9, 5-11 
BTT setup window 
configuring 3-7 
description 2-5 to 2-6, 3-7 
illustration 3-8, 5-3 
loading the configuration 3-9, 5-11 
location in the BTT application window 4-11 
saving the configuration 3-9, 5-11 
BTT software 
See also windows; XDS522A 
closing 3-14, 4-14, A-17 
error messages B-6 to B-17 
initialization file 4-13 
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BTT software (continued) 
interface 
description 2-4 to 2-5 
illustration 2-3 
using 2-1to 2-11 
invoking 3-3, 4-8 
screen configuration 
loading 2-11, 4-13, A-17 
saving 2-11, 4-13, A-18 
troubleshooting B-1 to B-17 
BTTLOAD command 3-3, 4-9, A-9 


BTTOPTIONS command A-10 


CFGFILTER command A-11 

CFGSEARCH command A-12 

CFGTRACE command A-13 

channels. See external channels 

clearing fields in dialog boxes 12-11 

clearing the trace buffer. See trace buffer, flushing 
clearing the XDS522A configuration 3-7, 5-2, A-8 


clock 

base cycle clock 14-16 

BTT pipeline 1-8 

definition C-1 
clock cycles, counting 15-8 to 15-9 
closing the software 3-14, 4-14 


code 
executing 
RUN debugger command 3-12, 5-13 
TRGRUNWAIT command 3-13, A-21 
halting 3-13, A-22 
loading the symbol table 
menu option 3-3, 4-9 
TRGLOAD command 3-3, A-20 
collecting trace samples 
See also tracing 
between two events 6-2 to 6-3 
description 5-6, 13-2 to 13-7 
large number 7-8 to 7-11 
small number 7-12 to 7-13 
specific number 7-8 to 7-13, 13-6 to 13-7 
until trace buffer is full 7-6 to 7-7, 13-5 to 13-6 


command line. See COMMAND window; commands 
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COMMAND window 
description 2-5 
location in the BTT application window 4-11 
recording information from the display 
area A-14 
commands 
alphabetical list A-8 to A-22 
defining command strings A-2 to A-3 
entering 2-6 
from a batch file A-4to A-5 
from the command line 2-6 
with amouse 2-6 
with key combinations 2-6, 4-2 
functional list A-6 to A-7 
sending to the debugger 3-12 to 3-13, A-21 
connection symbol 
for the ACTION box 5-8 
for the SEQUENCER box 
>symbol 11-4, 16-3 
Rsymbol 11-9, 16-3, 16-7 
for the TRACE box 5-7 
controlling the counters 10-2 to 10-3, 15-2 to 15-3 
COUNTER boxes 
Current Value field 10-9, 15-5 
illustration 10-3, 15-4 
Initial Value field 10-6, 15-5 
overview 2-5 
Reld field 10-4, 15-5 
Reload field 10-4, 15-5 
single-shot field 10-6, 15-5 
Zero field 15-5 
counters 
configuring as 32-bit 15-12 to 15-13 
configuring as watchdog timer 15-14 to 15-15 
controlling 10-2 to 10-3, 15-2 to 15-3 
counting a specific number of events 10-5 to 
10-9, 15-6 to 15-7 
counting clock cycles 15-8 to 15-9 
counting more than one event 10-14 to 10-18, 
15-7 
counting sequences 15-10 to 15-11 
definition C-1 
description 15-1 to 15-15 
functionality 10-2 to 10-4, 15-2 to 15-5 
initializing 10-5 to 10-9, 15-6 
precedence 10-3, 15-4 
reloading 10-4, 15-5 
troubleshooting B-4 
using one counter to start the other counter 
10-14 to 10-18 


counters (continued) 
using the single-shot counter feature 10-10 to 
10-13, 15-6 
when events occur at the same time 10-3, 15-4 
creating a batch file A-4 to A-5 
cycle activity 
monitoring in flattened mode 12-4 to 12-6 
monitoring in unflattened mode 12-7 to 12-9 
CycleTyp heading 13-13 


DAdr heading 13-13 
DATA Addr Ranges dialog box 12-10 to 12-11 
data bus address, defining as anevent 12-10 to 
12-16 
data bus cycle activity 12-8 to 12-9 
Data Bus Cycle dialog box 12-9 
data bus data, defining as anevent 12-10 to 12-16 
DATA Data Ranges dialog box 12-10 to 12-11 
data value event dialog box 12-10 
DataCycle heading 13-13 
DataRead mnemonic 13-14 
DataWrite mnemonic 13-14 
DDta heading 13-13 
debugger 
closing 3-14, 4-14 
interacting with the XDS522A 1-6 
invoking 3-5, 4-8, A-20 
debugging and testing overview 3-1 to 3-14 
debugging environment 1-6 
defining an event. See events 
defining command strings A-2 to A-3 
Delta mode 
definition 9-3, 14-17, C-1 
example 9-8 
dip switch settings 
choosing a flattener mode 3-2 
illustration 4-7 
Disa (disable) tracing option 
definition 7-14, 13-3 
versus Stop tracing option 7-14, 13-3 
disabling the XDS522A 3-11, 5-10, A-8 
displaying a specific trace sample 6-7, 7-11, 13-11 
displaying information in the TRACE window 6-8 to 
6-9, 13-16 to 13-17, A-13 
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displaying the timestamp in the TRACE 
window 9-2 
DL (DWrLostRd) mnemonic 13-15 
DLOG command A-14 
downloading the XDS522A configuration 
BDOWNLOAD command A-9 
from the BTT setup window 3-10, 5-10 
DR (DataRead) mnemonic 13-14 
DR (DRdNoWr) mnemonic 13-15 
DRdNoWr mnemonic 13-15 
DW (DataWrite) mnemonic 13-14 
DW (DWrNoRd) mnemonic 13-15 
DWrLostRd mnemonic 13-15 
DWrNoRd mnemonic 13-15 


EAdr heading 13-13 
ECHO command A-4 to A-5, A-14 
EDta heading 13-13 
ELSE command A-5, A-15 
EMUO pin 3-6, 5-12, 17-2 
enabling the XDS522A 3-11, 5-10, A-9 
end key 6-7, 13-10 
ENDIF command A-5, A-15 
ENDLOOP command A-5, A-16 
entering commands 2-6 
error messages B-6 to B-17 
events 
See also external channels 
defining a range of addresses or data 
values 12-12 to 12-13 
defining a specific address or datavalue 12-12 
defining a specific number of addresses or data 
values 12-13 
defining an address as a symbol 
address 12-14 to 12-16 
defining an event 
as cycle activity 12-4 to 12-9 
overview 12-2 
with one qualifier 5-4 to 5-5 
with two qualifiers 7-3 to 7-5 
defining an exclusive range of addresses or data 
values 12-14 
definition C-2 
description 5-1 
detecting an event and halting the processor 
5-1 to 5-14 
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events (continued) 
masking bits inarange 12-15 
not being detected B-2 
qualifiers 
data bus cycle activity 12-8 to 12-9 
defining 5-4 
execution cycle activity 12-4 
execution/program bus address 12-10 to 
12-16 
execution/program bus data value 12-10 to 
12-16 
memory cycle activity 12-5 to 12-6 
memory/data bus address 12-10 to 12-16 
memory/data bus data value 12-10 to 12-16 
program bus cycle activity 12-7 to 12-8 
setting up a sequence of events 11-2, 16-3 to 
16-10 
EVENTS box 
configuring 5-4 to 5-7, 12-2 to 12-3 
defining qualifiers 5-4 to 5-7, 12-4 to 12-20 
description 5-4, 12-2 to 12-3 
field descriptions 12-2 to 12-3 
illustration 
ina flattened mode 12-2 
in unflattened mode 12-7 
operation 12-2 
overview 2-5 
Ex-MC heading 13-13 
exclusive range 12-14 
EXEC Addr Ranges dialog box 5-5, 12-10 to 12-11 
EXEC Data Ranges dialog box 12-10 to 12-11 
ExecCycle heading 13-13 
execution address, defining as anevent 12-10 to 
12-16 
execution cycle activity 12-4 
Execution Cycle dialog box 12-4 
execution data, defining as anevent 12-10 to 
12-16 
exiting the software 3-14, 4-14, A-17 
Extheading 13-13 
external channels 
monitoring a combination of channels 12-19 to 
12-20 
monitoring your target system 12-17 to 12-20 
on the interface adapter pod 12-17 
pin assignments 12-17 
setting up 12-18 
External Ranges dialog box 12-18 


Index-4 


F2 key, using the command history feature 2-6 
F6 key, making a window active 2-7, 4-12 
F7 key, toggling the timestamp display modes 9-9, 
14-17 
F8 key, viewing the contents of the trace 
buffer 13-7 
F9 key, updating the contents of the TRACE window 
(Peek) 13-9 
Fe— (Fetch) mnemonic 13-15 
fetch, definition C-2 
Fetch mnemonic 13-15 
Fetch<Dis mnemonic 13-15 
Fetch>Dis mnemonic 13-15 
file format for saving trace buffer 13-18 
Filter config dialog box 8-7, 14-3 
filtering 
configuring the trace filter 8-7 to 8-8, 14-5, A-11 
description 14-2 to 14-10 
disabling the trace filter 8-9, 14-10 
enabling the trace filter 8-8, 14-5, A-19 
example 8-6 to 8-9 
options 14-2 
troubleshooting B-4 
using abit pattern 14-8 to 14-9 
usingamask 14-6 to 14-7 
viewing hidden trace samples 8-9, 14-10 
First/Last mnemonic 13-14 
FirstBlk mnemonic 13-14 
FL- (First/Last) mnemonic 13-14 
flattened modes 
choosing 3-2, 4-6 to 4-7 
definition 1-11, C-2 
fields in the EVENTS box 12-3 
flat first word, definition 1-11 to 1-12, 4-6, C-2 
flat multi word 
definition 1-11 to 1-12, 4-6, C-2 
illustration 1-12 
mnemonics in TRACE window 13-14 
flattener 
choosing a flattener mode 3-2, 4-6 to 4-7 
definition C-2 
description 1-10 
illustration 1-12 
flushing trace samples 7-2, 13-8, A-19 
Ft- (FirstBlk) mnemonic 13-14 


generating a hardware breakpoint 5-8, 17-2 
generating atrigger pulse 5-8, 17-4, 17-6 
Get Symbol Address dialog box 5-5 


Goto trace sample dialog box 6-7, 7-11, 13-10 to 
13-11 


halting 
See also breakpoints 
target application 3-13, A-22 


hardware breakpoints. See breakpoints 


help 
online system 4-3 
troubleshooting B-1 to B-17 


hiding information in the TRACE window 6-8 to 
6-9, 13-16 to 13-17 


home key 6-7, 13-10 


IAQ, definition C-2 
IAQ>Dis mnemonic 13-15 
Id (Idle) mnemonic 13-15 
ID- (IAQ>Dis) mnemonic 13-15 
identifying key procedures 4-2 
Idle mnemonic 13-15 
IdleEnd mnemonic 13-14 
IdleStart mnemonic 13-14 
IE (IdleEnd) mnemonic 13-14 
IF/ELSE/ENDIF commands’ A-5, A-15 
IL (IOWrLostRead) mnemonic 13-15 
II- (Illegal) mnemonic 13-14 
Illegal mnemonic 13-14 
inclusive range 12-15 to 12-17 
initialization files 
for the BTT software 4-13 
se_initcmd 4-8 
initializing counters 10-5 to 10-9, 15-6 
inputs to the sequencer 11-2, 16-2 


Index 


interface adapter pod 

as asystem component 1-4 

illustration 1-5 

jumper settings for standalone mode 4-5 
invoking 

BTT software 3-3, 4-8 

debugger 3-5, 4-8, A-20 
IORdNoWr mnemonic 13-15 
IORead mnemonic 13-14 
IOWrite mnemonic 13-14 
IOWrLostRead mnemonic 13-15 
IOWrNoRd mnemonic 13-15 
IR (IORdNoWr) mnemonic 13-15 
IR (IORead) mnemonic 13-14 
IS (IdleStart) mnemonic 13-14 
IW (lOWrite) mnemonic 13-14 
IW (lOWrNoRd) mnemonic 13-15 


JTAG cable 
as asystem component 1-4 
illustration 1-5 

jumper settings for standalone mode 4-5 


key sequences for moving through the TRACE 
window 6-6 to 6-7, 13-10 to 13-11 


Label heading 13-13 
LastBlk mnemonic 13-14 
latency 
breakpoints 5-13, 17-3 
triggers 17-5 
limits 
trace buffer size 7-6, 13-5 
window sizes A-17 
listing aliases A-2 
LOAD command A-15 
loading a saved TRACE window configuration 
13-17, A-18 
loading the contents of the trace buffer 13-20 
loading the symbol table 
menu option 3-3, 4-9 
TRGLOAD command 3-3, A-20 
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log files A-14 
LOOP/ENDLOOP commands A-5, A-16 
Lt- (LastBlk) mnemonic 13-14 


MAdr heading 13-13 
mask 
definition C-2 
inafilter 14-6 to 14-7 
inasearch 8-4, 14-15 
using when defining events 12-15 to 12-17 
MDta heading 13-13 
MemCycle heading 13-13 
Memory Addr Ranges dialog box 12-10 to 12-11 
memory address, defining as an event 12-10 to 
12-16 
memory cycle activity 12-5 to 12-6 
Memory Cycle dialog box 12-5 
memory data, defining as anevent 12-10 to 12-16 
Memory Data Ranges dialog box 12-10 to 12-11 
memory map 


definition C-2 
se_init.cmd file 4-8 
menu bar 


description 2-4 
illustration 2-3, 4-11 
messages B-6 to B-17 
Mi— (MiddleBlk) mnemonic 13-14 
MiddleBlk mnemonic 13-14 
mnemonics in cycle columns of TRACE window 
in flattened mode 13-14 
without flattener 13-15 
monitoring your system with external 
channels 12-17 
mouse. See entering commands; windows 
MOVE command 
description 2-10, A-16 
example 4-12 
moving a window 
using a mouse 2-10 
using the MOVE command 2-10 


NC (NoCycle) mnemonic 13-14 
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nesting alias definitions A-2 
No- (Nolnstr) mnemonic 13-14 
No/No- (NoCycle) mnemonic 13-15 
NoCycle mnemonic 

forthe data bus 13-15 

for the memory cycle 13-14 

for the program bus 13-15 
Nolnstr mnemonic 13-14 


PAdr heading 13-13 
page down key 6-6, 13-10 
page up key 6-6, 13-10 
parameters in aliases A-2 
patterns in event definitions 12-15 to 12-17 
PC-—DC heading 13-13 
PDta heading 13-13 
PEEK command 7-15, 13-9, A-17 
Peek=F9 menu button 2-4, 13-9 
Pi- (PipeAdv) mnemonic 13-15 
PipeAdv mnemonic 13-15 
pipeline 
definition C-2 
for the TMS320C2xx 
illustration 1-7, 1-10 
pipeline flattener 1-10 
for the XDS522A 
description 1-7 to 1-9 
illustration 1-9 to 1-11 


PR (ProRead) mnemonic 13-14 
PR-—(PRead) mnemonic 13-15 
PRead mnemonic 13-15 
precedence 
for the counters 10-3, 15-4 
for the sequencer 11-11, 16-8 
probes. See external channels 
PROG Addr Ranges dialog box 12-10 to 12-11 
PROG Data Ranges dialog box 12-10 to 12-11 
ProgCycle heading 13-13 


program bus address, defining as an 
event 12-10 to 12-16 


program bus cycle activity 12-7 to 12-8 
Program Bus Cycle dialog box 12-7 


program bus data, defining as an event 12-10 to 
12-16 


program entry point, resetting 3-12, 5-13 
program status indicator 
definition C-2 
description 2-5, 6-4 
ProgWrite mnemonic 13-14 
ProRead mnemonic 13-14 
PW (ProgWrite) mnemonic 13-14 
PW-(PWrite) mnemonic 13-15 
PWrite mnemonic 13-15 


qualifiers 
See also events, qualifiers 
defining 5-4 to 5-7 
definition C-3 
description 5-4 
QUIT command 3-14, 4-14, A-17 


quitting the software 3-14, 4-14, A-17 


R connection symbol 11-9, 16-3, 16-7 
RE (ResetEnd) mnemonic 13-14 
real-time mode 
definition C-3 
operating the XDS522A in 1-6 
real-time monitor, using with the XDS522A_ 1-6 
redefining aliases A-2 
reenabling tracing after disabling 13-7 


Relative mode 
definition 9-3, 14-17, C-3 
selecting 9-10 to 9-11 


Reld field 10-4, 15-15 

reload, use in watchdog timer 15-15 
Reload field 10-4 

ResetEnd mnemonic 13-14 
ResetStart mnemonic 13-14 
Restart menu button 2-4, 13-7 

RS (ResetStart) mnemonic 13-14 
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sample 
See also tracing; TRACE window 
definition C-3 


saving the contents of the trace buffer 6-10 to 
6-11, 13-18 to 13-19 


saving the screen configuration 2-11, 4-13, A-18 


saving the TRACE window configuration 13-17, 
A-18 


SCONFIG command 2-11, 4-13, A-17 
se_init.cmd file 4-8 


Search config dialog box 
description of fields 14-13 
example 8-3 
illustration 14-12 


searching the trace buffer 
CFGSEARCH command A-12 
configuring the search 8-3 to 8-4, 14-14 to 
14-15 
description 14-11 to 14-15 
enabling the search 8-4, 14-15 
example 8-2 to 8-5 
options 14-11 
TRACESEARCH command A-20 
troubleshooting B-5 


2ndWord mnemonic 13-14 
sequence, counting 15-10 to 15-11 


sequencer 
advancing 11-8, 16-7 
completing 16-6 
conditional trace start 11-12 to 11-25, 16-9 to 
16-10 
definition C-3 
description 16-1 to 16-10 
detecting asequence 11-3 to 11-7, 16-3 to 16-5 
events 
that advance 11-8, 16-7 
that reset 11-8, 16-7 
functionality 11-2, 16-2 
inputs to 11-2, 16-2 
levels in 11-2, 16-2 
multiple events at a single level 16-5 
precedence of inputs 11-11, 16-8 
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sequencer (continued) 
resetting 
example 11-8 to 11-11, 16-7 
illustration 16-8 
resetevent 11-9 
when events occur at the same time 11-11, 
16-8 
resulting actions 11-2, 16-2 
trace start qualifier (TSQ) 11-12 to 11-25, 
16-9 to 16-10 
using 16-3 
SEQUENCER box 
configuring 11-4 to 11-5, 16-3 to 16-10 
overview 2-5 
resetting the sequencer 11-9, 16-7 
single-shot counters 
definition 10-10, C-3 
using 10-10 to 10-13, 15-6 
single-stepping 3-13, A-21 
SIZE command 2-9, A-17 
sizing a window 
size limits A-17 
witha mouse 2-8 to 2-9 
with the SIZE command 2-9, 4-12, A-17 
SnglOff/SnglOn toggle. See single-shot counters 
software breakpoints, halting the processor 3-13 
space key, entering address symbols 5-5 
SSAVE command 2-11, 4-13, A-18 
startindex 14-13 
starting and stopping the target application 3-13 
status indicators in BTT application window 6-4 
stop mode 
definition C-3 
operating the XDS522A in 1-6 
Stop tracing option 
definition 7-14, 13-2 
versus Disa (disable) tracing option 7-14, 13-2 
symbols 
clearing A-20 
name not recognized B-4 
system components 1-4 to 1-5 
system overview 1-1 to 1-12 


TAKE command A-4, A-18 
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target application 
executing 3-13, A-21 
halting 3-13, A-22 
sending acommand A-21 
single-stepping 3-13, A-21 


target cable adapter board 
as asystem component 1-4 
illustration 1-5 
jumper settings for standalone mode 4-5 


target code. See code 

Target code load dialog box 4-9 

testing and debugging overview 3-1 to 3-14 
text format for saving trace buffer 6-11, 13-18 
32-bit counter, configuring 15-12 to 15-13 
Time menu bar selection 2-4 


timestamp 

Absolute mode 9-10, 14-17 
configuring 9-2 to 9-4, 9-12, 14-16 to 14-17 
definition C-3 
Deltamode 9-8, 14-17 
description 14-16 to 14-18 
display modes 9-3, 14-17 

toggling 9-9, 14-17 
displaying 9-2 to 9-4, 14-16 to 14-17 
displaying clock cycles 9-3, 14-16 
displaying units of time 9-3, 14-16 
example 9-1 to 9-13 
formats 9-3, 14-17 
Relative mode 9-10 to 9-11, 14-17 
using 9-1 to 9-13, 14-16 to 14-18 


TMS320C209SE device 1-4 
trace, definition C-3 


trace accumulate mode 


definition C-3 
description 7-2, 13-8 
TRACE box 


collecting a specific number of samples 7-8 to 
7-13, 13-6 to 13-7 

configuring 5-6 to 5-8, 13-4 to 13-5 

description 5-6, 13-4 

disabling atrace 7-14, 13-3 

overview 2-5 

starting atrace 6-3, 13-2 

stopping atrace 7-14, 13-2 

zero feature 7-8, 13-6 


trace buffer 


See also TRACE window 

accumulating samples 7-2 to 7-5, 13-8 
definition 7-2, 13-8, C-4 

detecting when the buffer is full 7-6 to 7-7, 13-5 
flushing (clearing) 7-2 to 7-5, 13-8, A-19 
loading contents 13-20 

saving contents 6-10 to 6-11, 13-18 to 13-19 
size 7-6, 13-1 

trace buffer full condition 7-6, 13-5 

viewing saved contents 6-11 


Trace configuration dialog box 13-16 

trace disable versus trace stop 7-14, 13-2 to 13-3 
trace display. See TRACE window 

trace flush mode 


definition C-4 
description 7-2, 13-8 


trace immediate 


definition C-4 
description 5-6 to 5-7 
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TRACE window (continued) 
illustration 13-12 
key sequences 6-6 to 6-7, 13-10 to 13-11 
location in the BTT application window 4-11 
moving through contents 6-6 to 6-7, 13-10 to 
13-11 
saving the configuration 13-17, A-18 
saving the contents 6-10 to 6-11, A-19 
troubleshooting B-3 
updating with the contents of the trace 
buffer 6-5, 13-9 
viewing contents 
PEEK command 7-15, 13-9, A-17 
trace update 6-5, 13-9 
TRACEUPDATE command 13-9, A-20 
TRACECFGLOAD command 13-17, A-18 
TRACECFGSAVE command 13-17, A-18 
TRACEFILTER command A-19 
TRACEFLUSH command A-19 
TRACESAVE command 13-19, A-19 
TRACESEARCH command A-20 


Trace load dialog box 13-20 
Trace menu, description 2-4 
Trace Mode configuration dialog box 7-2, 13-8 
trace sample. See sample; TRACE window; tracing 
Trace save dialog box 6-10, 13-18 
trace start qualifier (TSQ) 

definition C-4 

description 11-12, 16-9 

illustration 16-10 

using 11-12 to 11-25, 16-9 to 16-10 
trace status indicator 

definition C-4 

description 2-5, 6-4 
trace stop versus trace disable 7-14, 13-2 to 13-3 
TRACE window 

See also filtering; searching the trace buffer; 

trace buffer; tracing 
column descriptions 13-13 
configuration 


TRACEUPDATE command 13-9, A-20 
tracing 


See also TRACE window 

accumulating trace samples 7-2 to 7-5, 13-8 

collecting a specific number of samples 7-8 to 
7-13, 13-6 to 13-7 

conditional start 11-12 to 11-25, 16-9 to 16-10 

description 5-6 to 5-7 

detecting when the trace buffer is full 7-6 to 7-7, 
13-5 

disabling 7-14, 13-3 

flushing trace samples 7-2 to 7-5, 13-8 

restarting 13-7 

samples collected but not displayed B-3 

samples not being collected B-3 

starting 6-3, 13-2 

stopping 7-14, 13-2 

trace start qualifier 11-12 to 11-25, 16-9 to 
16-10 

troubleshooting B-1 to B-17 


CFGTRACE command A-13 
changing 6-8 to 6-9, 13-16 to 13-17 
loading 13-17, A-18 
saving 13-17, A-18 
cycle-type mnemonics 13-14 to 13-15 
description of contents 13-12 to 13-15 
example 6-6 
flushing the trace buffer 7-2 to 7-5, 13-8, A-19 


TrcOn/Off=F8 menu button 2-4, 13-7 
TRGEXE command A-20 

TRGLOAD command 3-3, 4-9, A-20 
TRGRUNWAIT command 3-13, A-21 
TRGSEND command A-21 
TRGSTEPWAIT command 3-13, A-21 
TRGSTOP command 3-13, A-22 
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triggers 
definition C-4 
generating atrigger pulse 5-8, 17-4, 17-6 
latency 17-5 
pin connections 17-4 to 17-5 
troubleshooting B-1 to B-17 


TSQ. See trace start qualifier (TSQ) 


UNALIAS command A-3, A-22 
unflattened mode 
choosing 3-2 
cycle type mnemonics 13-15 
definition 1-11, 4-6, C-4 
fields in the EVENTS box 12-3 
illustration 1-12 
unzooming a window 2-8 


updating the TRACE window 6-5, 13-9 


verifying hardware setup 4-4 to 4-5 
viewing trace samples 13-9, 14-1 to 14-18 


watchdog timer 

definition C-4 

using counteras 15-14 to 15-15 
WIN command 2-7, 4-12, A-22 


windows 
making a window active 
with amouse 2-7 
with the F6 key 2-7, 4-12 
with the WIN command 2-7, 4-12, A-22 
moving 
with the mouse 2-10 


with the MOVE command 2-10, 4-12, A-16 


sizing 

with amouse_ 2-8, 4-12 

with the SIZE command 2-9, 4-12, A-17 
unzooming 2-8 
zooming 2-8, A-22 
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XDS510 emulator controller 
as asystem component 1-4 
illustration 1-5 
XDS511 emulator 
as asystem component 1-4 
illustration 1-5 
jumper settings for standalone mode 4-5 
XDS522A 
See also BTT software 
chassis illustration 17-4 to 17-5 
commands A-1 to A-22 
description 1-2 to 1-5 
disabling A-8 
enabling 
BENABLE command A-9 
menu option 3-11, 5-10 
features 1-3 
loading the firmware 
BTTLOAD command A-9 
LOAD command A-15 
loading the symbol table 
menu option 4-9 
TRGLOAD command A-20 
pipeline 1-7 to 1-9 
setting test options A-10 
system components 1-4 
troubleshooting B-1 to B-17 
XDS522A configuration 
clearing 
BCLEAR command 3-7, A-8 
menu option 3-7, 5-2 
downloading 
BDOWNLOAD command A-9 
from the BTT setup window 3-10, 5-10 
loading 
BLOAD command A-9 
menu option 3-9, 5-11 
saving 
BSAVE command A-9 
menu option 3-9, 5-11 
XDS522A emulation system, definition C-4 


zooming a window 
with amouse 2-8 
with the ZOOM command A-22 


